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 The first time I met Dr. Boyan, her car had just died. The next day, she drove to 
work in a brand new, gleaming white Mustang. I took away two things that day: 1) Dr. 
Boyan doesn’t mess around; and 2) Dr. Boyan has great taste. Those two things still hold 
true today. When Dr. Boyan moved from Georgia Tech to Virginia Commonwealth 
University to build the School of Engineering, the lab dutifully followed. Her vision was 
much bigger than we could even imagine, and it is clear now after three years that she really 
means what she says. I continue to be amazed by how much she has done for the University, 
while still finding the time to write grants, publish and maintain an open office policy for 
students. All of these tasks require very specific skill sets, yet she seems to juggle all her 
responsibilities effortlessly, with poise and confidence.  
 Then I met Dr. Schwartz. Some people still do not believe he exists, but those of us 
who have worked personally with him know that his influence serves as an invisible hand 
that guides our daily research lives. Dr. Schwartz truly loves science, and it is evident in 
the many hours he puts into his students and the laboratory. When I think of someone who 
made a hobby into a career, I think of Dr. Schwartz. At the same time, Dr. Schwartz serves 
as simultaneously the most critical and supportive mentor, someone who will make you 
stay up all night to finish a manuscript and then buy you breakfast in the morning. I have 
been lucky to have not only one, but two incredible mentors. It has been a blessing to spend 
the last five years under their tutelage. Thank you. 
 I would also like to thank my committee members, Dr. Chen, Dr. Roy, Dr. 
Sandhage and Dr. Zhu. Dr. Chen not only provided scientific guidance, but also unique 
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philosophical perspectives as my primary mentor for five months in Beijing. Dr. Sandhage 
contributed invaluable materials science expertise, along with much wordsmithing, with 
each new draft of our manuscripts. Dr. Zhu has served as an advocate throughout the 
process, helping me navigate the process of moving to a different school and even a 
different country. I am honored to have worked with a committee of such established 
scientists and engineering, who are equally wonderful people.  
  There are many other people that have directly and indirectly supported work in 
this thesis. Being able to conduct experiments in a safe, well-stocked and beautiful 
laboratory environment is possible only because of Sharon Hyzy. All animal work was 
facilitated by Dr. Josh Cohen, whose patience and leadership have become indispensable 
in our laboratory. Dr. Carlos Castano and especially Dr. Dmitry Pestov from the VCU 
Nanocharacterization Core facility essentially served as secondary mentors and taught me 
so much about materials theory and characterization, and also helped me troubleshoot what 
seemed like impossible equipment problems. Dr. Kelly Dryden from University of Virginia 
and Dr. Rong Wang from Tsinghua University were instrumental in developing the 
electron microscopy portion of the correlative microscopy project. Aiza Humayun, my 
undergraduate “star,” grew into a curious scientist and soon will also be a respected dentist. 
Illya Kajan and Louis Hopkins helped immensely with cell culture. Justin Osborne still 
answers my emails regarding computer problems, even if it is just reminding me to restart 
the computer. Even after moving 500 miles away, Shannon Sullivan was only an email 
away and provided technical and emotional support that allowed me to navigate and 
complete the PhD program. Jialei Luo from Peking University, Brentis Henderson from 
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Georgia Tech and now Jenilee Shanks and Kimberly Whitfield from VCU all provided 
administrative support.  
 A work hard, play hard attitude is an important part of our laboratory culture, and 
has led to great professional and personal relationships. I would like to thank all the past 
and present members of Boyan / Schwartz lab from Georgia Tech and now VCU, as well 
as the lab members in the Chen lab during my time in China, especially: Dr. Khairat El 
Baradie, Dr. David Deutsch, Dr. Christopher Lee, Dr. Jung Hwa Park, Dr. Xiaokun Wang 
and soon to be Drs. Mu Yang Sun and Kayla Scott. Dr. Rolando Gittens, who was in my 
shoes just five years ago, first initiated the surface modification studies and continues to be 
an integral part of this work. Dr. Zhao Lin and Dr. Junjun Zhao provided a refreshing 
clinical perspective and continue to serve as professional mentors. Dr. Reyhaan Chaudhri, 
Dr. Jiaxuan Chen and (soon to be Dr.) James Wade were always there for me as informal 
mentors, and are the equivalent of family. Dr. Billy Wang and (also soon to be Dr.) Tom 
Bongiorno, though in a neighboring lab, were just as supportive. I am so blessed to claim 
such talented, overall wonderful people as my friends. No amount of gratitude is sufficient 
for all that they have done for me.  
 I would never have even considered graduate school if it wasn’t for my 
undergraduate research advisor, Dr. Erwin Vogler. He was a brilliant scientist, inspiring 
mentor and talented sitar player, and somehow had the clairvoyance to set a naïve 
undergraduate student loose in the laboratory. I still remember the pivotal conversation we 
had that led me to pursue a PhD; six months later, I had received a NSF fellowship and 
was accepted into my top choice program at Georgia Tech. I would also like to thank Dr. 
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Richard Ordway, who welcomed me as just a freshman and gave me my first laboratory 
research experience.  
There are also many other educators that have contributed to building me as a 
scholar and professional. Khanjan Mehta was also an incredible mentor in the humanitarian 
engineering space, teaching me the importance of sustainable design and guiding my first 
two papers on social impact.  Dr. George Engelmayr sparked my interest in tissue 
engineering and was always supportive of all my seemingly outrageous scientific and 
professional ideas; we never run out of content for great conversations. Dr. Gad-el-Hak 
served as a listening ear and unbiased mentor that was always available. Jeff Gallagher at 
the Virginia Biotechnology Association was the first person to professionally welcome me 
to Richmond. My colleagues at the Rare Genomics Institute, especially Dr. Jimmy Lin and 
Nolin Huddleston, taught me so much about respect, patience and leadership. James 
Raines, Marty Jacobson, Mark McJunkin, Dr. Alan Benesi, Robert Beaury, Dr. Bill Lewis, 
John Girvin, Chris Rachor, Kelly Schumaker, Joel McKee, Piroska Balogh, Stacy 
Vanderpool, Carol Gibson and Josh and Paige Britton were instrumental at different points 
of my education and transformed the learning process into something fun and enjoyable.  
Graduate school is not for the faint of heart! Even with the best professional 
resources, there is nothing that can replace the comfort of a hug or the joy of laughter from 
a true friend. Sharmila Giri and Fatema Habib have been a source of sanity and 
lightheartedness; our email exchanges make many of life’s challenges more bearable. Dr. 
Angela Hwang and I started our undergraduate summer research careers together as 
roommates, and I have adopted her as my awesome older sister. Dr. Anisha Patel and (soon 
to be Dr.) Shawn Hakim have become close to family in Richmond. Virgil R. was always 
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up for a spontaneous adventure. Trang Nguyen, Robert Revnic and Victor Badmaev were 
incredibly generous with their time and provided a social escape from writing. Frank and 
Diana Nadu always had a selection of tea for catching up at home, and homemade cookies 
for the trip back to school. There are many others who have touched my life and I cannot 
properly acknowledge them all; please know that you are appreciated. 
“For I know the plans I have for you,” declares the Lord, “plans to prosper you and 
not to harm you, plans to give you hope and a future” (Jeremiah 29:11). I am extremely 
grateful for God’s mercy, love and guidance throughout my life. He is my source of 
support, hope and wisdom. I have also been blessed to have been part of many 
congregations as part of my spiritual journey: St. Paul’s Church in Quarryville, Portland 
Chinese Alliance Church, Chinese Bible Church of Lancaster, Lutheran Church of the 
Redeemer in Atlanta, Beijing International Christian Fellowship, Eternity Church at VCU 
and First English Lutheran Church in Richmond. Pastor Bruce Hankee and Janet Hankee 
had a profound impact on my childhood, raising me in faith and guiding me in prayer and 
praise.  
 Finally, I would like to thank my family. My grandmother, Cheng Zhi Li, taught 
me the value of lifelong learning. My mother, Rong Rong Xu, taught me the importance 
of leaving a legacy. My father, Wing Cheng, taught me that success is achieved through 
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be vulnerable. I am eternally grateful for all they have done and all they continue to do for 
me.   
 ix 
TABLE OF CONTENTS 
Page 
ACKNOWLEDGEMENTS iv 
LIST OF TABLES xiii 
LIST OF FIGURES xiv 
LIST OF ABBREVIATIONS xvii 
SUMMARY xx 
CHAPTER 
1 Specific aims 1 
1.1. Specific aim 1 2 
1.2. Specific aim 2 2 
Part 1: The impact of micro- and nano- surface roughness features on biological 
response 
2 Background: Implant surface design regulates mesenchymal stem cell 
differentiation and maturation 4 
2.1. Introduction 4 
2.2. Surface roughness 5 
2.3. Signaling pathways 9 
2.4. Cell morphology and integrin signaling 13 
2.5. Clinical variables 15 
2.6. Conclusion 19 
3 Surface modification of bulk titanium substrates for biomedical applications 
via low-temperature microwave hydrothermal oxidation 20 
3.1. Introduction 20 
3.2. Materials and Methods 22 
 x 
3.3. Results 28 
3.4. Discussion 42 
3.5. Conclusion 47 
4 Correlative analysis of the interface between osteoblasts and micro-rough 
surfaces of laser sintered Ti-6Al-4V constructs using laser confocal 
microscopy, scanning electron microscopy and transmission electron 
microscopy 49 
4.1. Introduction 49 
4.2. Materials and Methods 52 
4.3. Results 57 
4.4. Discussion 67 
4.5. Conclusion 72 
5 Novel hydrophilic nanostructured microtexture on direct metal laser sintered 
Ti-6Al-4V surfaces enhances osteoblast response in vitro and 
osseointegration in a rabbit model 73 
5.1. Introduction 73 
5.2. Materials and Methods 76 
5.3. Results 83 
5.4. Discussion 92 
5.5. Conclusion 98 
Part 2: The impact of three dimensional and hierarchical structural features 
on biological response 
6 Background: Advances in porous scaffold design for bone and cartilage 
tissue engineering and regeneration 99 
6.1. Introduction 99 
6.2. Scaffold composition and geometry 101 
6.3. Scaffold manufacturing 105 
6.4. Surface roughness 112 
 xi 
6.5. Surface Functionalization and Exogenous Factors 115 
6.6. Biological evaluation 121 
6.7. Conclusion 125 
7 Additively manufactured 3D porous Ti-6Al-4V constructs mimic trabecular 
bone structure and regulate osteoblast proliferation, differentiation and local 
factor production in a porosity and surface roughness dependent manner 126 
7.1. Introduction 126 
7.2. Materials and Methods 129 
7.3. Results 134 
7.4. Discussion 141 
7.5. Conclusion 147 
8 Enhanced osteoblast response to porosity and resolution of additively 
manufactured Ti-6Al-4V constructs with trabecular-inspired porosity 148 
8.1. Introduction 148 
8.2. Materials and Methods 150 
8.3. Results 154 
8.4. Discussion 162 
8.5. Conclusion 167 
9 Laser sintered constructs with bio-inspired porosity and surface micro/nano 
roughness enhance mesenchymal stem cell differentiation and matrix 
mineralization in vitro 168 
9.1. Introduction 168 
9.2. Materials and Methods 170 
9.3. Results 178 
9.4. Discussion 187 
9.5. Conclusion 192 
10 Laser sintered porous Ti-6Al-4V implants stimulate vertical bone growth 193 
 xii 
10.1. Introduction 193 
10.2. Materials and Methods 194 
10.3. Results 199 
10.4. Discussion 206 
10.5. Conclusion 208 
11 Evaluating performance of and bone growth into laser sintered Ti-6Al-4V 
implants with trabecular porosity in a rabbit femoral model 209 
11.1. Introduction 209 
11.2. Materials and Methods 211 
11.3. Results 217 
11.4. Discussion 224 
11.5. Conclusion 228 




LIST OF TABLES 
Page 
Table 2.1: Commonly used terms and definitions for surface roughness 18 
Table 3.1: Surface roughness analysis 33 
Table 3.2: Chemical composition 37 
Table 5.1: Average roughness and peak-to-valley heights 84 
Table 5.2: EDX elemental analysis 85 
Table 5.3: Sessile drop contact angle 85 
Table 5.4: XPS elemental analysis 85 
Table 6.1: Parameters for porous scaffold characterization 104 
Table 6.2: Porous scaffold manufacturing techniques 105 
Table 7.1: Porosity parameters 136 
Table 7.2: Surface chemistry (XPS): elemental composition 136 
Table 7.3: Surface chemistry (EDX): elemental composition 137 
Table 7.4: Compressive modulus (MPa) 137 
Table 8.1: Porosity parameters 156 
Table 9.1: EDX quantification of Ca:P atomic ratio 184 
Table 9.2: ICP-OES quantification of Ca:P weight ratio 185 
Table 10.1: Histological analysis of total bone and new bone growth 206 
Table 11.1: Surface chemical composition of implants 218 
Table 11.2: Surface roughness of implants 219 
Table 11.3: MicroCT and histological analysis 222 
Table 12.1: Variables for future design of implants 231 
 
 xiv 
LIST OF FIGURES 
Page 
Figure 2.1: Biological response timeline on the implant surface 4  
Figure 2.2: Signaling pathways involved in cellular response to implant materials 10  
Figure 3.1: SEM of surfaces before and after MHWT modification 30  
Figure 3.2:  Morphometric analyses of nanostructure diameters 31  
Figure 3.3: Spatial variations in nanostructure diameters 32  
Figure 3.4: Changes in nanoscale topography with MWHT over time 34  
Figure 3.5: Wettability of control and MWHT-modified surfaces 36  
Figure 3.6: XPS high resolution spectra 38  
Figure 3.7: XRD analyses of titania crystallinity 39  
Figure 3.8: MG63 cell response 41  
Figure 3.9: NHOst cell response 41  
Figure 4.1: Schematic of correlative microscopy workflow 53  
Figure 4.2: Correlative microscopy of GFP-cells 59  
Figure 4.3: Correlative microscopy on smooth and rough surfaces 62  
Figure 4.4: Correlative microscopy and FIB milling of smooth surface 63  
Figure 4.5: Correlative microscopy and FIB milling of rough surface 64  
Figure 4.6: Correlative microscopy and electron tomography of rough surface 66  
Figure 5.1: SEM micrographs of surfaces and manufacturing methods 84  
Figure 5.2: MG63 cell response 87  
Figure 5.3: NHOst cell response 87  
Figure 5.4: Implant characterization 89  
Figure 5.5: Histology and bone to implant contact analysis 90  
 xv 
Figure 5.6: Bone to implant contact analysis 91  
Figure 5.7: A schematic of pull out mechanical testing of implants 92  
Figure 6.1: Scaffolds that harness the natural regeneration processes of the body 101  
Figure 6.2: Different manufacturing techniques for porous scaffolds 106 
Figure 6.3: Electrospun nanofiber scaffolds 109 
Figure 6.4: Scaffolds made using direct metal laser sintering 111 
Figure 6.5: Scaffolds with MSC homing E7 peptide 117 
Figure 6.6: MSC affinity peptide functionalization 118  
Figure 6.7: Fluorescent tracking techniques 120  
Figure 7.1: Manufacturing process schematic and porosity characterization. 135  
Figure 7.2: SEM images of 2D, 3D low, medium and high porosity constructs 138  
Figure 7.3: Cross sectional SEM images 139  
Figure 7.4: Surface roughness characterization 139  
Figure 7.5: MG63 cell viability on laser sintered constructs 140  
Figure 7.6: MG63 cell response to laser sintered, porous constructs 142  
Figure 8.1: SEM images of 2D and 3D constructs 155  
Figure 8.2: Construct porosity and surface roughness characterization 157  
Figure 8.3: Surface and mechanical characterization 158  
Figure 8.4: MG63 cell response 160  
Figure 8.5: NHOst cell response 161  
Figure 9.1: SEM images showing multi-scale topography 178  
Figure 9.2: hMSC response at confluence 180  
Figure 9.3: hMSC response after 3, 6 and 9 days of culture 182  
Figure 9.4: MicroCT and XRD analyses of constructs after 8 weeks of culture 183  
Figure 9.5: OsteoImage staining of hydroxyapatite on constructs 183  
 xvi 
Figure 9.6: EDX chemical mapping 184  
Figure 9.7: SEM images of hMSC mineralization 186  
Figure 10.1: Characterization of implants for histology and mechanical testing 200  
Figure 10.2: NHOst cell response on solid and 3D porous constructs 201  
Figure 10.3: Surgery schematic    203  
Figure 10.4: Mechanical analyses 204  
Figure 10.5: Histological sections 205  
Figure 11.1: Rabbit surgery schematic 216  
Figure 11.2: SEM images of implants 218  
Figure 11.3: Pull-out testing and microCT analysis after testing 220  
Figure 11.4: MicroCT analysis with different views 221  
Figure 11.5: MicroCT analysis and bone volume analysis 222  








LIST OF ABBREVIATIONS 
 
µg  microgram 
µm  micrometer 
2D  two dimensional 
3D  three dimensional 
AFM  atomic force microscope 
ALP  alkaline phosphatase specific activity 
AM  additive manufacturing 
ANOVA  analysis of variance 
ASTM  American Society for Testing and Materials 
BIC  bone-to-implant contact 
BMP2  bone morphogenetic protein 2 
BMP4  bone morphogenetic protein 4 
CNC  computer numerical control 
COL1  collagen type I 
cpTi  commercially pure Titanium 
DMEM  Dulbecco’s modified essential medium 
DNA  deoxyribonucleic acid 
DMLS  direct metal laser sintering 
ECM  extracellular matrix 
EDX  energy dispersive x-ray 
ELISA  enzyme linked immunosorbent assay 
FBS  fetal bovine serum 
FDA  US Food and Drug Administration 
 xviii 
FIB  focused ion beam 
hOB  human osteoblast 
HT  hydrothermal 
LCM  laser confocal microscope 
LST  laser sintering technology 
MG63  human osteosarcoma derived, osteoblast-like cell line 
microCT  micro-computed tomography 
mL  milliliter 
mm  millimeter 
mRNA  messenger ribonucleic acid 
MSC  mesenchymal stem cell 
MWHT  microwave hydrothermal 
NHOst  normal human osteoblast 
ng  nanogram 
nm  nanometer 
OCN  osteocalcin 
OPG  osteoprotegerin 
PBS  phosphate buffered saline 
PCR  polymerase chain reaction 
PT  pretreated, smooth titanium 
RUNX2  runt related transcription factor 2 
Sa  average surface roughness 
Sz  peak to valley surface roughness 
SD  standard deviation 
SEM  scanning electron microscope / standard error of the mean 
 xix 
SLA  sand blasted with large grit and acid etched, smooth titanium 
TEM  transmission electron microscope 
TGF-β  transforming growth factor β 
Ti  titanium 
TiO2  titanium dioxide 
Ti-6AL-4V titanium alloyed with 6% aluminum, 4% vanadium 
UV  ultraviolet 
VEGF  vascular endothelial growth factor 
XPS  x-ray photoelectron spectroscopy 













Tissue engineering of bone and cartilage has progressed from simple to 
sophisticated materials with defined porosity, surface features and the ability to deliver 
biological factors. Changes in dental implant materials, structural design, and surface 
properties can all affect biological response. While bulk properties are important for 
mechanical stability of the implant, surface design ultimately contributes to 
osseointegration. To avoid illiciting a foreign body response, advancements in functional 
scaffold design harness the endogenous ability of the body to regenerate. Novel surface 
modifications inducing combined micro- and nano-roughness on titanium and Ti-6Al-4V 
substrates contribute to increased wettability and can be tailored to affect cell response. 
Additive manufacturing by laser sintering can produce three dimensional constructs with 
custom porosity.  
Surface roughness has been largely studied at the micro-scale, but recent studies 
have highlighted the importance of hierarchical micron/submicron/nano-surface 
roughness, as well as surface roughness in combination with surface wettability. These 
multi-dimensional physical properties of scaffolds allow for tissue regeneration at different 
spatial and temporal scales. Osseointegration of bone-interfacing implants is reduced for 
many compromised patients, necessitating improved implant design. Though material and 
mechanical properties of titanium make it attractive for load-bearing dental and 
orthopaedic implants, limited advancements have been made to increase success and 
survival after placement in the body. An understanding of both the materials science and 
biology is crucial for developing novel dental implant materials and surface modifications 
for improved osseointegration. 
 xxi 
Micro-to-nanoscale surface topographies of orthopaedic and dental implants can 
affect fluid wetting, biological response, and osseointegration. Nanoscale surface 
modification methods are often not readily scalable to three-dimensional implants and/or 
can degrade other implant properties. A novel low-temperature microwave hydrothermal 
(MWHT) oxidation process was examined for nanoscale roughening of titanium surfaces. 
Nanoscale protuberances (with average diameters of 23-105 nm) were generated on micro-
rough (SLA) titanium surfaces via 200°C MWHT treatment in H2O or aqueous H2O2 or 
NH4OH solutions for 1-40 h. The hydrophilicity of SLA surfaces was dramatically 
enhanced by such MWHT treatments (contact angles decreased from 103 to < 10 degrees) 
and such enhanced hydrophilicity was retained after 119 days in saline. Cell lysate analyses 
of MG63 osteoblasts cultured on MWHT-treated (1M NH4OH, 1 h) SLA surfaces yielded 
similar values of DNA content, alkaline phosphatase specific activity (ALP), osteocalcin, 
osteoprotegerin, and vascular endothelial growth factor (VEGF) as for cells cultured on 
SLA control surfaces. Analyses of normal human osteoblast (NHOst) cells cultured on 
MWHT-treated (2.5M NH4OH, 1 h) SLA surfaces yielded higher DNA content, similar 
ALP, similar osteoprotegerin values, and similar VEGF values, although lower osteocalcin 
values, than for SLA controls. MWHT processing provides a scalable, low-temperature 
route for tailoring nanoscale topographies on orthopaedic and dental titanium implants for 
enhanced wetting without dramatically altering osteoblast cell behavior. 
The correct surface properties of a material can be further improved by a better 
understanding of the biology-material interface. Correlative light and electron microscopy 
provides a way to characterize the cell-material interaction across multiple spatial scales. 
However, current techniques that are able to track the same cell across multiple imaging 
 xxii 
modalities are limited to optically transparent or pre-processed materials. We present a 
novel correlative method that tracks the same cell on titanium substrates across confocal 
laser (CLM), scanning electron (SEM) and transmission electron microscopy (TEM). CLM 
correlates surface micro-roughness with cell morphology and cytoskeleton. SEM adds 
resolution at the nano-scale for additional observation of surface nano-roughness, and also 
provides chemical mapping through electron dispersive x-ray spectroscopy. Focused ion 
beam (FIB) can image cells at a >50° tilt and provide depth resolution of cross sections 
after milling. FIB can also prepare thin sections of the cell-material interface for high 
resolution imaging of regions of interest in TEM or three-dimensional reconstructions in 
electron tomography. This work describes single cell correlative light electron microscopy 
for the first time on clinically relevant, rough titanium substrates. This platform method 
allows for enhanced understanding of the cell-material interface for designing better 
biomaterials. 
We then wanted to compare the in osseointegration of hierarchical surface 
roughness on laser sintered titanium–aluminum–vanadium (Ti–6Al–4V) implants to those 
of conventionally machined implants on osteoblast response in vitro and osseointegration. 
Laser sintered disks were fabricated to have micro-/nano-roughness and wettability. 
Control disks were computer numerical control (CNC) milled and then polished to be 
smooth (CNC-M). Laser sintered disks were polished smooth (LST-M), grit blasted (LST-
B), or blasted and acid etched (LST-BE). LST-BE implants or implants manufactured by 
CNC milling and grit blasted (CNC-B) were implanted in the femurs of male New Zealand 
white rabbits. Most osteoblast differentiation markers and local factors were enhanced on 
rough LST-B and LST-BE surfaces in comparison to smooth CNC-M or LST-M surfaces 
 xxiii 
for MG63 and normal human osteoblast cells. To determine if LST-BE implants were 
osteogenic in vivo, we compared them to implant surfaces used clinically. LST-BE 
implants had a unique surface with combined micro-/nano-roughness and higher 
wettability than conventional CNC-B implants. Histomorphometric analysis demonstrated 
a significant improvement in cortical bone-implant contact of LST-BE implants compared 
to CNC-B implants after 3 and 6 weeks. However, mechanical testing revealed no 
differences between implant pullout forces at those time points. LST surfaces enhanced 
osteoblast differentiation and production of local factors in vitro and improved the 
osseointegration process in vivo. 
Surface roughness studies have traditionally been evaluated on a two dimensional 
or solid surface, while implant geometry plays an often overlooked role clinically. The 
addition of porosity to traditionally solid titanium metal implants has been suggested to 
more closely mimic the natural mechanical properties of bone and increase 
osseointegration in dental and orthopaedic implants. In this study, we used a human 
trabecular bone template to design and manufacture Ti-6Al-4V constructs with varying 
porosity via laser sintering. Characterization of constructs revealed interconnected 
porosities ranging from 15-70% with compressive moduli of 2063-2954 MPa. These 
constructs with macro porosity were further surface-treated to create a desirable multi-scale 
micro-/nano-roughness, which has been shown to enhance the osseointegration process. 
MG63 cells exhibited high viability when grown on the constructs. DNA content and ALP, 
an early differentiation marker, decreased as porosity increased, while OCN, a late 
differentiation marker, as well as OPG, VEGF and BMPs 2 and 4 increased with increasing 
porosity. 3D constructs with the highest porosity and surface modification supported the 
 xxiv 
greatest osteoblast differentiation and local factor production. These results indicate that 
additively manufactured 3D porous constructs mimicking human trabecular bone and 
produced with additional surface treatment can be customized for increased osteoblast 
response. Increased factors for osteoblast maturation and differentiation on high porosity 
constructs suggest the enhanced performance of these surfaces for increasing 
osseointegration in vivo.  
 We next evaluated cellular response to three-dimensional (3D) porous Ti-6Al-4V 
constructs fabricated by additive manufacturing using laser sintering to have low (LP), 
medium (MP) and high porosity (HP) with low (LR) and high resolution (HR) based on a 
CT scan of human trabecular bone. After surface processing, construct porosity ranged 
from 41.0% to 76.1% but all possessed micro-/nano- surface roughness and similar surface 
chemistry containing mostly Ti, O and C. MG63 osteoblast-like cells and normal human 
osteoblasts favored 3D compared to 2D solid constructs. First, MG63 cells were used to 
assess differences in cell response to 2D compared to 3D constructs with LR or HR. MG63 
cells were sensitive to porosity resolution and exhibited increased OCN, VEGF, OPG and 
BMP2 on HR 3D constructs compared to 2D and LR 3D constructs. MG63 cells also 
exhibited porosity-dependent responses on HR constructs, with up to a 6.9-fold increase in 
factor production on LP-HR and MP-HR constructs compared to HP-HR constructs. 
NHOsts were then used to validate biological response on HR constructs. NHOsts 
exhibited decreased DNA content and ALP activity and up to a 2.9-fold increase in OCN, 
OPG, VEGF, BMP2 and BMP4 on 3D HR constructs compared to 2D controls. These 
results indicate that osteoblasts prefer a 3D architecture compared to a 2D surface, and are 
 xxv 
sensitive to the resolution of trabecular detail and porosity parameters of laser sintered, 3D 
Ti-6Al-4V constructs.  
Implants in bone are colonized by mesenchymal stem cells (MSCs), which can 
differentiate into osteoblasts and contribute to osseointegration. We examined osteoblast 
differentiation and matrix mineralization of human MSCs cultured on laser sintered Ti-
6Al-4V constructs with varying porosity and at different time scales. 2D solid disks and 
low, medium and high porosity (LP, MP, and HP) 3D constructs based on a human 
trabecular bone template were laser sintered from Ti-6Al-4V powder and further processed 
to have micro and nanoscale roughness. hMSCs exhibited greater osteoblastic 
differentiation and local factor production on all 3D porous constructs compared to 2D 
surfaces, which was sustained for 9 days without use of exogenous factors. hMSCs cultured 
for 8 weeks on MP constructs in osteogenic medium (OM), OM supplemented with BMP2 
or collagen-coated MP constructs in OM exhibited bone-like extracellular matrix 
mineralization. Use of bio-inspired porosity for the 3D architecture of additively 
manufactured Ti-6Al-4V enhanced osteogenic differentiation of hMSCs beyond surface 
roughness alone. These results indicate that a 3D over a 2D environment is able to promote 
osteoblastic differentiation of MSCs over time, and present a novel way of evaluating MSC 
mineral production on 3D porous constructs.  
To translate our in vitro results to osseointegration in vivo, we examined the ability 
of additively manufactured Ti-6Al-4V constructs with bone trabeculae-inspired porosity 
and micro-/nano-textured surface roughness to enhance vertical bone ingrowth in a rat 
calvarial onlay model. Male and female osteoblasts were seeded on constructs to analyze 
in vitro cell morphology and response. In vivo, implants were placed on rat calvaria for 10 
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weeks to assess vertical bone ingrowth, mechanical stability and osseointegration. Both 
male and female primary human osteoblasts showed higher levels of osteocalcin, OPG, 
VEGF and BMP2 on porous constructs compared to solid laser sintered controls with the 
same surface roughness. Porous implants placed in vivo resulted in an average of 3.1±0.60 
mm3 vertical bone growth within implant pores, resulting in osseointegration of the 
constructs. The amount of new bone was similar with or without the use of demineralized 
bone matrix putty (DBX). In addition, porous implants had significantly higher pull-out 
strength values than solid implants, and no differences in pull-out strength were observed 
between porous implants with or without DBX. Scanning electron images revealed that 
bone failure occurred within the bone near the base of implants, indicating that newly 
formed bone osseointegrated well along the surface of porous implants. Histological results 
corroborated vertical bone growth and indicated a higher level of bone formation within 
the center of porous implants.  
Finally, we compared the osseointegration of laser sintered solid and porous 
implants with a human trabeculae-inspired porosity with the same surface modification in 
a rabbit femoral model. After characterization, implants were inserted transaxially into 
rabbit femora and pull-out testing, microCT and histology were conducted after 10 weeks. 
Mechanical testing and histology showed no differences in pull-out strength and bone to 
implant contact, respectively. However, both microCT and histology showed significantly 
higher new bone volume for porous compared to solid implants. Bone growth was observed 
into porous implant pores, especially near the apical portions of the implant interfacing 
with the cortical bone. These results show that laser sintered Ti-6Al-4V implants with 
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trabecular porosity promote bone growth and may be used as a superior alternative to solid 
implants for bone-interfacing implants. 
This work indicates that structural micro- and nano-modification at the surface, 
combined with macro-scale porosity, can enhance osteoblastic differentiation and 





Over 880,000 total joint replacement surgeries are performed and two million 
dental implants are placed in the US annually [1, 2]. Titanium is a preferred material for 
dental and orthopaedic implants due to its high strength-to-weight ratio, low corrosion, and 
ability to osseointegrate with bone. However, smoking, diabetes, age and periodontal 
disease are all factors that impede full osseointegration of the implant with bone [3-5]. 
Implant surface roughness has been implicated in direct and indirect biological responses 
at the bone-implant interface, including regulation of osteoblastic differentiation [6, 7]. 
Studies have shown that combined micro- and nano-scale features on titanium implant 
surfaces increase MSC differentiation into osteoblasts, leading to a more differentiated 
phenotype in vitro [8, 9] and better osseointegration in vivo [10]. Surface modification 
methods such as high temperature oxidation [9], anodization [8, 11] and deposition [12] 
have been introduced to produce nano-features on solid titanium implant surfaces, but these 
methods subject the surface to high temperature or harsh solvents, which can also change 
the bulk mechanical and material properties of the device. In addition to the implant 
surface, macro-structural features of the implant such as porosity also contribute to 
enhanced bone growth, with mechanical properties more closely mimicking that of bone 
[13]. 
 The objective of this thesis is to characterize material properties of and biological 
response to titanium implant modifications at the macro-, micro- and nano-scales, with the 
broader goal of improving osseointegration in clinical applications. The overall 
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hypothesis of this thesis is that multi-scale structural features of titanium implants 
can be optimized to obtain enhanced osteoblast response and osseointegration.  
 
1.1 Specific Aim 1 
Characterize effects of micro- and nano-roughness on osteoblastic response on and 
osseointegration of clinically relevant titanium substrates. 
 Hierarchical micro- / nano- roughness on titanium substrates has been shown to 
enhance osteoblast response. However, most methods used to produce nano-scale 
roughness use pre-defined templates that are not scalable, or require high temperatures that 
can alter the bulk mechanical properties of titanium. In addition, characterization of cell 
response on novel surfaces is compared in aggregate to control surfaces, which makes it 
challenging to elucidate which specific morphological and cytoskeletal cellular 
components contribute to enhanced response to surfaces. The objective of this aim was to 
develop and characterize biological response to low temperature nano-modification 
techniques for clinically relevant titanium substrates. The hypothesis was that combined 
micro- / nano- roughness of titanium substrates can create desirable surface properties to 
enhance osteoblast response and osseointegration.  
 
1.2 Specific Aim 2 
Optimize macro-scale trabecular porosity with surface micro- and nano-roughness of Ti-
6Al-4V implants for enhanced cell response and osseointegration. 
 Implant porosity leads to a decreased elastic modulus to better mimic the natural 
mechanical properties of the body, and allows for bone infiltration to enhance 
osseointegration. Until recently, manufacturing of porous titanium constructs was limited 
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to porous coatings or geometric templates, and difficult to scale. Advancements in image 
processing and additive manufacturing allow for design versatility and high precision, 
scalable manufacturing. Not only can implant size and shape be tailored to the patient, but 
implant porosity can also be designed to mimic trabecular geometry. The objective of this 
aim was to optimize bone trabeculae-inspired porosity on laser sintered Ti-6Al-4V 
constructs and evaluate cell response to and osseointegration of these implants. The 
hypothesis was that a 3D trabecular environment with micro- / nano- surface roughness can 
enhance osteoblast differentiation and maturation, and osseointegration in vivo, over a 
comparable solid surface.  
 
 The outcome of this work will provide an innovative, scalable and clinically 
translatable solution for increasing osseointegration rates in compromised patients with 
bone-interfacing implants. This is significant due to the increasing number of dental and 
orthopaedic implant placements, as well as the increasing lifespan of patients receiving 
implants. Enhancing osseointegration can increase patient satisfaction and decrease 
hospital burden. In addition, novel characterization techniques can provide better insight 
into the material-biology interface to inform future design of biomaterials. This work is 
expected to provide a sufficient comprehensive material characterization and biological 







BACKGROUND: IMPLANT SURFACE DESIGN REGULATES 
MESENCHYMAL STEM CELL DIFFERENTIATION AND 
MATURATION 
In [Boyan BD, Cheng A, Olivares-Navarrete R and Schwartz Z. Implant surface design 
results mesenchymal stem cell differentiation and maturation. Advances in Dental 
Research. 2016. 28(1):10-17] 
 
2.1. Introduction  
 Bone is a dynamic tissue that experiences constant remodeling. When a dental 
implant is placed, it causes injury to the bone and requires a cascade of events to complete 
regeneration. Studies on early phase healing show that implant surface design can 
contribute to successful osseointegration – or failure – of dental implants [14]. During early 
healing, proteins, blood, immune cells, and osteoprogenitor cells interact with the 
biomaterial (Figure 2.1). These interactions ultimately affect implant osseointegration [15].  
 
Figure 2.1. Biological response timeline on the implant surface. Proteins, blood, immune 
cells, and osteoprogenitor cells interact with the biomaterial during the early stages of 
healing. These interactions are surface dependent and can affect osteoblastic 
differentiation, maturation and local factor production, and finally matrix formation and 
implant osseointegration. 
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 Although many studies have attempted to standardize and characterize 
mesenchymal stem cells (MSCs), the scientific community is still far from a complete 
understanding of how these cells contribute to the osseointegration process [16]. In this 
review, we summarize the influence of physical surface parameters on MSC response to 
dental implant materials. It is our hope that these insights on osteoblastic signaling 
pathways in response to surface roughness, cell cytoskeletal arrangement, clinical variables 
contributing to implant osseointegration, and differential biological responses to roughness 
at different scales can be used for further understanding the cell-material interface in 
implant dentistry, inspiring the design of a new generation of implants.  
 
2.2 Surface Roughness 
 Surface roughness at the micro-scale has now become an important parameter in 
clinical implant design for osseointegration [17]. Surface roughness not only increases 
surface area, but also affects cell morphology and increases osteoblastic differentiation, 
bone formation and bone remodeling [18, 19]. Recent studies show that microtextured 
titanium surfaces, without additional osteogenic factors, are able to promote osteoblastic 
differentiation and maturation [7] and implant osseointegration [20].  
 Although various materials have been studied for use in dental implants, titanium 
and its alloys are still most commonly used. Our laboratory model is based on two titanium 
surfaces, one smooth and one rough. Pretreated surfaces (PT) are grade 2 titanium that have 
undergone a degreasing and acid pre-treatment procedure. These surfaces, which are 
smooth at the microscale, are further processed by sandblasting with large grit and acid 
etched to produce SLA surfaces possessing approximately a five-fold increase in surface 
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roughness. The PT and SLA surfaces have allowed us to explore in depth the effect of 
clinically relevant physical surface properties on cell response and implant 
osseointegration. We have shown that MSCs and immature osteoblasts consistently exhibit 
higher osteocalcin, a later marker of osteoblast differentiation, on SLA surfaces compared 
to on PT surfaces [21, 22], suggesting enhanced differentiation and maturation of 
osteoblast lineage cells on rough surfaces compared to smooth surfaces. In vivo, smooth 
implants result in fibrous capsule formation over time, or osseointegration with low bone-
to-implant contact, whereas implants with micro-roughness are able to achieve 
osseointegration and higher levels of bone to implant contact [23].  
 Nano-structures and resulting nano-roughness on surfaces are defined by the 
ASTM International as having structures that are 1 to 100nm in at least one dimension [24]. 
Although it has been shown by our lab and others that micron scale and submicron scale 
roughness are important for osteoblast differentiation and maturation in vitro and 
osseointegration in vivo, only recently has nano-roughness been recognized as a possible 
contributing factor to these phenomena [25, 26]. From a biological perspective, surface 
nanostructures are intriguing because they have the potential to affect protein adsorption 
and the resulting integrin attachment, focal adhesion formation and cellular response to a 
biomaterial [25].   
 In addition to smooth PT and rough SLA surfaces, our lab has also used a 
hydrophilic SLA surface, which has a comparable micro-structure as SLA, to assess the 
effects of wettability on cell response. The modified SLA (modSLA) surface is processed 
in a nitrogen atmosphere and stored in isotonic sodium chloride to prevent exposure to 
atmospheric hydrocarbons. Hydrophilic modSLA surfaces have spontaneously formed 
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nanostructures in addition to their already existing micro-roughness, which were formed 
during aging of the surfaces in saline [27]. Prior to this finding, “nano” was considered, 
but not as a convoluting factor, in surface analysis. Most research had focused on nano-
roughness or surface energy separately, without considering the possibility of a synergistic 
effect. These discoveries lead us to further attempt to delineate effects of surface nano-
topography and wettability [28-30].  
 
Multi-scale Surface Roughness 
 Recent studies have highlighted the need for hierarchical surface roughness, 
occurring at both the micron- and submicron scale, to be present in order for osteoblasts to 
respond synergistically to surface energy and topography [31, 32]. To understand the 
effects of nanostructures and hierarchical surface roughness, we developed a novel method 
of generating nanostructures on clinically relevant micro-rough surfaces using a thermal 
oxidation method [9]. Smooth PT surfaces were thermally oxidized at 740oC for 45, 90, or 
180 minutes. Nanostructures were homogeneously distributed on the surface, ranging from 
60nm to 360nm in diameter depending on oxidation time. SLA surfaces showed a similar 
distribution of submicron and nanostructures across the surface. Osteocalcin, 
osteoprotegerin and vascular endothelial growth factor (VEGF) protein levels were all 
upregulated in osteoblast cultures on combined micro-/nano-rough surfaces compared to 
smooth, nano-rough only and micro-rough only surfaces. The ability to mimic bone, which 
also has hierarchical roughness, is thought to contribute to the positive biological response 
to these surfaces with multi-scale roughness [25].  
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 Determining the specific role of nanoscale roughness on cell response is 
confounded by the complexity of the system. Responses of cells in the osteoblast lineage 
to surface topography vary among cell lines and osteoblast maturation state [22, 33, 34]. 
MG63 osteoblast-like cells are commonly used for in vitro studies [9, 35, 36]. MG63 cells, 
which were initially isolated from a human osteosarcoma, exhibited increased maturation 
and local factor production on combined nano-/micro-rough titanium surfaces, but human 
MSCs exhibited a less robust response [22].  Because all surfaces were relatively 
hydrophobic in this study, the impact of surface energy in comparison to that of 
nanotopography is unknown. These studies not only highlight the importance of 
experimental design when understanding biological response to materials, but also show 
the need to assess multiple variables to fully understand this complex system. 
 Surface topography is also important for three-dimensional (3D) constructs. Studies 
using electrospun titanium 3D scaffolds showed that cell proliferation is dependent upon 
surface microroughness, while osteoblastic differentiation and local factor production 
depends upon both surface microroughness and electrospun nanofiber diameter [33]. As is 
the case on 2D substrates, integrin α2β1 signaling mediates the cellular response to 
roughness of the 3D surfaces [37]. These 3D materials served as early prototypes for 
production of trabecular porosity-inspired Ti-6Al-4V constructs produced by additive 
manufacturing. Osteoblasts showed porosity-dependent responses in proliferation, 
differentiation and local factor production when grown on constructs with interconnected 
porosity ranging from 15-70% [38]. These studies suggest 3D porous implants as a possible 
option for increasing implant osseointegration in compromised patients. 
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 The combination of nano-roughness and wettability of surfaces plays a pivotal role 
in the early stages of implant healing. Distinct nanostructures on a hydrophobic surface can 
trap air bubbles, thus influencing the adsorption profile of proteins onto the surface and the 
resulting cellular adhesion and healing cascade [39]. To investigate the early mechanisms 
of wound healing on biomaterial surfaces, researchers recently compared protein 
adsorption and blood coagulation on hydrophobic and hydrophilic micro-rough 
commercially pure Ti (cpTi), hydrophobic and hydrophilic micro-/nano-rough cpTi, 
hydrophobic micro-rough titanium zirconium (TiZr) alloy and hydrophilic micro-/nano-
rough TiZr alloy surfaces [40]. Fibrinogen and fibronectin adsorption increased on 
hydrophilic micro-/nano-rough surfaces compared to any of the other surfaces, regardless 
of the material. The presence of micro-/nano-roughness alone was able to increase protein 
adsorption compared to hydrophilic surfaces without nanostructures, but not as much as 
the combination of hydrophilicity and nanostructures. In contrast, hydrophilicity alone was 
the main contributing factor to blood coagulation, and the combination of hydrophilicity 
and micro-/nano-roughness increased coagulation the most. These results point toward the 
dynamic interplay between nano-roughness and hydrophilicity on the early implant 
response, corroborating the importance of implant surface design on biological response. 
 
2.3. Signaling Pathways 
 Several biological pathways have emerged as critical for MSC and osteoblast cell 
response to surface roughness (Figure 2.2). Osteoinductive factors were first reported by 
Marshall Urist in 1965 [41], leading to the cloning of the gene for BMP2 [42]. BMP2 is 
now used clinically for bone regeneration in a variety of applications, including sinus lifts 
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[43]. We have shown that osteoblasts produce BMP2 when cultured on microtextured Ti 
and Ti-6Al-4V surfaces, suggesting that they can influence osteoblast differentiation in 
other cells not on the surface via paracrine regulation [34, 44]. MSCs treated with 
conditioned medium from osteoblasts cultured on microrough surfaces were driven toward 
an osteogenic lineage, supporting this hypothesis [7]. Subsequent studies showed that 
signaling via α2β1 integrins also induced secretion of Dkk2, which had a paracrine effect 
on MSCs [21, 45].  
 
Figure 2.2. Signaling pathways involved in cellular response to implant materials. 
Integrins are transmembrane receptors that aid in attachment and contribute to 
differentiation of MSCs on implant surfaces. BMPs and Wnts are important proteins 
involved in the osteoblastic differentiation pathway. As cells differentiate and mature and 
bone is formed, local factors such as OCN, OPG, BMPs, VEGF and FGF2 are secreted. 
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 Mechanisms regulating MSC differentiation and maturation down an osteoblastic 
pathway on micro-rough and hydrophilic surfaces involve a variety of signaling pathways. 
The Wnt signaling pathway is important in embryonic development and for cell 
proliferation and differentiation. Although the canonical Wnt pathway signals through 
Wnt3a and β-catenin, our lab has found it is the non-canonical pathway, which signals 
through Wnt5a and calcium, that results in the response of MSCs to surface roughness [21]. 
While treatment with Wnt3a maintained the mesenchymal phenotype, treatment with 
Wnt5a upregulated integrin subunits α2 and β1, BMP2, BMP4, and osteoblast 
differentiation markers on rough titanium surfaces compared to control rough surfaces. 
Silencing Wnt5a upregulated Wnt3a expression in MSCs. This and other studies suggest 
that the non-canonical Wnt5a can inhibit the Wnt3a pathway on rough implant surfaces 
[44, 46]. Dkk2, an inhibitor of the Wnt canonical pathway, is secreted by osteoblasts grown 
on microrough titanium surfaces, and secretion of this protein is thought to exert its 
paracrine effects on MSC differentiation distal to the implant site [7]. MG63 osteoblasts 
grown on microrough SLA surfaces also had increased expression of canonical Wnt 
inhibitor AXIN2 and BMPs 2 and 4 compared to tissue culture polystyrene (TCPS) and 
smooth PT surfaces [44]. Further work suggests that while canonical Wnt signaling is 
involved in early osteoblast differentiation, Ca2+ dependent Wnt5a signaling as well as 
Dkk2, BMPs and integrins regulates osteoblast differentiation on hydrophilic surfaces with 
hierarchical roughness [21, 44, 45]. 
 These studies demonstrate that surface properties are able to regulate MSC fate 
through a positive-feedback loop between the calcium-dependent Wnt5a pathway, integrin 
α2β1 and BMPs. Recent work suggests that 1a,25-dihydroxyvitamin D3 [1α,25(OH)2D3], 
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which also synergistically affects osteoblast response in combination with surface 
roughness, may compete with Wnt5a to regulate proliferation and differentiation in 
osteoblasts. This may have implications in patients receiving Vitamin D treatment [47, 48].  
 It is clear that soluble factors produced by cells in response to surface topographic 
cues can influence differentiation of cells not on the surface. When grown in co-culture 
with osteoblasts plated on titanium surfaces, human MSCs were differentiated toward 
osteoblastic phenotype and showed higher levels of osteocalcin, VEGF, and TGF-β1. 
These effects were higher when the osteoblasts were cultured on modSLA surfaces than 
on SLA surfaces [7]. These results point toward the indirect effects of titanium surface 
micro-/nano-roughness and hydrophilicity on cells distal from the implant site. MG63 cells 
show higher alkaline phosphatase specific activity and osteocalcin production, as well as 
higher BMP2 and noggin levels when grown on modSLA surfaces, which are both 
hydrophilic and have nano-roughness, than on micro-rough only SLA surfaces. Addition 
of exogenous BMP2 or knockdown of noggin in cultures enhanced osteoblast maturation, 
suggesting paracrine regulation of osteoblast maturation [49]. Angiogenic factors VEGF-
A and FGF-2 are both increased significantly on modSLA surfaces in comparison to 
smooth or micro-rough only surfaces, and conditioned media from cultures grown on 
modSLA stimulate tube formation in cultures of human umbilical vein endothelial cells 
(HUVEC) to a greater extent than media from SLA cultures, suggesting the combination 
of roughness and hydrophilicity can enhance blood vessel formation [6].  
 The influence of surface roughness extends indirectly beyond the cellular level to 
the microenvironment by regulating inflammation and bone remodeling. Rough SLA and 
modSLA titanium surfaces decreased production of pro-inflammatory interleukins IL6, 
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IL8, and IL17 and increased anti-inflammatory IL10 by MG63 cells [50]. MSCs also 
produce reduced levels of pro-inflammatory cytokines and increased levels of anti-
inflammatory cytokines when grown on microtextured surfaces than on smooth surfaces 
[51]. Factors produced by these cells also regulate osteoblast recruitment and activity, 
thereby delaying bone resorption during the early phase of bone formation. 
Osteoprotegerin, a decoy receptor for the osteoclast activating RANKL, is elevated on 
microrough surfaces [52]. In addition, TGF-β1 is increased, which stimulates bone matrix 
synthesis and inhibits osteoclasts [53, 54].  
 Production of these factors is mediated by signaling through α2β1 integrins. Single 
knockdown of α2 and double knockdown of α2β1 integrin subunits results in decreased 
osteoprotegerin, TGF-β1 and PKC levels on rough surfaces. Silencing integrin α2 increases 
VEGF-A levels and alkaline phosphatase specific activity on rough surfaces when 
compared to the response of wild type cells.  
 
2.4. Cell Morphology and Integrin Signaling 
 Along with biological signals, surface roughness may trigger changes in the 
cytoskeleton and resulting morphology, causing a change in planar cell polarity and 
downstream activation of gene transcription and osteoblast differentiation and maturation. 
Morphological analysis revealed that osteoblasts grown on rough SLA surfaces exhibited 
lower cell length, width, area and circularity, but higher aspect ratios than cells grown on 
smooth PT surfaces [55]. These changes in cell morphology on rough surfaces correlated 
with increased osteoblast differentiation marker osteocalcin, as well as α2 and β1 integrin 
subunits. When α2-silenced cells were cultured on these surfaces the change in morphology 
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was lost, indicating the importance of signaling by α2β1 in mediating cell shape and 
ultimately, cell phenotype. 
 To more clearly determine the specific contributions of topography and chemistry, 
we compared responses of human MSCs and MG63 cells to smooth and microtextured Ti 
and to the same surfaces coated with a nanofilm of graphitic carbon [28]. Osteogenic 
differentiation and maturation were enhanced on rougher surfaces, regardless of the 
chemistry. Gene expression of integrin α1, α2, and β1 subunits were upregulated on rough 
SLA surfaces, and α1 and α2 were further upregulated on the hydrophilic rough modSLA 
surface compared to smooth PT. Silencing of the α2 integrin subunit in osteoblasts 
abolished surface roughness-dependent expression of mRNAs for integrin β1 and 
osteocalcin regardless of surface chemistry. Production of prostaglandin E2 (PGE2), 
osteoprotegerin, and TGF- β1, as well as the response to 1α,25(OH)2D3 was also decreased 
for integrin-α2-silenced cells. In contrast, silencing integrin α1 in osteoblasts lead to a 
surface chemistry dependent response, where the response to roughness was significantly 
lower in comparison to wild type cells on titanium but not on graphitic carbon coated 
surfaces. Our study suggests that the β1 subunit is involved in roughness recognition, 
whereas the alpha subunits are responsible for surface chemistry recognition on micro-
rough surfaces [28, 56].  
 Our studies also suggest that different mechanisms may be involved when 
osteoblasts are grown on microtextured Ti with homogenous nanofeatures imposed on the 
microtopography. Human osteoblasts had higher expression of mRNAs for osteocalcin, 
bone sialoprotein, BMPs 2 and 4, noggin and gremlin 1 on micro-rough and combined 
nano-/micro-rough surfaces in comparison to smooth or nano-rough only titanium alloy 
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surfaces [57]. However, integrins α1 and α2, traditionally associated with osteoblast 
response to surface roughness on titanium, were downregulated on combined nano-/micro-
rough surfaces, while αV and β3 expression was increased.   
 Whereas α2 binds mostly to collagen and laminin, αv interacts more with 
vitronectin, osteopontin and bone sialoprotein [58]. These studies point toward a surface-
topography-specific integrin response that is critical for activating downstream signaling 
for osteoblast development. Potential pathways and temporal regulation have yet to be 
investigated for MSCs on surfaces with hierarchical roughness. 
 
2.5. Clinical Variables 
 MSCs are a heterogeneous population isolated from a variety of tissues, most 
commonly from bone marrow, and are defined by the presence of a set of cell surface 
markers and by demonstration of their ability to differentiate along a number of 
mesenchymal cell lineages depending on the culture medium that is used [59]. They are 
frequently used for biological testing of implant materials, but donor variability and culture 
conditions can contribute to differences in apparent osteogenic potential [60]. Most studies 
on implant surfaces have not differentiated between male and female cells in vitro, and 
commonly use only male animals in vivo. However, in clinical situations, gender is an 
important factor that affects musculoskeletal health [61]. We have shown that female 
osteoblasts are sensitive to surface micro-roughness, and 17β-estradiol (E2) plays a role in 
modulating their response [62]. Although both male and female cells both show increasing 
production of osteocalcin, TGF-β1, osteoprotegerin and PGE2 on rough SLA compared to 
smooth TCPS and PT surfaces, only female osteoblasts show a roughness-dependent 
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increase in differentiation and local factor production in response to treatment with E2 and 
E2 that is conjugated to bovine serum albumin (E2-BSA) [63]. In contrast, the effect of 
1α,25(OH)2D3 on increasing osteoblast differentiation and local factor production was 
more evident in male cells [63, 64]. These studies highlight the importance of gender 
specific hormones in regulating response to implant surfaces.  
 In addition, age can affect healing and implant osseointegration. In vitro 
observations showing age-dependent differences in cell response to surface-roughness 
support in vivo observations. Titanium implants placed in the femoral intramedullary canal 
resulted in less bone to implant contact and vascularization in 9 month old mice in 
comparison to 2 month old mice [65]. These results suggest that MSCs may also be less 
active in contributing toward bone healing in aged mice. Therefore, implant surface 
parameters that may increase osseointegration for one population may not achieve the same 
clinical effects in a different population. Patient factors can play an important role in 
implant healing and osseointegration, and elucidating the differences between patient 
populations can help design more effective, personalized treatment plans.  
 
Challenges in Standards for Characterization of Implant Surfaces 
 It is still unclear how nanotopography contributes to the biological response to 
surface energy. The lack of standard terminology and characterization of nanostructures 
may contribute to the conflicting reports on the beneficial effects of nanotopography. Many 
studies that have shown an effect of specific nanostructures on osteoblast differentiation 
have used models in which these structures are formed either by employing lithographic 
methods to define patterns on plastic substrates or by anodizing Ti to create regular shaped 
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features [66, 67]. In contrast, etching and saline storage of Ti and Ti-6Al-4V generates 
random surface nano features [27, 38]. When these are super-imposed on microtextured 
surfaces, a complex topography results. Common roughness algorithms (Ra) cannot take 
all these factors into consideration (Table 1.1). Thus, surfaces with different nanostructure 
geometries can still have the same Ra value. A recent study conducted by our lab showed 
that skewness (symmetry as evaluated by elevations or depressions on a surface) and 
kurtosis (sharpness of peaks) values of micro-rough titanium surfaces are also factors that 
may predict osteoblast lineage cell response to varying surfaces [34]. Well-defined 
standards for characterization of nanostructures are important and necessary for comparing 
surfaces and eliciting biological response to physical parameters. 
 A challenge in nanostructure characterization is the limited number of high-
resolution techniques available for quantitative nanostructure characterization. Contact 
profilometry analysis can only provide information in a 2D line scan, but not for a 3D area. 
Although atomic force microscopy is able to capture the nano-roughness of an otherwise 
smooth area, it does not have the ability to provide information for clinically relevant 
surfaces with preexisting micro-roughness. Though qualitative, scanning electron 
microscopy is still the gold standard in capturing and assessing nanotopography. Most 
nanofeatures are analyzed manually via ImageJ or another image processing software, 
although development is underway for automated image analysis [9, 33, 68]. Development 
of these techniques can allow for better comparisons between studies with varying 
nanostructure shape and dimension.  
Table 2.1. Commonly used terms and definitions for surface roughness.  
Term Definition 
Px Primary values (no filter) 
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Wx Waviness (low pass filter) 
Rx 2D Roughness (high pass filter, line) 
Sx 3D Roughness (high pass filter, area) 
RSa Average roughness, an arithmetic average value 
RSc Mean z height 
RSsk Skewness, a measure of asymmetry. Skewness of zero indicates 
a symmetrical distribution of peaks, whereas nonzero values 
indicate a weighted distribution toward the right (positive 
values) or left (negative values) 
RSku Kurtosis, a measure of sharpness. Values above 3 indicate sharp 
peaks, whereas values below 3 indicate rounded peaks. 
RSq Root-mean-squared roughness 
RSt Total roughness, absolute peak-valley 
RSz Maximum peak-valley 
RSp Maximum peak height 
RSv Maximum valley depth 
 
 On surfaces with roughness at any scale, quantitative evaluation of surface energy 
can also present a challenge. Typical sessile drop contact angle measurements evaluate 
surface energy assuming a smooth surface [69]. However, the scale of roughness can 
contribute to droplet enveloping features or spreading, and therefore result in inaccurate 
contact angle measurements. Smaller droplets that may sit on a “smooth” portion of the 
rough surface can be affected by line tension and evaporation, while large droplets that 
compensate for the larger waviness of a surface can be affected by gravity-induced 
deformations. More sophisticated techniques like the Wilhelmy balance method, which 
immerses the sample into a wetting liquid and takes into consideration the sample weight 
and buoyancy to calculate the surface tension, may be a more suitable method for assessing 
wettability of complex surfaces. An alternative method for hydrophobic materials, the 
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captive bubble technique submerges the surface in a liquid and evaluates the interaction of 
an air bubble on the surface. It is important to note the nuances and shortcomings associated 
with each surface technique, especially when comparing across studies.  
 
2.6. Conclusion 
 The field of implant dentistry has progressed tremendously since the discovery of 
osseointegration. However, for compromised patients such as smokers or those with a 
history of chronic periodontitis, implant success is significantly reduced in comparison to 
success in healthy patients [70]. As new characterization and manufacturing techniques are 
developed, we will be able to understand cellular response to implant surfaces with better 
clarity and produce a generation of implants that address patient needs.  
 While various factors can affect biological response to titanium implant surfaces, 
roughness at the micro-, submicro- and nano-scales and hydrophilicity seem to contribute 
the most to favorable osteoblast response and resulting implant osseointegration. As we 
begin to understand contributions of each property to protein, cellular, immune, and overall 
host response, we can begin to design early loading, longer lasting dental implants for a 
wide demographic of patients.  
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CHAPTER 3 
SURFACE MODIFICATION OF BULK TITANIUM SUBSTRATES 
FOR BIOMEDICAL APPLICATIONS VIA LOW-TEMPERATURE 
MICROWAVE HYDROTHERMAL OXIDATION 
In [Cheng A, Goodwin WB, deGlee BM, Gittens RA, Vernon JP, Hyzy SL, Schwartz Z, 
Sandhage KH and Boyan BD. Nanoscale surface modification of bulk titanium substrates 
enhances wetting behavior for biomedical applications via low-temperature microwave 
hydrothermal oxidation. Journal of Biomedical Materials Research Part A. 2016. Under 
Review] 
 
3.1.  Introduction 
Commercially pure titanium (Ti) is commonly used for biomedical purposes, 
particularly for dental and orthopaedic implants [71]. To enhance osseointegration, a 
variety of approaches have been developed to introduce microscale roughness to Ti implant 
surfaces [17]. Microscale roughness generated by sand blasting with large grit followed by 
acid etching has been shown to increase osteoblast differentiation in vitro and 
osseointegration in vivo, when compared to smooth Ti surfaces [72, 73].  
We previously demonstrated that combined microscale and nanoscale surface 
roughness enhanced in vitro osteoblast differentiation compared to microscale roughness 
alone [9]. Others have shown that nanoscale features present on micro-rough Ti surfaces 
where hydrophilicity was retained by storage in aqueous solution also stimulate osteoblast 
differentiation [74]. The presence of nanoscale roughness on micro-roughness has been 
suggested to translate into enhanced osseointegration in vivo [25]. However, the results of 
a number of studies on the influences of nanoscale roughness have been confounded by 
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additional differences in surface chemistry and wettability, with variable responses seen 
across studies [26, 75].  
Methods for introducing nanoscale structures on titanium surfaces have involved the 
use of chemical, thermal, and/or electrical treatments, with varied nanoscale morphologies 
and surface properties reported for each technique [26, 76]. Thermochemical treatments 
are often conducted at sufficiently high temperatures as to alter the mechanical behavior of 
Ti and Ti alloys (e.g., so as to cause the modified surfaces to become more prone to fracture 
under repetitive loading) [77, 78]. Anodization-based processes can yield nanoscale tubular 
(hollow pore channel) structures that may increase bacterial infiltration [79, 80]. In 
addition, prior surface modification studies have tended to be performed on 
polished/smooth planar Ti surfaces, which are not used clinically for bone-facing implants. 
Thus, low-temperature nanoscale surface modification methods that can be applied to 
clinically relevant, three-dimensional Ti substrates with micro-rough surfaces need to be 
explored.  
Microwave and microwave hydrothermal (MWHT) processes were introduced several 
decades ago as a means of enhancing reaction rates at relatively modest temperatures for 
organic and inorganic syntheses [81, 82]. Thermal and non-thermal microwave effects have 
since been discovered with such syntheses, and microwave processing techniques are now 
used for the preparation of a variety of polymers and ceramics [82-84]. The purpose of the 
present paper is to demonstrate that low-temperature (200°C) scalable, non-line-of-sight 
MWHT oxidation treatments [85] can be used to introduce nanoscale surface protuberances 
on bulk Ti substrates that initially possess a microrough surface or a smooth surface. The 
influences of MWHT conditions (i.e., the use of distilled water or aqueous solutions of 
 22 
H2O2 or NH4OH of varying concentrations and the hydrothermal treatment time) on the 
resulting surface nanostructures, hydrophilicity, and biological responses of MG63 
osteoblasts and normal human osteoblasts (NHOsts) cultured on such surfaces, have been 
examined.  
 
3.2. Materials and Methods 
Microwave hydrothermal (MWHT) surface modification 
Commercial-purity grade 2 titanium disks, with dimensions of 15 mm diameter and 1 
mm height, were received from Institut Straumann AG (Basel, Switzerland) with smooth 
(pretreated; PT) surfaces or with microrough (sand-blasted, large grit, acid-etched; SLA) 
surfaces [9]. One disk was placed into a given Teflon vessel along with 20 mL of fluid. 
Three types of fluids were examined for the MWHT treatment: distilled water, aqueous 
H2O2 solutions, and aqueous NH4OH solutions. The concentrations of H2O2 or NH4OH 
selected for the latter two solutions were 1 M, 1.5 M, 2 M, or 2.5 M. Up to 6 single-
specimen-bearing Teflon vessels were placed in a microwave system (MARS 230/60, 2.45 
GHz, CEM Corporation, Matthews, NC, USA) for a given MWHT treatment. Each MWHT 
treatment was conducted for 1 hour at 200°C (operating power of 1600 Watts), with ramp 
up and ramp down times of 30 minutes, unless otherwise stated in the results. The typical 
peak pressure during MWHT treatments ranged from 220-240 psi. After MWHT treatment, 
the samples were ultrasonically cleaned (Symphony 97043-940, VWR, Radnor, PA, USA) 
twice for 15 minutes in 2% Microsoap (Micro-90, International Products Corporation, 
Burlington, NJ, USA) and three times for 10 minutes in ultrapure distilled water (18.2 
MΩ.cm, <5 ppb total organic carbon, EMD Millipore, Billerica, MA, USA). Samples were 
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patted dry and covered with a lint-free wipe to dry in ambient air overnight. Cleaned 
samples were then stored in a covered saline solution (an aqueous solution of 0.9 wt% 
NaCl) or stored under a cover in the as-dried state under ambient conditions in a dark box 
in a temperature-controlled class 1000 cleanroom. Prior to experiments with cell cultures, 
samples were sent to a gamma radiation facility (AB Dental, Ashdod, Israel) for 
sterilization at 2.5 Mrad, or were sterilized with UV-C light (257.3 nm) for 20 minutes on 
each disk side in a biosafety cabinet (Thermo Scientific Model 1300 Series A2, Waltham, 
MA, USA, with preinstalled Atlantic Ultraviolet 05-0660 bulb, Hauppauge, NY, USA). 
The gamma-irradiated samples were received approximately two weeks after completion 
of the MWHT treatment and cleaning. 
 To assess the effects of different MWHT treatments on MG63 cell response, 
treatments were conducted at 200°C for a fixed time of 1 hour. To evaluate the influence 
of the MWHT treatment time on nanoscale surface topography and on the resulting NHOst 
response, the 200°C MWHT treatment was applied to SLA surfaces for 1, 5, 10, 15, 20, 
and 40 hours in distilled H2O and in aqueous solutions of 2.5 M H2O2 or 2.5 M NH4OH.  
Surface characterization 
Surface chemistry 
The chemical composition of the surface was evaluated using X-ray photoelectron 
spectroscopy (XPS; Thermo K-Alpha, Thermo Fisher Scientific, Inc., Waltham, MA, 
USA). A given XPS analysis was conducted over an area of 400 square microns (μm2), 
with 3 such XPS analyses conducted per sample and with 3 samples evaluated per group 
(for a total of 9 analyses, n = 9) over a combined area of 3600 μm2. An XR5 gun was used 
at 15kV. Survey spectra were averaged over 3 scans using a pass energy of 150 eV, a 1 eV 
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energy step size, and a 20 ms dwell time. High resolution spectra of titanium (Ti2p), oxygen 
(O1s), and carbon (C1s), the most dominant elements on the surface, were obtained by 
averaging over 15 scans at 20 eV, with a 0.1 eV energy step size and a 50 ms dwell time. 
Analyses were conducted using Thermo Avantage software (Thermo Fisher Scientific, 
Inc.). Reference peaks were obtained from the LaSurface online database and the XPS 
Handbook of the Elements and Native Oxides (XPS International, Inc., Mountain View, 
CA, USA). 
Contact angle 
The wetting of the specimen surfaces by distilled water was evaluated with a standard 
sessile drop contact angle goniometer (Model 250, Ramé-Hart, Succasunna, NJ, USA) 
using a recording video camera and image analysis software (DROPimage, Ramé-Hart). A 
4 µL drop volume was placed on the sample surface, and the average value of the contact 
angle was obtained every 5 seconds over a total period of 20 seconds per drop. Five such 
drop analyses were conducted at different locations per sample, with 3 samples evaluated 
per group (n = 15). 
Surface topography 
Scanning electron microscopy (LEO 1530 Gemini, Zeiss, Oberkochen, Germany) was 
used to evaluate the sizes and morphologies of surface features. In Lens setting was used 
with an accelerating voltage of 5 kV, and images were taken with a working distance of 4 
mm. Images were obtained at magnifications of 1000 X (1kX), 10 kX, 50 kX, 100 kX, and 
200 kX at five locations per sample, with 3 samples evaluated per group (n = 15). Three 
locations were chosen near the center of the substrate, and two locations along the edges. 
Morphometric analyses of nanoscale structures were conducted by overlaying a 5 x 5 grid 
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on each secondary electron image. The average effective diameter of the nanoscale 
structure closest to the center of each of the 25 intersection points of each grid was 
evaluated from a top-down view. For protuberances that did not possess a round footprint 
when viewed topdown, the longest perceived diagonal distance across the protuberance 
footprint was used as the effective protuberance diameter. For cases where a protuberance 
was not observed within a distance of half of the grid width near a particular intersection 
point, a value of zero was assigned as the protuberance diameter for this intersection point.  
Microscale surface roughness 
Laser confocal microscopy (LCM; LEXT OLS4000, Olympus Corporation, Tokyo, 
Japan) was used to evaluate the microscale roughness of surfaces. LCM analyses were 
obtained at 6 locations per sample, with each analysis conducted over a 4.1x105 m2 (644 
μm by 644 μm) region, and with 2 samples analyzed per group (n = 12). The brightness 
value was set between 40-50% for determining the laser scan depth. Images were flattened 
to remove tilt from three planes, and a 100 µm cutoff wavelength was used for average 
surface roughness analyses. 
Nanoscale surface roughness 
Atomic force microscopy (AFM, Veeco Dimension 3000, Bruker Corporation, 
Billerica, MA, USA) was used to evaluate the nanoscale roughness of surfaces. AFM 
analyses were obtained at 6 locations per sample, with each analysis conducted over a 0.25 
m2 (0.5 μm x 0.5 μm) region, and with two samples per group (n = 12). Tapping mode 
analyses were conducted using a 7 nm tip radius (Point Probe Plus Non-Contact / Tapping 
Mode – Long Cantilever – Reflex Coating, NANOSENSORS, Neuchatel, Switzerland) 
with a scan rate of 0.200 Hz and a tip velocity of 2.00 µm/s. After flattening acquired 
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images to eliminate first degree tilt, each scan was analyzed to obtain the average surface 
roughness using Nanoscope v6 software (Bruker Corporation). Because the z-limit of the 
AFM was exceeded by the microscale roughness of SLA surfaces, AFM analyses were 
only conducted on PT samples.  
Crystalline phase content 
The crystalline phase content of MWHT-treated PT samples was examined by X-ray 
diffraction (XRD) analysis (X‘Pert PRO Alpha-1 diffractometer, PANalytical, Almelo, 
The Netherlands) using 1.8 kW Cu Kα radiation, a 1° parallel plate collimator, a ¼ 
divergence slit, and a 0.04 rad soller slit. A θ–2θ parafocusing setup was used for grazing-
angle (i.e., with a 2° take-off angle) analyses. All samples were analyzed at room 
temperature in the ambient atmosphere. 
Cell culture 
Cell culture and harvest 
MG63 cells (American Type Culture Collection CRL-1427, Manassas, Virginia, USA) 
were used for the first set of experiments. All culture disks (including controls) were stored 
in saline for 56 days after nanoscale surface modification and sterilized via gamma 
irradiation prior to cell culturing. Normal human osteoblasts (NHOsts, Lonza CC-2538, 
Basel, Switzerland) were used for the second set of experiments. Surfaces were stored for 
56 days under ambient conditions and were then sterilized via ultraviolet (UV) radiation 
for 20 minutes on each side prior to cell culturing. MG63 or NHOst cells were cultured in 
T75 flasks until 70% confluence, and then placed on tissue culture polystyrene (TCPS) or 
Ti surfaces in a 24-well plate at a density of 10,000 cells/cm2 (20,000 cells/well). Cells 
were fed with full medium (DMEM supplemented with 10% fetal bovine serum and 1% 
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penicillin-streptomycin) 24 hours after plating, and then again after every 48 hours until 
confluence. At confluence on TCPS, cells on all surfaces were fed with fresh medium. 
After 24 hours from confluence, aliquots of the culture medium were obtained for protein 
analyses. The cell layer was rinsed twice with 1xPBS, then lysed with 0.05% Triton-X 100 
and stored at -20°C prior to further analyses.  
Cell lysate and medium analyses 
After sonication of the whole cell lysate for 10 seconds, the alkaline phosphatase (ALP) 
specific activity, total protein content, and DNA content were evaluated. ALP activity was 
assessed as the production of p-nitrophenol from p-nitrophenyl phosphate at pH 10.2 and 
was then normalized over total protein content determined via a BCA protein assay 
(ThermoFisher). The DNA content was determined using the Quant-iT PicoGreen assay 
(ThermoFisher). Osteocalcin (Alfa Aesar, Haverhill, Massachusetts, USA), 
osteoprotegerin and vascular endothelial growth factor (VEGF) (R&D Systems) analyses 
were conducted via enzyme-linked immunosorbent assays and were then normalized 
relative to the DNA content. Cell experiments were performed at least twice to ensure 
reproducibility.  
Statistical analyses 
 All materials characterization data are presented as the average ± standard deviation 
(SD). All cell data are presented as the average ± standard error of the mean for 6 
independent cultures per variable, and are from a single representative experiment. For 
comparisons between two groups, a Student’s t-test was used. For comparisons between 
more than two groups, one way analysis of variance was used with a Bonferroni post-
correction test. For all comparisons, statistical signification was indicated by p<0.05.  
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3.3. Results   
Influences of MWHT treatments on the nanoscale topographies of PT and SLA titanium 
surfaces 
 
Secondary electron (SE) images of the surfaces of the smooth PT control, the micro-
rough SLA control, and MWHT-treated PT and SLA specimens in Figure 1 revealed that 
the MWHT treatments resulted in a noticeable increase in the density of nanoscale 
protuberances on the PT and SLA titanium surfaces. The average values of effective 
nanoprotuberance diameter for a given treatment are shown in Figures 3.1(a) and 3.1(b), 
whereas relative variations in nanoprotuberance size for a given treatment are shown in the 
histograms of Figures 3.1(c) to 3.1(h). Morphometric analyses of PT and SLA surfaces 
exposed to the MWHT treatment in distilled H2O indicated that the effective diameters of 
most of the protuberances fell in the range of 10-40 nm, with average diameter values of 
22 nm and 23 nm for the MWHT/H2O-treated PT and SLA surfaces, respectively (Figures 
3.2(a) to (d)). SE images (Figures 1(b) and 1(e)) and morphometric analyses (Figures 
3.2(a)-(d), (e), (g)) of the PT and SLA surfaces after MWHT treatment with relatively 
concentrated aqueous H2O2 solutions (i.e., 1.5 M - 2.5 M H2O2 solutions for PT surfaces; 
2 M - 2.5 M H2O2 solutions for SLA surfaces) revealed nanoscale protuberances of 
distinctly larger average effective diameter (in the range of 32-51 nm), and with a wider 
distribution of sizes, than for MWHT treatments of these surfaces in distilled H2O or in 
aqueous 1M H2O2 solutions (in the range of 22-28 nm). SE images (Figures 3.1(c) and 
3.1(f)) and morphometric analyses (Figures 3.2(a)-(d), (f), (h)) of the PT and SLA surfaces 
after MWHT treatment with relatively concentrated aqueous NH4OH solutions (2 M - 2.5 
M NH4OH solutions for PT surfaces; 1.5 M - 2.5 M NH4OH solutions for SLA surfaces) 
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revealed nanoscale protuberances of distinctly larger average effective diameter (in the 
range of 28-60 nm), and with a wider distribution of sizes, than for MWHT treatments of 
these surfaces in distilled water or in aqueous 1M NH4OH solutions (22-34 nm). No 
appreciable spatial variations across the surface of a given specimen were observed in 






Figure 3.1. Secondary electron (SE) images after MWHT modification (200°C, 1 hour) of: 
(a-c) PT surfaces and (d-f) SLA Ti surfaces. From left to right: (a) PT control surfaces and 
MWHT/H2O-treated PT surfaces at low and high magnifications; (b) PT surfaces after 
MWHT treatment in aqueous 1 M, 1.5 M, 2 M, and 2.5 M H2O2 solutions; (c) PT surfaces 
after MWHT treatment in aqueous in 1 M, 1.5 M, 2 M, and 2.5M NH4OH solutions; (d) 
SLA control surfaces and MWHT/H2O-treated SLA surfaces at low and high 
magnifications; (e) SLA surfaces after MWHT treatment in aqueous 1 M, 1.5 M, 2 M, and 
2.5 M H2O2 solutions and (f) SLA surfaces after MWHT treatment in aqueous 1 M, 1.5 
M, 2 M, and 2.5 M NH4OH solutions. 
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Figure 3.2. Morphometric analyses (obtained from SE images) of the nanoscale surface 
protuberances formed upon MWHT modification (200°C, 1 hour). The average effective 
diameters of the nanoscale protuberances (with +1 SD error bars) are shown for: (a) 
MWHT-modified PT surfaces and (b) MWHT-modified SLA surfaces. The symbols *, ^, 
#, &, and $ refer to p values <0.05 upon comparison to data for control surfaces, 
MWHT/H2O-treated surfaces, MWHT-treated aqueous solutions with 1 M H2O2 or 1 M 
NH4OH, MWHT-treated aqueous solutions with 1.5 M H2O2 or 1.5 M NH4OH, and 
MWHT-treated aqueous solutions with 2 M H2O2 or 2 M NH4OH, respectively. 
Histograms of the effective diameters of the nanoscale protuberances are shown for: (c,e,f) 
MWHT-modified PT surfaces and (d,g,h) MWHT-modified SLA surfaces. 
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Figure 3.3. Nanostructure diameters near the center (solid) and edge (striped) of substrates. 
No appreciable spatial variations were observed. 
 
Laser confocal microscopy (LCM, Table 1) revealed no appreciable differences in the 
microscale surface roughness values for all MWHT-modified PT or SLA surfaces 
compared to control PT or SLA surfaces, respectively. The average microscale roughness 
(Ra) values were in the range of 0.6 µm to 0.7 µm for all MWHT-modified or unmodified 
PT surfaces and in the range of 2.5 µm to 2.8 µm for all MWHT-modified or unmodified 
SLA surfaces; that is, the MWHT treatments did not significantly alter (enhance or 
degrade) the microscale roughness of the PT or SLA surfaces. AFM analyses (which could 
only be conducted on the PT surfaces) of MWHT-treated samples using distilled H2O, and 
of MWHT-treated samples using 1M and 2.5 M H2O2 solutions, yielded average nano-
scale roughness values below 7 nm (i.e., below the AFM tip radius), so that statistical 
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comparisons between these samples were not conducted. However, AFM analyses 
indicated larger average measured nanoscale roughness values of 8.1±2.5 nm and 11.3±5.1 
nm on MWHT-modified PT surfaces using aqueous 1 M NH4OH and 2.5 M NH4OH 
solutions, respectively; that is, the average nanoscale roughness for these specimens was 
greater than for the PT control samples.  
 
Table 3.1. Surface roughness analysis by laser confocal microscopy 
 
The effects of MWHT on nanoscale topography were dependent on treatment time. 
Morphometric analyses indicated that the specimens exposed to the MWHT treatment for 
>10 hours with distilled H2O, and for >20 hours with aqueous solutions of 2.5 M H2O2 or 
2.5 M NH4OH, possessed nanoprotuberances with distinctly larger average effective 
diameters than the specimens exposed to the MWHT treatments in these fluids for 1 hour 
(Figure 3.4). The average nanoprotuberance diameters after the 20 hour MWHT treatments 
using distilled H2O, an aqueous 2.5 M H2O2 solution, and an aqueous 2.5 M NH4OH 
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solution were 34 nm, 59 nm, and 93 nm, respectively. The significant increase in 
nanoprotuberance diameter with the MWHT fluids in the order H2O < 2.5 M H2O2 < 2.5 
M NH4OH for the 20 hour treatment was also quite apparent in the secondary electron 
images shown in Figure 3.4.  
 
Figure 3.4. Changes in nanoscale surface topography after 200°C MWHT modification 
for up to 40 h. SE images of SLA surfaces after 20 h of MWHT modification in: (a) distilled 
H2O, (b) an aqueous 2.5 M H2O2 solution, and (c) an aqueous 2.5 M NH4OH solution. 
Morphometric analyses of the average effective diameters of nanoscale protuberances 
generated on SLA surfaces (with +1 standard deviation error bars) after MWHT treatment 
for up to 40 h in: (d) distilled H2O, (e) an aqueous 2.5 M H2O2 solution, and (f) an aqueous 
2.5 M NH4OH solution. Data were evaluated by one-way ANOVA, with Bonferroni post-
correction p values below 0.05 considered to indicate statistically-significant differences. 
The symbols *, ^, #, &, and $ refer to p values <0.05 upon comparison to data for control 
surfaces, MWHT/1 h-treated surfaces, MWHT/4 or 5 h-treated surfaces, MWHT/10 or 12 
h-treated surfaces, MWHT/15 h-treated surfaces, respectively. 
 
Influences of MWHT treatments on the water contact angles with, and the chemistries and 
the phase contents of, PT and SLA titanium surfaces 
 
After exposure of PT surfaces and SLA surfaces to the 200°C/1 hour MWHT 
treatments with distilled H2O and with aqueous solutions of H2O2 and NH4OH (followed 
by overnight drying at room temperature), the contact angles of distilled water droplets on 
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such modified Ti surfaces were measured. The average contact angles measured for the 
MWHT-treated PT surfaces were generally lower than for the untreated PT control surfaces 
(Figures 3.5(a) and (b)). Complete wetting of the water droplet, so as to form a water film, 
was observed for all MWHT-treated SLA surfaces (indicated as “CW” in Figures 3.5(c) 
and (d)). Similar results were obtained after more rapid drying with a flowing stream of N2 
for 60 seconds (instead of via overnight room-temperature drying); that is, complete 
wetting occurred for MWHT-treated surfaces that had been dried in flowing N2. The same 
wetting behavior was observed for SLA surfaces after MWHT treatment for 20 hours and 
40 hours.  
Comparison of SLA specimens exposed to the MWHT/H2O treatment that were stored 
under a cover in the as-dried state with those stored in a saline solution (an aqueous solution 
of 0.9 wt% NaCl) showed that the enhanced wetting achieved after 200°C/1 hour MWHT 
treatment of the SLA surfaces was maintained over a prolonged time. While the dry 
samples exhibited a steadily increasing contact angle with time (Figure 3.5(e)), the 
MWHT/H2O-treated SLA specimens in the covered saline solution maintained complete 






Figure 3.5. Wetting of distilled water on control and MWHT-treated (200°C/1 h) surfaces 
(after cleaning and drying). Average values of the contact angle of distilled water (with +1 
SD error bars) on PT control surfaces and on PT Ti surfaces after MWHT treatment in 
distilled H2O and in: (a) aqueous H2O2 solutions and (b) aqueous NH4OH solutions. 
Average values of the contact angle of distilled water (with +1 standard deviation error 
bars) on SLA control surfaces and on SLA Ti surfaces after MWHT treatment (200°C/1 h) 
in distilled H2O and in: (c) aqueous H2O2 solutions and (d) aqueous NH4OH solutions. 
The symbols *, ^, @, &, and # refer to p values <0.05 upon comparison to data for control 
surfaces, MWHT/H2O-treated surfaces, MWHT-treated aqueous solutions with 1 M H2O2 
or 1 M NH4OH, MWHT-treated aqueous solutions with 1.5 M H2O2 or 1.5 M NH4OH, 
and MWHT-treated aqueous solutions with 2 M H2O2 or 2 M NH4OH, respectively. (e) 
Average values of contact angle of SLA surfaces after MWHT treatment (200°C/1 h) in 
distilled H2O and storage either dry (white bar) or in saline solution (black bar) over time. 
CW refers to complete wetting, where the drop spread across the surface so that a 
measurement could not be made. The symbols *, ^, # and & refer to p values <0.05 upon 
comparison to data for 3 days storage, 14 days storage, 28 days storage, and 56 days 
storage, respectively. 
 37 
 X-ray photoelectron spectroscopy (XPS) of the control and MWHT-treated SLA 
surfaces indicated the predominant presence of oxygen, titanium, and carbon (Table 2). 
High resolution Ti2p (Figure 3.6(a)), O1s (Figure 3.6(b)) and C1s (Figure 3.6(c)) spectra 
revealed increased TiO2 and reduced C-C species on MWHT-modified SLA samples 
compared to the control SLA specimens, which was consistent with enhanced oxidation of 
titanium and carbonaceous species on the SLA surfaces during the MWHT treatments. The 
specimens stored in the as-dried state also exhibited a higher XPS-measured carbon content 
after 3 days and 28 days of storage than for the specimens stored in the saline solution for 
similar times (Table 3.2).  
 





Figure 3.6. XPS high resolution spectra of (a) Ti2p; (b) O1s; and (c) C1s. 
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Grazing angle XRD analyses were used to evaluate the oxide phase content formed 
after exposure of the PT Ti specimens to the MWHT treatments (Figure 3.7). Anatase was 
the only TiO2 polymorph detected on the PT surfaces after the 200°C/1 hour MWHT 
treatments in distilled H2O and in aqueous solutions of 1 M and 2.5 M NH4OH. The 
MWHT treatment using an aqueous 2.5 M H2O2 solution yielded appreciable rutile titania, 
along with anatase titania, on the PT surface, whereas a modest amount of rutile titania was 
detected after exposure to an aqueous 1 M H2O2 solution.   
 
Figure 3.7. XRD patterns revealing TiO2 polymorphs formed on MWHT-treated (200°C/1 




Influences of MWHT treatments on the responses of MG63 and normal human osteoblast 
cells   
 
Statistical evaluation (one-way analysis of variance, with Bonferroni post-correction p 
values below 0.05 considered to indicate statistically-significant differences) of whole cell 
lysate analyses of MG63 osteoblasts (Figures 3.8(a)-(e)) cultured on micro-rough SLA 
control surfaces yielded lower values for DNA content and ALP, and similar values for 
osteocalcin, osteoprotegerin, and VEGF, as for cells cultured on smooth PT control 
surfaces. MWHT modification (200°C/1 hour) of SLA surfaces with the aqueous H2O2 and 
aqueous NH4OH solutions yielded statistically similar values for DNA content, generally 
lower values for ALP (although statistically similar values for the MWHT/1 M NH4OH 
treatment), statistically similar values of osteocalcin, generally similar values of 
osteoprotegerin (although statistically lower values for the MWHT/1 M H2O2 treatment), 
and similar or lower values of VEGF depending on the H2O2 and NH4OH concentrations 
(statistically similar values for the 1 M NH4OH and 2.5 M H2O2 treatments), than for cells 
cultured on SLA control surfaces (Figures 3.8(a)-(e)).  
Statistical evaluation of whole cell lysate analyses of normal human osteoblasts 
(NHOst) cultured on micro-rough SLA control surfaces (Figures 3.9(a)-(e)) yielded lower 
values for DNA content, similar values for ALP, higher values for osteocalcin, similar 
values for osteoprotegerin, and higher values for VEGF than for cells cultured on smooth 
PT control surfaces. MWHT modification (200°C/1 hour or 20 hours) of SLA surfaces 
with the aqueous 2.5 M NH4OH solution yielded higher values for DNA content, similar 
values for ALP, lower values for osteocalcin, similar values for osteoprotegerin for the 1 h 
MWHT treatment and lower values for the 20 h MWHT treatment, and statistically similar 




Figure 3.8. MG63 cell responses to MWHT-treated (200°C/1 h) SLA surfaces. Whole cell 
lysate analyses of the measured levels of: (a) DNA content; (b) alkaline phosphatase 
specific activity; (c) osteocalcin; (d) osteoprotegerin; and (e) Vascular Endothelial Growth 
Factor (VEGF). Data were evaluated by one-way ANOVA, with Bonferroni post-
correction p values below 0.05 considered to indicate statistically-significant differences. 
The symbols *, ^, #, and & refer to p values <0.05 upon comparison to data for PT control 
surfaces, SLA control surfaces, MWHT/1M H2O2-treated surfaces, and MWHT/1M 





Figure 3.9. NHOst response to MWHT-modified surfaces for 1 and 20 hours in 2.5 M 
NH4OH. (a) DNA content; (b) alkaline phosphatase specific activity; (c) osteocalcin; (d) 
osteoprotegrin; and (e) VEGF. 1 way ANOVA with Bonferroni post-correction, p<0.05, * 
vs. PT, ^ vs. SLA, # vs. MW-1. 
 
3.4. Discussion   
Prior work has shown that a simple oxidation treatment (740°C in air) can be used to 
introduce nanoscale rutile TiO2 protuberances onto micro-rough SLA Ti surfaces that, in 
turn, can affect wetting behavior and the differentiation, proliferation, and local factor 
production of MG63 osteoblasts and human mesenchymal stem cells cultured on such 
surfaces [9]. While this scalable, non-line-of-sight approach was an effective means of 
superimposing nanoscale protuberances of tailorable size onto SLA surfaces via control of 
 43 
the oxidation time (i.e., with diameters on PT surfaces ranging from 40-200 nm to 500-
1000 nm for oxidation times of 45 min to 180 min, respectively), the use of a 740°C 
oxidation treatment in air can lead to appreciable oxygen dissolution into titanium (e.g., 
the solubility of oxygen in titanium at 740°C in air is 33 at. % [86]) and associated 
alterations in the mechanical properties (strength, ductility, hardness)  of titanium implants 
[87, 88]. An alternative strategy used in the present work was to conduct the oxidation at a 
much lower temperature via the use of microwave hydrothermal (MWHT) treatments.  
Prior work demonstrated that exposure of titanium plates to an aqueous solution of 
H2O2 (an oxidant) for a prolonged time of 72 hours at only 80
oC yielded nanorods of titania 
on the plate surfaces via a dissolution-precipitation mechanism [89]. Nanocrystalline 
titania particles have also been formed by the precipitation of an aqueous titanium 
precursor solution upon addition of 4 M NH4OH at only 70
oC [90]. Titania nanoparticles 
in a variety of morphologies have been synthesized via hydrothermal or microwave 
hydrothermal reaction of aqueous precursor solutions in the presence of hydrogen peroxide 
and/or ammonium hydroxide at <200oC for <24 hours [91-96]. The present work has 
focused on evaluating the formation of nanostructured titania on titanium surfaces via low 
temperature/short time (200oC/1 hour) MWHT treatments in aqueous solutions of 
hydrogen peroxide or ammonium hydroxide. To our knowledge, this is the first study of 
the use of such MWHT treatments in H2O2 or NH4OH solutions to generate nanostructured 
titania surfaces on titanium for evaluation of osteoblast behavior.   
In the present work, low-temperature (200°C, 1 h) MWHT treatments in aqueous 
solutions of H2O2 and NH4OH induced the formation of new nanoscale oxide 
protuberances on both PT and SLA surfaces. MWHT treatments with H2O2-bearing 
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solutions resulted in the formation of rutile titania, or a mixture of rutile and anatase, on 
titanium surfaces, whereas MWHT treatments with NH4OH-bearing solutions yielded only 
the anatase polymorph of titania. These observations are consistent with prior work 
indicating that the hydrothermal syntheses of fine anatase nanocrystals is enhanced in basic 
solutions, whereas rutile nanocrystal formation is promoted in acidic solutions [97-100]. It 
should be noted, however, that some of the prolonged MWHT treatments with aqueous 
hydrogen peroxide solutions were terminated prior to the completion of the programmed 
exposure time due to the buildup of internal pressure (in excess of 2.76 MPa/400 psi) within 
the sealed Teflon vessels. This pressure buildup was likely due to the decomposition of the 
peroxide into water and oxygen (2H2O2 -> 2H2O + O2), which can be accelerated in the 
presence of nanocrystalline titania [101].  
The results presented here differ from previous work where nanomodification of the 
SLA surface was performed at high temperature (740oC, 1.5 hours, air) [5]. The rutile 
titania nanoprotuberances that were generated in the earlier study resulted in statistically 
significant increases in osteocalcin, osteoprotegerin, and VEGF, with similar values of 
DNA content and alkaline phosphatase activity (ALP) relative to control SLA surfaces, 
indicating that MG63 osteoblast differentiation was significantly enhanced. In contrast, the 
results of the present study suggest that osteoblast differentiation was not enhanced by the 
nanotopography generated by MWHT. Moreover, the specific effects of MWHT treatment 
varied with cell type and with the surface treatment protocol. MWHT modification 
(200°C/1 hour) of micro-rough SLA surfaces with aqueous 1 M and 2.5 M NH4OH 
solutions yielded anatase nanoprotuberances that, in turn, resulted in MG63 cells producing 
statistically similar values of osteocalcin, osteoprotegerin, and similar or lower values of 
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VEGF, with statistically similar values of DNA content and similar or lower values of ALP, 
than for MG63 cells cultured on SLA control surfaces. NHOst cells cultured on micro-
rough SLA surfaces with anatase nanoprotuberances, generated via MWHT modification 
(200°C/1 hour or 20 hours) with an aqueous 2.5 M NH4OH solution, yielded lower values 
of osteocalcin, similar or lower values of osteoprotegerin, and statistically similar values 
of VEGF, with higher values of DNA content and similar values of ALP than for NHOst 
cells cultured on SLA control surfaces. MWHT modification (200°C/1 hour) of micro-
rough SLA surfaces with aqueous H2O2 solutions resulted in nanoprotuberances comprised 
of rutile or rutile and anatase that resulted in MG63 cells producing statistically similar 
values of osteocalcin, similar or lower values of osteoprotegerin, and similar or lower 
values of VEGF, with statistically similar values of DNA content and lower values of ALP 
than for MG63 cells cultured on SLA control surfaces. Hence, the anatase, rutile, or anatase 
and rutile nanoprotuberances generated by these MWHT treatments did not result in 
appreciable consistent changes in MG63 or NHOst cell differentiation.  The osteocalcin 
content of the conditioned media from MWHT-modified surfaces at levels comparable to 
the PT surface suggests that osteoblast differentiation of NHOst cells may even have been 
reduced compared to untreated SLA. 
There are several explanations for the difference in biological results observed in this 
study and in our previous work. Both the 200oC/1 hour MWHT treatments with aqueous 
H2O2 solutions of the present work and the 740
oC/90 minute oxidation treatment in air by 
Gittens, et al. [5] yielded rutile-bearing nanoprotuberances on PT and SLA surfaces. 
However, the MWHT treatments of the present work yielded nanoprotuberances of 
significantly smaller diameter. Morphometric analyses of the rutile-bearing 
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nanoprotuberances generated on PT and SLA surfaces via 200oC/1 hour MWHT treatment 
with 1-2.5 M H2O2 solutions yielded average values of effective nanoprotuberance 
diameter of 32-51 nm. In contrast, the 740oC/90 minutes oxidation treatment in air by 
Gittens, et al. [5] yielded rutile nanoprotuberances on PT surfaces possessing measured 
effective diameters of 40-360 nm. The average AFM-measured nanoscale roughness of the 
rutile-bearing surfaces generated by Gittens, et al. was also greater than for the rutile-
bearing surfaces of the present work (i.e., 16 nm vs. less than the tip radius of 7 nm). The 
significantly enhanced MG63 cell differentiation observed for SLA specimens possessing 
larger rutile-bearing nanoprotuberances (generated by the 740oC/90 minute/air treatment 
by Gittens, et al. [5]) relative to the smaller rutile-bearing nanoprotuberances of the present 
work (generated by the 200oC/1 hour MWHT treatment in H2O2 solutions) suggests that 
there is a preferred nanoprotuberance size range for such enhanced cell behavior.  
Dramatic reductions in the water contact angle, so as to result in complete wetting (film 
formation), were achieved with MWHT-treated SLA surfaces relative to SLA control 
surfaces. This was also in contrast to the surfaces generated by Gittens, et al., which were 
hydrophobic [9]. The complete wetting achieved for all of the MWHT-treated SLA surfaces 
indicated that the differences in liquid compositions used for such treatments (H2O vs. 
aqueous H2O2 solutions of varied H2O2 concentration vs. aqueous NH4OH solutions of 
varied NH4OH concentration), and associated differences in the average nanoscale 
protuberance diameters (over the range of 22-60 nm) or phase contents (relative amounts 
of anatase and rutile), had little effect on such enhanced wetting behavior. The enhanced 
wetting was, however, consistent with the observed reduction in XPS-measured carbon 
content (hydrophobic C-C species) of the MWHT-treated SLA surfaces. Furthermore, 
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MWHT-treated SLA specimens stored in saline (to avoid direct exposure of the surfaces 
of such specimens to hydrocarbons from ambient air) retained complete wetting for 119 
days, whereas MWHT-treated SLA samples stored in a dry state in ambient air exhibited a 
steadily increasing contact angle (up to 77 degrees) over the same time period.  The 
specimens stored in the as-dried state also exhibited a higher XPS-measured carbon content 
after 3 days and 28 days of storage than for the specimens stored in the saline solution for 
the same times. Other authors have also observed significant increases in water contact 
angle of titania-bearing Ti or Ti alloy surfaces with exposure time in ambient air, which 
was attributed to increased adsorption of hydrophobic carbonaceous species [32, 102, 103].  
The ability to generate and retain strongly hydrophilic surfaces is highly important for 
protein adsorption and desired osteoblast cell response [104-106]. The MWHT reaction 
process of the present work enables hydrophilic micro/nanostructured oxide surfaces to be 
formed on titanium-based implants with modest temperature/time conditions (200oC/1 
hour) so as to avoid degradation of the microscale surface structure and the microstructure 
and properties of the underlying implant. 
 
3.5. Conclusion  
Exposure of clinically relevant micro-rough SLA titanium substrates to MWHT 
treatments at 200oC for 1 hour with distilled water or with aqueous solutions of 1-2.5 M 
NH4OH yielded anatase titania nanoprotuberances with average diameters ranging from 23 
nm to 60 nm, whereas exposure to 200oC/1 hour MWHT treatments with aqueous 1-2.5 M 
H2O2 solutions yielded rutile-bearing titania nanoprotuberances with average diameters 
ranging from 22 nm to 51 nm. MWHT exposure for all solutions examined resulted in 
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dramatic enhancements in the water contact angle (where a static drop spread to form a 
film on surfaces), without appreciable degradation in MG63 or normal human osteoblast 
(NHOst) cell differentiation (as evaluated by whole cell lysate analyses of MG63 and 
NHOst cells cultured on the surfaces). Enhanced hydrophilicity was retained after 119 days 
of storage in saline. MWHT oxidation is an effective, non-line-of-sight, low-temperature 
reaction process for tailoring the nanoscale surface structure and hydrophilicity of titanium 
implant surfaces, without degrading the microscale surface structure or the microstructure 
and properties of the underlying bulk implant. The results also indicate that osteoblast 
behavior is sensitive to nanoscale modification of a micro-rough surface. The 
nanomodification developed in this study did not impact osteoblast response compared to 
untreated micro-rough surfaces for most outcome measures, but did reduce osteocalcin 





CORRELATIVE ANALYSIS OF THE INTERFACE BETWEEN 
OSTEOBLASTS AND MICRO-ROUGH SURFACES OF LASER-
SINTERED TI-6AL-4V CONSTRUCTS USING LASER CONFOCAL 
MICROSCOPY, SCANNING ELECTRON MICROSCOPY AND 
TRANSMISSION ELECTRON MICROSCOPY 
In [Cheng A, Chen H, Schwartz Z and Boyan BD. Correlative laser confocal, scanning 
electron and transmission electron microscopy of the cell-material interface. Journal of the 
Royal Society Interface. 2016. Under review] 
 
4.1. Introduction 
 Correlative light and electron microscopy (CLEM) has been used in many fields 
including animal and plant biology, ophthalmology and neuroscience [1-3]. Many of the 
first applications of high resolution correlative microscopy were in cellular structural 
biology [4]. Early work employed gridded coverslips, pre- and post-etched sample symbols 
and even nail polish to serve as fiducial markers for identifying the same physical location 
[5-7]. Advancements in hardware and software have now lead to automating this process, 
with sample holders compatible across multiple imaging modalities [8, 9].  
 Correlative microscopy became more accessible after methods for correlating 
images with fiducial markers were introduced in ImageJ, a publicly available free software 
[10]. it was possible to observe bone tissue around titanium dental implants using light 
microscopy, SEM and TEM, but the tissue-implant interface was only observable in light 
microscopy [11]. However, the tissue-implant interface was only observable in light 
microscopy. There was clear sample deterioration after processing for SEM, and implants 
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had to be completely removed for TEM analysis. TEM images were viewed and referred 
back to the previous sample area for correlation, rather than areas being pre-determined 
prior to analysis. Earlier “correlative” light and TEM studies imaged over 2000 TEM 
lamellas to achieve a comprehensive understanding of the tissue, without any direct 
information on the tissue-implant interface because implants were removed prior to TEM 
sectioning [12]. Another semi-correlative study attempted to understand the bone-implant 
interface by creating light and TEM sections from the same implant, but did not analyze 
the same section at the same location with both microscopes [13]. Thus, correlative analysis 
of the tissue-material interface across multiple spatial scales remains a challenge.  
 High resolution analysis of the biology-material interface is limited by sample 
preparation and correlation across multiple spatial scales. TEM investigations of the cell-
surface interface have mostly been performed on silicon, a popular sensor material that can 
also be removed by etching or freeze fracture after fixation and resin embedding the cell 
monolayer in resin [14, 15]. However, removal of the substrate also limits additional TEM 
diffraction or chemical analyses, which can provide insight into preferred substrate areas 
of cell attachment. Pioneering work on focal adhesions and the cell-material interface used 
correlative microscopy of cultured cells on electron-microscopy grids [16, 17]. While 
useful for mechanistic and structural studies, these surfaces possess neither the chemistry 
nor the topography of clinically relevant biomaterials. To facilitate clinically relevant 
studies on the cell-material interface, versatile and high resolution sample preparation 
techniques must be employed. 
 Focused ion beams (FIB) have most commonly been employed for materials 
science applications. Recently FIB has been developed as a powerful imaging and sample 
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preparation technique for biological specimens [18]. Multiple studies have used FIB to 
examine cross sections of biological samples, using different sample preparation 
techniques. Wierzbicki et al. used FIB milling to investigate the cell-material interface of 
fibroblasts cultured on glass slides with submicron topography [19]. Samples were stained 
and coated with resin to facilitate FIB milling and viewing of cellular components; 
however, processing with resin prevented top-down SEM imaging and morphological 
observations of the cell and surface. We have used an alternate approach, analyzing cell 
volume and attachment parameters by FIB milling serial cross sections of osteoblasts on 
smooth and clinically relevant micro-rough titanium substrates [20]. The number of and 
distance between surface attachments obtained by cross sectional analysis were correlated 
with quantitative cell morphology obtained by top-down SEM images and with gene 
expression. Morphological correlations were performed as an average over different 
experiments. While averaged correlations may be suitable for homogenous cell 
populations, it can introduce error from other experimental variables. Thus, correlation 
across the sample or even a specific cell is much more useful for analyzing cell-material 
interactions.  
 In this study, we present the first correlative light and electron microscopy analysis 
of osteoblasts on a clinically relevant, optically opaque biomaterial. We provide examples 
of multi-scale analysis and flexibility across multiple modalities, each providing unique 
information about the cell-material interface. 
 
4.2. Materials and Methods 
Surface manufacturing 
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 Substrates were disks 15mm in diameter and 1mm in height, which were laser 
sintered from Ti-6Al-4V powder as described previously [21]. Smooth surfaces were 
polished with aluminum oxide sandpaper (Norton Abrasive, Paris, France). Surfaces were 
etched for 90 minutes in a 10% solution of 1:1 maleic acid and oxalic acid (Sigma-Aldrich, 
Missouri, USA) in distilled water to achieve mesoscale roughness. Surfaces with 
hierarchical roughness were additionally blasted with calcium phosphate (proprietary, AB 
Dental, Ashdod, Israel) and acid etched to produce micro-roughness, and then acid etched 
to achieve mesoscale roughness followed by pickling to produce nano-roughness, as 
previously described [21]. 
Cell culture 
 A diagram of all steps and options for correlative analysis described in this study is 
presented in Figure 1. Calvarial osteoblasts were isolated from SD-Tg(UBC-
EGFP)2BalRrrc transgenic rats (Rat Resource and Research Center, Columbia, Missouri, 
USA) that express ubiquitous enhanced green fluorescent protein (EGFP) under the human 
ubiquitin-C promoter with the woodchuck hepatitis virus posttranscriptional regulatory 
element (WRE). GFP-osteoblasts were plated on disks in 24-well plate at a density of 
30,000 cells/cm2 (60,000 cells/well). Full medium (DMEM +10% FBS + 1% PenStrep) 
was changed 24 hours after plating. Medium was aspirated 48 hours after plating.  Wells 
were rinsed twice with 1mL of pre-warmed 1XPBS, which was then aspirated. Cells were 
fixed with 1mL of 4% paraformaldehyde in 1xPBS for 15 minutes, then rinsed with 1mL 
1xPBS. In order to observe actin filaments and nuclei, cells were incubated in 500µL 
1xPBS with 1:80 phalloidin 594 and 1:1000 Hoechst for 20 minutes in the dark, 
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respectively. Cells were rinsed again three times with 1xPBS.
 
Figure 4.1. Schematic of correlative microscopy workflow. (a) Cells are cultured on a 
clinically relevant biomaterial of interest, or an implant is placed in vivo. The cells or tissue 
are fixed and fluorescently stained for proteins of interest before (b) fluorescence and 3D 
z-stack imaging in LCM. After dehydration, samples are ready for (c) chemical analysis in 
EDX. Samples are sputter coated to increase conductivity for (d) SEM high resolution 
correlative imaging and FIB milling of cross sections. Cross sections are stained for (e) 
high resolution imaging at the biology-material interface in TEM.  
 
Sample fixation 
 Ti-6Al-4V disks were carefully mounted on 22x22mm glass coverslips (Zeiss, 
Oberkochen, Germany) with epoxy (Epoxicure 2 epoxy resin and hardener, Buehler, Lake 
Bluff, Illinois, USA). Epoxy resin was mixed with hardener at a ratio of 4:1. Pressure was 
applied on the edges of samples to secure them to the glass slide, and samples were allowed 
to dry overnight to allow the epoxy to cure. A small drop of epoxy was placed at one corner 
of the glass slide as a marker for orienting the sample during analysis. 
Surface roughness and fluorescence imaging 
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 Laser confocal microscopy was used to analyze surface roughness and image GFP 
fluorescence of cells on the surfaces. Samples were mounted onto a Shuttle and Find 
sample holder (Zeiss), with orientation noted by the epoxy location. Low magnification z-
stacks were taken using a 20x (Plan-Apochromat 20x/0.8 M27), 0.1µm step size, 0.6 zoom 
and 0.79µs pixel dwell time. High magnification z-stacks were taken using a 40x objective 
(LD Plan-Neofluar 40x/0.6 M27), 0.1µm step size, 0.6 zoom and 1.58µs pixel dwell time. 
Four separate tracks were used. Surface roughness was characterized at 405nm in reflection 
mode, cell GFP was imaged at 488nm, Hoechst staining for the nucleus was imaged at 
405nm, and phalloidin staining for actin was imaged at 594nm. Surface roughness was 
characterized using a 20x objective and analyzed using ZEN Blue software (Zeiss) with a 
bandpass filter wavelength of 100µm. Average surface roughness (Ra) was analyzed on 
three regions per sample, with at least two samples per group. Surface roughness values 
are reported as average ± standard deviation. During confocal imaging, samples were 
dampened with 1xPBS. A coverslip was secured to the sample with tape, making sure the 
tape only covered the edges of the coverslip and did not obstruct the sample view.  
Preparation for electron microscopy 
 Samples were dehydrated in increasing concentrations of ethanol for 2 hours each: 
15%, 30%, 45%, and then at least 1 hour each in 60%, 75%, 90%, 100%. Samples were 
immersed two more in fresh 100% ethanol for at least 1 hour, then exchanged in 1:1 100% 
ethanol and hexamethyldisilazane (HMDS) for 30 minutes in a fume hood. Samples were 
transferred to 100% HMDS for 30 minutes twice, then transferred to a vacuum dessicator 
to dry for at least 24 hours prior to electron microscopy.  
Energy dispersive x-ray spectroscopy 
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 Samples analyzed with EDX were not sputter coated prior to imaging. Regions of 
interest (ROI) previously characterized with LCM were relocated after stage calibration 
using the ZEN Shuttle and Find software package (Zeiss) in the Zeiss Auriga SEM/FIB 
system. EDX was performed with at a working distance of 9.5mm accelerating voltage of 
15kV. EDX maps were performed at a magnification of 260X. Prior to analysis, EDX was 
calibrated on pure copper tape and aluminum substrates. 
Scanning electron microscopy 
 Prior to scanning electron microscopy, samples were platinum-sputtered at 35µA 
for 90 seconds. Previously characterized regions of interest were located using the Shuttle 
and Find sample holder with electron microscopy adaptor in the Zeiss Auriga Zeiss 
FIB/SEM system. LCM and SEM correlative images were overlaid in Shuttle and Find 
software. Images were taken at a working distance of 4mm and accelerating voltage of 
4kV. 
Focused ion beam milling 
 FIB milling was conducted on a TESCAN LYRA 3 FEG-SEM/FIB system (Brno, 
Czech Republic) with a working distance of 9mm and 55° tilt. Regions of interest 
characterized previously by LCM and SEM were located using the Shuttle and Find system 
using a Zeiss Auriga Zeiss FIB/SEM (Zeiss). To locate regions across multiple SEM and 
FIB systems without Shuttle and Find, large “X” markers were FIB milled onto some 
samples. A layer of platinum (Pt) with a thickness of approximately 1µm was deposited at 
200pA, 30kV and with a 100µm aperture at the location of interest to provide mechanical 
stability during FIB milling. Initial milling was performed using a fast stair rectangle 
template at 5µA and 30kV in front of and behind the Pt-deposited region of interest to 
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expose the interface. Polishing was performed at 1µA and 30kV to thin sections between 
500nm-1µm, and the remaining side area attached to the substrate was milled away. A “U” 
cut was milled around the sides and bottom of the thin section to prepare for removal, 
leaving a small area attached for stability. The thin section was attached to a tungsten nano-
manipulator using platinum deposition. The thin section was then attached to the TEM grid 
with Pt deposition on both sides of the sample, and the area attached to the nano-
manipulator was removed by milling. Final polishing was performed on thin sections while 
attached to the TEM grid. This consisted of an initial milling decreasing from 1nA to 
200pA to 100pA and at 30kV to mill sections to a thickness of approximately 200nm. 
Secondary polishing was performed at 100pA to 50pA and at 10kV to further decrease 
sample thickness to approximately 100nm. Final polishing to prepare for TEM was 
performed at 20pA and at 5kV and decreasing to 1.5kV to limit sample damage. Samples 
for electron tomography (ET) were only milled to 200-300nm in thickness. 
Thin section contrast staining 
 Sections were stained to enhance contrast prior to further electron microscopy. 
Staining was conducted automatically using the Leica EM AC20 (Leica, Wetzler, 
Germany). Samples were double contrast stained for 20 minutes in 0.5% uranyl acetate, 
followed by 30 minutes in 3% lead citrate.  
Transmission electron microscopy (TEM) 
TEM was conducted with a Hitachi H7650 system (Hitachi, Tokyo, Japan) at 80kV and a 
Zeiss Libra 120 system (Zeiss) at 120kV.  
Electron tomography (ET) 
 57 
 ET was conducted with a Titan Krios system (FEI Company, Oregon, USA). The 
sample holder and section were cooled with liquid nitrogen before transferring to the 
microscope. Images were taken with a 300kV accelerating voltage using a Falcon direct 
electron detector at 29kX or 75kX magnification. Manual tracking was used to center each 
image. The sample tilt angle ranged from ±58°, at 2° when less than 20°, and at 1° for 
greater angles. Images were taken with exposure time of 1 second, dose of 1.03 electrons 
per square angstrom (Å2) and pixel size of 2.88 Å at 29kX magnification and 1.11 Å at 
75kX magnification. Tomographic reconstruction was conducted using IMOD software 
(University of Colorado at Boulder, USA) [22]. 
 
4.3. Results 
 Confocal imaging of GFP-cells showed a semi-confluent culture with 
heterogeneous cell morphology (Figure 4.2A). Cells were elongated and appeared to be 
nestled between surface features, with filopodia extending out to anchor the cell to the 
surface. SEM of the same location demonstrated that surface roughness was additionally 
punctuated by Ti-6Al-4V particles that were partially sintered (Figure 4.2B, C). Higher 
magnification confocal (Figure 4.2D) and SEM (Figure 4.2E) images were correlated 
(Figure 4.2F) to show greater detail of the cell and surface. Using this method, we were 
able to observe specific cell morphology corresponding to surface features.  
 Confocal imaging of GFP cells (Figure 4.2G) and SEM images of the same location 
(Figure 4.2H) on unsputtered surfaces were able to assess cell morphology on rough 
surfaces (Figure 4.2I). A ROI was then selected in SEM (Figure 4.2J) to yield a high 
magnification light-electron correlated image (Figure 4.2K). This image showed that cells 
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were generally elongated on the rough surface, but were rounder when attached to specific 
surface features. Additional analysis of material chemistry using the EDX feature in SEM 







Figure 4.2. Correlative light and electron microscopy (CLEM) of rat GFP calvarial 
osteoblasts on laser sintered Ti-6Al-4V substrates. Osteoblast were plated on surfaces for 
24 hours and imaged with (a) laser confocal microscopy and (b) scanning electron 
microscopy. (c) GFP fluorescence was superimposed on the correlated scanning electron 
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micrograph, with a region of interest (ROI) indicated within the red dashed lines. This ROI 
was enlarged to show the (d) GFP fluorescent osteoblasts, (e) electron micrograph of the 
surface roughness and (f) correlated. Osteoblasts were plated on surfaces for 72 hours and 
imaged with (g) confocal and (h) scanning electron microscopy and (i) correlated. An ROI 
indicated within the red dashed lines was imaged with (j) SEM to produce a (k) correlated 
light and electron micrograph. Samples were not sputtered prior to SEM, allowing for (l) 
EDX analysis of carbon content (in purple), which correlated with the presence of cells.  
 
 While cell morphology of GFP cells could be seen on CLM and SEM, correlation 
only provided limited additional information compared to using either method alone. 
However, by combining the two images it was possible to see how cell morphology related 
to the material surface. Moreover, LCM enabled identification of internal components of 
the cell, which were then correlated with SEM top-down images. GFP cells (Figure 4.3A) 
stained for actin (Figure 4.3B) and nuclei (Figure 4.3C) exhibited aligned actin fibers and 
normal distribution of nuclei within the cells. High magnification confocal images (Figure 
4.3D) were correlated with SEM images (Figure 4.3E) to produce an overlay image (Figure 
4.3F) which distinguished individual cells on the polished surface. Analysis of surface 
roughness using LCM enabled us to assess multi-scale roughness (Figure 4.3G), which 
showed that the surface possessed a relatively homogeneous micro-roughness with a z-
range within 70µm. The same region of interest was correlated with fluorescent cells on 
the same surface (Figure 4.3H). This provided quantitative information about surface 
micro-roughness for a typically qualitative SEM image. The images showed a 
homogeneous distribution of cells attached on rough surfaces, though with less confluence 
than on polished surfaces.  
 SEM was also used to further evaluate nano-roughness. Smaller regions of interest 
were magnified to create correlative LCM-SEM image overlays (Figure 4.3I), with 
progressive high resolution magnification to desired ROIs (Figures 4.3J, 4.3I) in SEM. 
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Using this approach, high magnification SEM images of cell filopodia were imaged on 
surface nano-features (Figure 4.3L). Osteoblasts cultured on rough surfaces exhibited more 
filopodia than on smooth surfaces. At high magnification, filopodia were observed 
spreading over the surface nano-roughness, while still adhering to the curvature of the 
micro-roughness.   
 The correlative imaging approach was used successfully to examine the interface 
between osteoblasts and Ti-6Al-4V surfaces produced by laser sintering, a form of additive 
manufacturing. Smooth surfaces possessed an average surface micro-roughness (Ra) of 
0.92±0.3 µm, and rough surfaces possessed a roughness of 7.6±1.1 µm. On smooth 
surfaces, the location of GFP osteoblasts (Figure 4.4A) correlated with that of EDX carbon 
mapping (Figure 4.4B). Confocal images were overlaid on SEM images at the same 
location (Figure 4.4C) to produce a correlative image (Figure 4.4D). A ROI (Figure 4.4D) 
was located with the FIB detector at a 55° tilt (Figure 4.4E) and a layer of Pt was deposited 
across the region to be milled (Figure 4.4F) to provide mechanical stability during milling. 
Trenches were milled around in front of and behind the section (Figure 4.4G). A “U” cut 
was milled around the section (Figure 4.4I) before attaching to the nano-manipulator 
(Figure 4.4I) and milling away the remaining section attached to the substrate. The section 
was attached to the TEM grid (Figure 4.4J) and final polishing was performed to prepare 
thin sections with approximately 100nm thickness (Figure 4.4K). Final lamellas were 
stained and imaged with TEM to observe the cell-material interface (Figure 4.4L). Sections 
were thin enough to view differences between the bottom patterned Ti-6Al-4V substrate, 
the lighter-colored cell on top of the substrate and the opaque Pt deposited on top of the 
cell.  
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 After the proof of concept was completed on smooth surfaces, more clinically 
relevant micro-rough surfaces were used. On rough surfaces, GFP osteoblasts (Figure 
4.5A) and SEM images of the same location (Figure 4.5B) were used to create a correlated 
overlay image (Figure 4.5C). A ROI (Figure 4.5C) was located with the FIB detector 
(Figure 4.5D) and a thin section was milled (Figure 4.5E). Final milling was performed 
after the thin section was attached to the TEM grid (Figure 4.5F). After staining, cellular 
components could be observed, but the section was too thick to observe the titanium 
substrate in TEM (Figure 4.5G). Higher magnification TEM images showed multiple 
layers and significant biological sample damage in the form of white semi-circular holes 
(Figure 4.5H, 4.5I). Unidentified cell organelles were observed as a results of contrast 
staining in the form of darker oval shapes in the cell. In addition, direct cell attachment was 
observed on the surface that followed the nano-scale surface contours. 
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Figure 4.3. Correlative light and electron microscopy of GFP osteoblasts with cytoskeletal 
staining after 24 hours on smooth and rough Ti-6Al-4V substrates. Cells plated on smooth 
surfaces were imaged with LCM and show (a) GFP of the entire cell, (b) the actin 
cytoskeleton and (c) cell nuclei. (d) All three fluorescent tracks were merged with the 
corresponding (e) scanning electron micrograph in a (f) correlative image. LCM was used 
to analyze (g) surface micro-roughness of rough Ti-6Al-4V substrates before (h) 
fluorescence imaging was performed of the cell (green), actin (red) and nucleus (blue). The 
ROI indicated within the red dashed lines was chosen for (i) correlation with SEM. Each 
ROI indicated within the red dashed lines in (i, j, k) was imaged at higher magnification in 
(j, k, l), respectively. A high magnification image obtained with SEM shows the (l) surface 




Figure 4.4. Complete correlative light and electron microscopy of osteoblasts on smooth 
sintered surfaces. (a) LCM of GFP osteoblasts plated on smooth Ti-6AL-4V surfaces, (b) 
chemical mapping performed in EDX, (d) SEM micrograph after platinum sputtering and 
(d) a correlated light-electron image. The region of interest indicated within the red dashed 
lines (e) was identified with the focused ion beam detector at a 52 degree tilt, and a red 
dashed line indicates the location to be prepared for TEM analysis. (f) Platinum was 
deposited atop the location to be milled to provide mechanical stability during milling, and 
(g) a section approximately 500nm thick was milled. (h) The perimeter was milled around 
the thin section to prepare for detachment, (i) the section was attached to a nanomanipulator 
by platinum deposition before the remaining edge was milled away. (j) The section was 
attached to a TEM grid by platinum deposition and (k) final milling was performed to 
reduce section thickness to less than 100nm. (l) TEM image shows the cell-material 
interface with high resolution.  
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Figure 4.5. Complete correlative light and electron microscopy of osteoblasts on rough 
sintered surfaces. (a) LCM of GFP osteoblasts plated on smooth Ti-6AL-4V surfaces, (b) 
SEM micrograph after platinum sputtering and (d) a correlated light-electron image. The 
region of interest indicated within the red dashed lines (d) was identified with the focused 
ion beam detector at a 52 degree tilt, and a red dashed line indicates the location to be 
prepared for TEM analysis. (e) A section approximately 1µm thick was milled. (f) The 
section was attached to a TEM grid by platinum deposition and final milling was performed 
to reduce section thickness to less than 200nm. TEM images shows the cell-material 
interface at (g) lower and (h, i) higher magnification with sample damage induced by the 






 To combine the entire process from CLM to electron tomography, GFP osteoblasts 
were additionally permeabilized and stained for actin and nucleus on rough surfaces 
(Figure 6A). This showed a heterogeneous cell morphology across the surface. Confocal 
images were correlated with SEM of the same location (Figure 6B) to produce an image 
overlay (Figure 6C). This correlation revealed a morphological preference for cells 
attaching to various surface features. Cells attached on a micro-scale surface feature tended 
to bridge across the feature, either onto another adjacent feature or onto the bulk surface 
below. Where there were no adjacent surface features, cells would spread and cover the 
entire surface feature. Cells attached on the bulk substrate exhibited a smaller but still 
elongated morphology. A ROI (Figure 6C) was located with the FIB detector, and platinum 
was deposited at the location to be milled (Figure 6D). A thin section was milled (Figure 
6E) and the final section, approximately 300nm in thickness, was attached to the TEM grid 
(Figure 6F). High voltage electron tomography was used to image the 3D volume of 
interest (Figure 6G), which was rotated to view depth of the sample and provide higher 
contrast at certain locations (Figure 6H). A volume of interest was selected at the cell-
material interface, and an additional high magnification tomography analysis was used to 
observe the interface. Individual planes are shown that span through the reconstructed 
tomogram thickness (Figures 6I-L).  Though sample damage was observed (thinner or 
nonexistent portions of the cell were lighter or white in color, respectively), high 
magnification tomography was still able to reveal structural changes in cellular 
organization at the interface (Figures 6I-L, middle portions). Because of increased sample 
thickness, the Ti-6Al-4V surface was opaque (Figures 6I-L, bottom). 
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Figure 4.6. Complete correlative light microscopy and electron tomography of osteoblasts 
on rough sintered surfaces. (a) LCM of GFP osteoblasts plated on smooth Ti-6AL-4V 
surfaces stained for actin (red) and nucleus (blue), (b) SEM micrograph after platinum 
sputtering and (d) a correlated light-electron image. The region of interest indicated within 
the red dashed lines was identified with the focused ion beam detector at a 52 degree tilt, 
and platinum was deposited on the area to be milled. (e) A section approximately 1µm 
thick was milled. After attachment to TEM grid, (f) final milling was performed to reduce 
section thickness to less than 400nm. The region of interest indicated within the red dashed 
lines was identified as a 3D volume (g) in electron tomography, and (h) could also be tilted 
for depth perspective. The volume of interest indicated within the red dashed lines was 
imaged using electron tomography at high magnification to show (i-l) changes in the cell-




 Our study demonstrates that single-cell correlative analysis can be achieved across 
multiple imaging modalities. This workflow is especially attractive because it overcomes 
previous limitations in surface and cell imaging for opaque materials. Initial quantitative 
surface roughness analyses at the micro-scale can be combined with high resolution 
imaging of individual filopodia on nano-rough surfaces. For titanium substrates with 
hierarchical surface roughness, these correlations can provide a glimpse into structural and 
biological mechanisms regulating osteoblastic differentiation and cell-material 
interactions. For other biomaterials, this method can be used to elucidate cell preference 
for specific surface structural or chemical features. This correlative platform method can 
also be enhanced for future “smart” material analyses.  
 Because this study highlighted different examples to show versatility and a concept 
of our novel correlative methods, we did not focus on one particular variable. The most 
obvious application of this method would be to correlate staining for focal adhesion 
proteins with attachment morphology and substrate topography. This could be done with 
the combined use of fluorescent staining and nanoparticle tags that would be observable in 
both light and electron microscopy [23, 24]. Advancements in high resolution 
characterization technology may also provide a biochemical map of single cells, which 
could be correlated with material and morphological information [25, 26]. While we can 
correlate TEM interface images with an individual cell or even its fluorescently imaged 
cytoskeletal structure in this study, we cannot definitely identify proteins to correlate with 
sites of attachment. We chose to section at edges of the cell to focus on these sites of 
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attachment, which also explains the low cell height and lack of major organelles, such as 
the nucleus, in our TEM images.  
 From top-down qualitative images from LCM and SEM, it is clear that 
morphological differences exist between cells grown on smooth or rough substrates. While 
exact cell type and surface chemical composition varied from a previous study in our lab 
that quantified these differences, our results still corroborate that osteoblasts are rounded 
and more spread out on smooth titanium substrates, and elongated on rougher substrates 
[20]. This comparison can be observed directly when comparing Figures 3F and 3I (images 
are presented at the same magnification). These morphological changes on smooth versus 
rough surfaces are correlated with the degree of osteoblast differentiation [27].  
 Cross sectional images of osteoblasts in SEM and TEM after FIB milling showed 
a much thinner osteoblast cross section on smooth compared to rough Ti-6Al-4V surfaces. 
While osteoblasts on polished smooth surfaces had a cross sectional thickness of 
approximately 100nm, osteoblasts on micro-rough surfaces had a thickness of 
approximately 500nm to 1µm, depending on the location of sectioning within the cell. This 
observation was consistent with previous quantification of FIB-milled osteoblast cross 
sections on smooth and micro-rough titanium surfaces, which showed that cross sectional 
osteoblast thickness was much higher for cells cultured on rough titanium surfaces 
compared to on smooth surfaces [20]. An enhanced presence of cell filopodia was also 
observed on micro-rough surfaces compared to on smooth surfaces, and cross-sectional 
images indicated that these projections fully engulfed the surface nano-features. This 
suggests that while surface micro-roughness may be responsible for osteoblastic 
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differentiation and maturation, nano-topography can be important for cell attachment and 
motility.  
 However, while our previous study noted that cells would “tent” over micro-rough 
surface features, in this study we observed a differential morphological preference of cells 
that was feature specific. Cells on partially sintered micro-particles would either tent across 
to another adjacent particle or the underlying surface, or wrap around the particle almost 
completely. We believe the site of initial cell attachment as well as the size and spacing 
between surface features may affect its decision to spread across the feature or remain 
covering the feature. We have shown this size-specific effect on cell bridging previously, 
where cells remained within 100µm diameter cavities but would anchor to adjacent cavities 
when they were reduced in diameter to 30µm [28]. Our laser sintered particles ranged 
between 25-45µm in diameter with variable spacing between partially sintered surface 
particles, and this accordingly resulted in a differential response in cell morphology. These 
observations indicate that cell attachment and morphology are sensitive to distinct micro- 
and nano-scale surface features.  
 Sample preparation is very important when imaging at the nano-scale. We chose 
GFP-cells to optimize the correlative approach because it did not require permeabilization 
of the cell membrane to stain for cytoskeletal components, which would compromise high 
resolution electron microscopy analysis. However, we still observed artefacts in the cell 
membrane. While HMDS has been shown to induce less cell shrinkage than critical point 
drying, research has also shown that increasing HMDS exposure time correlates with 
increased cell shrinkage [29]. In addition, handling of samples for confocal imaging, 
including mounting and creating an orientation marker using epoxy resin and securing a 
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coverslip with PBS for better optical resolution, may affect cells. Future work should 
include optimization of fixation and processing protocols to decrease these sample 
artefacts.  
 While providing a unique way to observe biological cross sections, FIB milling is 
still a destructive technique [18]. We chose to use FIB as a sample preparation technique 
rather than an imaging modality. This technique provides the flexibility to choose between 
traditional TEM and electron tomographical analysis of cross sections, depending on 
section thickness. In addition, samples for TEM could be analyzed multiple times (before 
and after staining, or for chemical or diffraction analyses) for future studies. This is a 
significant improvement from traditional TEM sectioning, which requires removal of the 
implant even when sectioning with diamond knives in an ultramicrotome [30]. 
 While ET can be useful for resolving thicker sections, it is also much more time 
consuming and very data intensive. A high resolution analysis of a nanometer-scale sample 
can easily take over 24 hours and require over 4 terabytes of data [31]. Even a “slice and 
view” automated FIB milling and viewing technique of a 90µm x 32µm x 2µm volume can 
take over 24 hours, though this may be preferable since processing and reconstruction can 
be completed in the same system [32]. Our method allows the user to analyze across 
different imaging modalities that would otherwise by incompatible. For example, 
correlative cryo-EM may require a cryo-light or focused ion beam milling electron 
microscope to preserve sample temperature [17, 33, 34]. Transportation or reanalysis of 
samples then also becomes a challenge. By fixing and sectioning samples at room 
temperature, the user can choose between FIB sectioning, SEM viewing, traditional TEM 
imaging or ET, without having to keep the sample vitrified during the entire process.  
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 Final milling of thin sections to the desired thickness was challenging due to the 
inhomogeneous nature of the samples. A curtaining effect can be observed even after fine 
milling in Figure 6F. While a thicker platinum deposition of approximately 2µm has been 
shown to decrease curtaining effects, the already existing rough topography of our samples 
will inadvertently introduce artefacts from an uneven disintegration of platinum during 
milling [33]. Another way to enhance FIB milling is by ultra-thin resin embedding of the 
sample, which provides mechanical stability during sectioning [35]. Studies have shown 
3D reconstruction of FIB milled cells with resolution as great as 3nm using resin 
embedding [18]. However, even a thin film of resin will obstruct nanotopographic features 
of the cell and substrate surface, so this method is recommended only when correlating 
between confocal and TEM, without consideration of top-down SEM imaging of surface 
topography.  
 The applications of this work are vast. First, our study shows the feasibility of 
evaluating the cell-material interface on almost any biomaterial, regardless of its optical 
properties. Second, this technique opens the door for dynamic and single cell analyses on 
these materials, which can provide insight into adhesion, migration and differentiation of 
wild type of compromised cells. Additional correlative analyses such as AFM, XPS or 
Raman spectroscopy could provide an even more comprehensive understanding of the 





 We present a correlative microscopy method that spans multiple imaging 
modalities that allows for multi-scale spatial analysis of the same cells on clinically 
relevant biomaterial surfaces. Using this method, we evaluated osteoblast morphology and 
interaction with smooth and micro-rough, laser sintered Ti-6Al-4V surfaces. This platform 
method can be used to further understanding of the cell-material interface and enhance 
design of future biomaterial surfaces. Future development of these methods can provide 




NOVEL HYDROPHILIC NANOSTRUCTURED MICROTEXTURE 
ON DIRECT METAL LASER SINTERED TI-6AL-4V SURFACES 
ENHANCES OSTEOBLAST RESPONSE IN VITRO AND 
OSSEOINTEGRATION IN A RABBIT MODEL  
In [Hyzy SL, Cheng A, Cohen DJ, Yatzkaier G, Whitehead AJ, Clohessy RM, Gittens RA, 
Boyan BD and Schwartz Z. Novel hydrophilic nanostructured microtexture on direct metal 
laser sintered Ti-6Al-4V surfaces enhances osteoblast response in vitro and 




 Osseointegration of implants into the jaw, hip, spine, or other bone is the ultimate 
clinical goal for endosseous implants. Titanium (Ti) is commonly used in bone-interfacing 
implants because of its desirable mechanical properties and ability to create a direct 
apposition with bone [107, 108]. Ti alloys such as titanium-aluminum-vanadium (Ti-6Al-
4V) are also popular and have shown success clinically[109]. The five-year success rate of 
dental implants has increased from 93.5% to 97.1% within the past decade, with higher 
survival and lower complication rates [110]. However, in dentistry and other orthopaedic 
fields, patient and clinical variability affect implant outcomes. High variability in implant 
survival exists for hip replacements, with an estimated 5 to 20% revision rate for patients 
with total hip arthroplasty [111]. Osseointegration rates are significantly lower in 
compromised patients including smokers, diabetics, or those with low bone density [112-
114]. In addition, an increasing number of cases require the use of custom or very specific 
implants. Although implants are made in a variety of shapes and sizes, the production costs 
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and waste associated with manufacturing a single custom implant can decrease patient 
desire for implant therapy. Thus, a more cost-effective method of producing orthopaedic 
and dental implants is necessary for a broad range of clinical cases and patient populations.  
Much progress has been made in orthopaedic and dental implant design within the 
past 20 years. During this time, our lab has focused on developing and characterizing new 
implant surfaces and understanding the physical parameters of these surfaces on biological 
response. Recently, the clinical implant research community gained an interest in additive 
manufacturing, touting it as a “game changer” in the field [115]. Direct metal laser sintering 
(DMLS) is an additive manufacturing technique that can be used to build custom 
orthopaedic and dental implants from Ti-6Al-4V powder [116]. Not only does this method 
save time, material, and money, but it also allows customized implants with micron-scale 
resolution [117]. Customized implants eliminate the need for further manipulation of the 
implanted material during surgery or piecing together multiple parts of material. Such 
advancements in manufacturing technology have shown positive results both in vitro and 
in animal models, and recently, these manufacturing methods have been implemented 
clinically [38, 116, 118, 119].  
From a scientific perspective, manipulating chemical and physical parameters can 
alter the biological response at the surface. For decades, scientists have tried to understand 
what factors are needed to optimize the surface for increased cell attachment, osteoblast 
differentiation, and ultimately osseointegration with the surrounding and new bone. Our 
lab has shown the importance of wettability, surface micro- and nano-roughness, and 
implant macro-structure in increasing osteoblast response to implant surfaces [7, 22, 104, 
120]. These factors influence protein adsorption and cell response at the implant surface, 
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but have also been shown to affect osteoblastic differentiation and formation of an 
osteogenic environment at sites distal to the implant [7, 40]. In addition, various animal 
models used by our lab and other labs continue to explore osseointegration of new surfaces 
in vivo to translate between mechanistic studies and clinical relevance [65, 118, 121].  
Although small rodents are commonly used for preclinical studies due to their low 
price and availability, implants or surfaces must be designed with smaller dimensions to 
conform to these models [65]. Rabbits are a larger animal model that can be used with 
clinically relevant implant sizes, with various studies validating implant placement in 
rabbit tibias or femurs [122-124]. Rabbits comprise 35% of all animal studies and are the 
most used model in musculoskeletal research [125]. 
In this study, we compared the biological response to Ti-6Al-4V surfaces and 
implants manufactured by either traditional milling using computer numerical control 
(CNC) technology or DMLS. We first compared osteoblast response to disks fabricated by 
CNC milling and then polished to yield a smooth surface (CNC-M) with disks fabricated 
by the laser-sintering technology (LST) followed by processing to generate smooth (LST-
M), grit blasted (LST-B), and grit-blasted/acid etched (LST-BE) surfaces. To determine if 
LST-BE implants were osteogenic in vivo, we compared their osseointegration with 
commercially available CNC-B implants in a rabbit model. We hypothesized that laser 
sintered surfaces would induce osteoblast differentiation in a roughness-dependent manner 
and that laser sintered implants with post-fabrication surface roughness would 
osseointegrate in a manner comparable to, if not better than, clinically used CNC-
manufactured and grit blasted implants. 
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5.2. Materials and Methods 
Surface Manufacturing 
All disks used for in vitro studies were 15mm in diameter and 1mm in height in 
order to fit snugly into wells in a 24 well plate. Grade 4 Ti-6Al-4V rods were cut using 
CNC milling and polished using aluminum oxide sandpaper (P240, Norton Abrasive, Paris, 
France) to yield a smooth surface (CNC-M). LST surfaces were sintered as disks as 
published previously[38]. Briefly, Ti-6Al-4V particles 24-45µm in diameter were sintered 
with a Ytterbium fiber laser (EOS, EmbH Munchen, Germany) using a scanning speed of 
7ms-1, wavelength of 1054nm, continuous power of 200W, and laser size of 0.1mm. LST-
M surfaces were polished as above to produce a smooth surface. LST-B surfaces were 
blasted with calcium phosphate particles in a proprietary method (AB Dental, Ashdod, 
Israel). LST-BE surfaces were laser sintered, blasted with calcium phosphate particles and 
then acid etched for 90 minutes in 10% of a 1:1 ratio of maleic and oxalic acids (Sigma-
Aldrich, St. Louis, MO, USA) in distilled water. All disks and implants were generously 
provided as a gift from AB Dental.  
Scanning Electron Microscopy 
 Scanning electron microscopy (SEM, Hitachi SU-70, Tokyo, Japan) was used to 
obtain low and high magnification images of surfaces and implants. Images were taken at 
an accelerating voltage of 4kV, objective aperture of 30µm, and a working distance of 
4mm. Various magnifications were used to image locations across samples and the most 
representative images chosen for each sample. High magnification images were used to 
qualitatively assess surface nano-roughness.  
X-ray Photoelectron Spectroscopy 
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 The surface chemical composition was determined by X-ray photoelectron 
spectroscopy (XPS, ThermoFisher ESCAlab 250, Waltham, MA, USA). Survey scans 
were taken using an Al-Kα X-ray source and a spot size of 500µm. 6 locations were 
surveyed for each implant, with two implants per group analyzed for a total average across 
n=12 locations.  
X-ray Dispersive Spectroscopy 
 Chemical analysis was performed by energy dispersive X-ray spectroscopy (EDX, 
Hitachi SU-70, Tokyo, Japan) at an accelerating voltage of 15kV and a working distance 
of 15mm. Scans were performed for 50 seconds, and atomic percentages were recorded as 
the average of 6 scans per group. 
Laser Confocal Microscopy 
 Laser confocal microscopy (LCM, LEXT OLS4000, Olympus, Center Valley, PA) 
was used to assess average surface micro-roughness (Sa) and peak to valley height (Sz). 
Scans were taken over a 644µm2 area with a 20x objective and 0.5µm step size. A cutoff 
wavelength of 100µm was used to exclude effects of waviness. Three measurements were 
taken per sample, with two samples per group analyzed (n=6).  
Contact Angle and Immersion Analysis 
 Wettability of surfaces was assessed through sessile drop contact angle. A 4µL drop 
of distilled water was deposited on surfaces using a goniometer (Rame-hart model 200, 
Succasunna, NJ) and was analyzed with DROPimage (Rame-hart). For hydrophilic 
samples, surfaces were dried for 1 minute with flowing nitrogen between measurements. 
Five drops were analyzed per sample, with two samples per group (n=10). Reported 
measurements are the mean and standard deviation of the left and right contact angles for 
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each group. Images of implant immersion into distilled water were captured to evaluate 
implant wettability qualitatively[69].  
Cell Culture 
 A cell culture model established by our lab for analyzing osteoblast response to 
clinically relevant surfaces was used to assess cell response to laser sintered surfaces[9, 
126]. MG63 osteoblast-like cells (ATCC, Manassas, VA) or normal human osteoblasts 
(NHOst, Lonza, Walkersville, MD) were plated onto tissue culture polystyrene (TCPS), 
CNC-M, LST-M, LST-B, and LST-BE surfaces at a density of 10,000 cells/cm2.  MG63 
cells were used before passage 15 while NHOsts were between passage 4 and 7. Cells were 
cultured in Dulbecco's modified Eagle's medium supplemented with 10% fetal bovine 
serum (Life Technologies, Carlsbad, CA), 50 U/mL penicillin, and 50 µg/mL streptomycin 
in a 24 well plate. Cells were fed 24 hours after plating and every 48 hours thereafter until 
cells reached confluence on TCPS (approximately five days after plating for MG63 cells 
and seven days for NHOsts). The medium was replaced at confluence. All statistical 
analyses for in vitro studies were conducted using one-way analysis of variance (ANOVA) 
with Bonferroni-post correction and a p value of less than 0.05 indicating significance. 
Secreted Factors Analysis 
 At 24 hours post-confluence, conditioned media were collected, cell monolayers 
were rinsed twice with PBS and lysed in 0.05% Triton X-100, and both were frozen 
overnight before analysis. Cell lysates were homogenized by sonication. DNA content 
(QuantiFluor, Promega, Madison, Wisconsin) and alkaline phosphatase specific activity 
(p-nitrophenol release from p-nitrophenyl phosphate at pH 10.25, normalized to the protein 
content of lysate) were measured.  
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 Culture supernatants were used to quantify protein release by cells. Enzyme-linked 
immunosorbent assays were used to quantify osteocalcin (Alfa Aesar, Ward Hill, MA), 
osteoprotegerin (OPG, R&D Systems, Minneapolis, MN), vascular endothelial growth 
factor A (VEGF, R&D Systems), fibroblast growth factor 2 (FGF2, R&D Systems) and 
bone morphogenetic protein 2 (BMP2, PeproTech, Rocky Hill, NJ) following 
manufacturer’s instructions. Immunoassay results for each culture were normalized to total 
cell number. 
mRNA Analysis 
 In a separate set of culture, cells for mRNA analysis were incubated with fresh 
media for 12 hours after cells reached confluence on TCPS. TRIzol® was used to isolate 
RNA according to manufacturer’s instructions and reverse transcribed into cDNA (High 
Capacity cDNA Kit, Life Technologies, Carlsbad, CA). The cDNA was used for 
quantitative real-time polymerase chain reaction (qPCR) with SYBR Green (Life 
Technologies). Known dilutions of cDNA were used to generate standard curves and 
mRNA of integrin subunits α2 (F: ACTGTTCAAGGAGGAGAC; R: 
GGTCAAAGGCTTGTTTAGG) and β1 (F: ATTACTCAGATCCAACCAC; R: 
TCCTCCTCA TTTCATTCATC), and were normalized to the expression of 
glyceraldehyde 3-phosphate dehydrogenase (GAPDH, F: GCTCTCCAGAACATCATCC; 
R: TGCTTCACCACCTTC TTG).  
Implant Manufacturing 
 All implants were 3.7mm in diameter and 8mm in length and manufactured by AB 
Dental. Commercially available machined implants were fabricated using a traditional 
CNC manufacturing process and treated with a proprietary bioresorbable blasting method 
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(AB Dental, Ashdod, Israel) to induce surface roughness (CNC-B). LST implants were 
laser sintered from Ti-6Al-4V powder as described above, blasted with calcium phosphate, 
and subsequently acid etched in the same manner used to generate LST-BE disk surfaces. 
All implants were sterilized with 2.5 Mrad of gamma radiation before use.  
Surgical Procedure 
 Skeletally mature, male New Zealand white rabbits weighing 4±0.25 kg were 
obtained from Harlan Laboratories (Rossdorf, Germany). Each rabbit received two 
implants: a CNC-B implant placed in its left femur, and an LST-BE implant placed in its 
right femur. Rabbits were given full anesthesia through flowing isoflurane. A 3cm skin 
incision was made laterally at the distal femur, and muscle and soft tissue were separated. 
Drilling was carried out at low speed and was accompanied by physiological saline 
irrigation. CNC-B implants were placed transaxially in the distal right femur, and LST-BE 
implants were implanted into the contralateral (left) femur. Each rabbit received one 
implant in each femur, with eight animals per time point and analysis. The cover screw 
remained above bone level, periosteum and muscle was reapproximated, and a simple 
running suture technique was used to close the surgical site skin incision.  Animals were 
euthanized three or six weeks after implantation. Implants and surrounding bone were 
harvested for microcomputed tomography (microCT), histomorphometry, and mechanical 
testing (described below). The Animal Research Committee approved animal protocols at 
the University of Goethe (Frankfurt, Germany) and guidelines for the care and use of 
laboratory animals were observed. Statistical analysis of the histologic assessment of bone-
implant contact was conducted using one-way ANOVA and Tukey’s tests with a p-value 
of 0.05. Student’s t-test, with a p-value of 0.05 indicating significance was used for 
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comparison between two groups in the histologic assessment, microCT, and mechanical 
testing. 
Histology 
Animals were euthanized at each time point, and femurs were harvested and then 
were fixed in 10% neutral buffered formalin. Eight implants were examined for each 
condition, and six implants measured for 3 week machined implants. Samples were 
embedded in methyl methacrylate. Histological sections longitudinal to the implant and 
transaxial to the animal were obtained from each sample (Histion LLC, Everett, WA, 
USA). Each section was stained using Stevenel’s Blue [127-129].  
Slides were imaged using transmitted light bright field on a Zeiss Observer Z1 
(Oberkochen, Germany) microscope equipped with a 10x objective and 10x optical zoom. 
Images were captured by an AxioCam MRc5 camera and were analyzed with Zeiss ZEN 
Pro Blue Edition software. The trabecular and cortical perimeter of each implant were 
measured using the curve (polygon) tool; the perimeter of the implant directly adjacent to 
the cortical bone was measured as cortical perimeter and the remainder as trabecular bone. 
Bone-implant contact (BIC) was assessed in three measurements: trabecular BIC, cortical 
BIC, and total BIC.  Contact percentage was found by dividing the length of contact in the 
cortical and trabecular regions by the cortical and trabecular perimeters, respectively. The 
total BIC was calculated by summing both lengths of contact and dividing by the total 
perimeter of the implant.  
MicroCT Analysis 
 Micro-computed tomography (microCT, Bruker SkyScan 1173, Kontich, Belgium) 
was performed on rabbits three and six weeks after implantation. 8 implants were examined 
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for each condition, and 6 implants measured for 3 week machined implants. Samples were 
scanned at a resolution of 1120x1120 pixels, using a 1.0mm aluminum filter, a source 
voltage of 130kV, source current of 61µA, image pixel size of 18.69µm, exposure of 
350ms, rotation step of 0.1o and averaging and random movement correction every ten 
frames. A standard Feldkamp reconstruction was performed on a subset of samples using 
NRecon software (Bruker, Kontich, Belgium) with a Gaussian smoothing kernel of zero 
and a beam hardening correction of 12%. Bone-implant contact was determined by 
analyzing reconstructed scans in CTAn image analysis software (Bruker, Kontich, 
Belgium). Sagittal cross sections were thresholded to analyze implant volume within a 
25µm radius of the inner periphery. The image was then thresholded again to remove the 
implant by shrink wrapping the region of interest and despeckling the image. The bone 
volume within a 25µm radius of the outer implant periphery was then analyzed by 
thresholding and de-speckling the region of interest. The quotient of the bone volume and 
implant volume, multiplied by 100, was calculated as the total bone-implant contact (BIC).  
Mechanical Testing 
 Pull out testing was performed as a commonly used technique for evaluating 
mechanical properties of implant osseointegration in a rabbit femur model (MTS Insight 
30; MTS Systems Corp., Eden Prairie, MN, USA)[130]. In contrast to evaluating bone 
contact at the interface with torsional testing, pull out testing evaluates the quality of new 
bone formation around the implant[131]. A custom abutment fabricated by AB Dental was 
screwed completely into the implant and then was pulled at a crosshead speed of 5 mm/min 
according to ASTM standard 543-13. Axial pullout strengths were recorded and the load 
was monitored for force at failure (N). Three animal-matched pairs of implants were 
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examined three weeks after implantation and five pairs of implants were examined 6 weeks 
post-implantation.  
 
5.3. Results  
Surface Roughness and Topography 
 All surfaces showed varying degrees of surface roughness. CNC-M and LST-M 
surfaces were smooth at both the micro- and nanoscale (Figure 1A, B). Both LST-B and 
LST-BE surfaces possessed similar micro-roughness and homogenously distributed 
nanostructures (Figure 1C, D). LCM analysis showed increasing average surface roughness 
(Sa) for CNC-M (1.42 ± 0.10µm), LST-M (1.71 ± 0.05µm), LST-B (2.39 ± 0.28µm) and 
LST-BE (2.94 ± 0.32µm) (Table 5.1). In the same manner, peak to valley height (Sz) 
increased for CNC-M (28.59 ± 3.61µm), LST-M (35.26 ± 11.59µm), LST-B (49.40 ± 
8.61µm) and LST-BE (57.66 ± 7.33µm). Though blasting with calcium phosphate and acid 
etching both resulted in increased Sa and Sz compared to smooth surfaces, the increase of 
roughness on LST-B surfaces compared to LST-M was larger than the increase in 






Figure 5.1. SEM micrographs of CNC-M (A), LST-M (B), LST-B (C) and LST-BE (D) 
surfaces used for in vitro studies. A low magnification view shows micro-roughness (top) 
and high magnification view shows nano-roughness (middle). CNC-M surfaces were cut 
from a rod (A bottom), while LST-M, LST-B and LST-BE surfaces were produced by laser 
sintering with further surface treatment (B-D bottom). 
 
 







 Elemental composition analysis by EDX showed a prominence of Ti, followed by 
Al and V elements on all surfaces (Table 5.2). Ti, Al, and V were present on CNC-M, LST-
M, and LST-BE surfaces at similar levels (Table 5.3). However, LST-B surfaces had 
reduced Ti, Al and V and a more O compared to other surfaces.  
Sample Average (Sa) [µm] Peak-to-Valley Height (Sz) [µm] 
CNC-M 1.42 ± 0.10 28.59 ± 3.61 
LST-M 1.71 ± 0.05 35.26 ± 11.59 
LST-B 2.39 ± 0.28 49.40 ± 8.61 
LST-BE 2.94 ± 0.32 57.66 ± 7.33 
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Table 5.3. XPS elemental analysis 
Sample 
Concentration [Atomic % ± SD] 
Ti O C F P Al Si 
CNC-B 14.5 ± 1.2 51.1 ± 2.7 26.3 ± 4.3 2.2 ± 1.9 2.8 ± 1.4 1.7 ± 1.8 1.3 ± 1.4 
LST-BE 9.4 ± 1.7 39.1 ± 1.7 39.5 ± 9.1 8.1 ± 4.2 -- -- -- 
 
Surface Wettability 
 Contact angle measurements showed that LST-B had significantly lower contact 
angle and, therefore, higher surface wettability, compared to all other surfaces (Table 5.4). 
The contact angles of CNC-M (108±8o) and LST-M (111±5o) were not significantly 
different from each other. However, micro-rough LST-B and LST-BE surfaces were 
hydrophilic with contact angles of less than 20o and 25±7o, respectively.  
 





Concentration [Atomic % ± SD]  
Ti Al V O 
CNC-M 86.6 ± 1.1 9.3 ± 1.2 4.0 ± 0.2 -- 
LST-M 87.1 ± 1.1 8.9 ± 1.4 4.0 ± 0.3 -- 
LST-B 59.1 ± 1.5 5.8 ± 0.5 2.5 ± 0.1 32.6 ± 1.6 
LST-BE 87.8 ± 0.5 8.3 ± 0.7 3.9 ± 0.2 -- 
Sample Contact Angle (°) ± SD 
CNC-M 108 ± 8 
LST-M 111 ± 5 
LST-B <20 
LST-BE 25 ± 7 
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In Vitro Cell Response 
 DNA was higher in MG63 cells cultured on LST surfaces than on CNC-M (Figure 
2A). Alkaline phosphatase specific activity (Figure 2B), osteocalcin (Figure 2C), 
osteoprotegerin (Figure 2D), FGF2 (Figure 2F), and BMP2 (Figure 2G) were higher in 
MG63 cells on LST-B and LST-BE surfaces than cells on smooth (CNC-M and LST-M) 
surfaces. VEGF was only higher on LST-BE surfaces in comparison to M and LST-M 
surfaces (Figure 2E). mRNA levels of ITGA2 (Figure 2H) and ITGB1 (Figure 2I) increased 
on LST-B and LST-BE surfaces in comparison to CNC-M surfaces, but there was no 
difference in expression due to the acid etched surface.  
While MG63 and NHOst responded similarly on the surfaces examined, the 
response varied for the specific factors measured. Osteocalcin secreted by NHOst was 
higher on all LST surfaces in comparison to CNC-M, and was higher on LST-B and LST-
BE surfaces compared to LST-M surfaces (Figure 3A). OPG was increased on LST-B and 
LST-BE in comparison to CNC-M and LST-M surfaces (Figure 3B). VEGF was increased 
on LST-B and LST-BE surfaces in comparison to CNC-M and LST-M surfaces, and was 
significantly higher on LST-BE surfaces in comparison to LST-B surfaces (Figure 3C). 
BMP2 was higher on LST-B and LST-BE surfaces than on M and further increased on 
LST-BE surfaces in comparison to LST-B surfaces (Figure 3D).  
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Figure 5.2. MG63 cell response to CNC-M, LST-M, LST-B and LST-BE surfaces. DNA 
content (A) and alkaline phosphatase specific activity (B) were analyzed in cell lysates. 
Osteocalcin (C) vascular endothelial growth factor A (D), fibroblast growth factor 2 (E), 
and bone morphogenetic protein 2 (F) were measured in cell-conditioned media. mRNA 
levels of ITGA2 (G) and ITGB1 (H) were measured analyzed in cell media 24 hours after 
confluence. p<0.05, * vs. CNC-M, ^ vs. LST-M, # vs. LST-B. 
 
 
Figure 5.3. NHOst cell response to CNC-M, LST-M, LST-B and LST-BE surfaces. 
Osteocalcin (A), osteoprotegerin (B), vascular endothelial growth factor (C) and bone 
morphogenetic proteins (D) were upregulated on LST-B and LST-BE surfaces. p<0.05. * 
vs. CNC-M, ^ vs. LST-M, # vs. LST-B. 
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Implant Surface Roughness 
 CNC-B implants were manufactured by a traditional CNC manufacturing process, 
and LST-BE implants were manufactured via laser sintering. CNC-B and LST-BE implants 
underwent different surface treatments; however, both implants possessed micro- and 
nano-roughness (Figure 4A, B). Although micro-roughness was similar for CNC-B and 
LST-BE implants, nano-roughness was quite different. LST-BE implants possessed 
distinct nanostructures on the surfaces while CNC-B implants did not have such distinct 
nanofeatures.  
Implant Surface Chemistry 
 Surface chemistry analysis by XPS showed mainly Ti, O, and C on implant 
surfaces, with less than 3% of F, P, Al and Si detected on CNC-B implants only (Table 4).  
Implant Wettability 
 Sessile drop contact angle on the coronal, non-threaded portion of the implant 
showed a relatively more hydrophobic surface on CNC-B implants (85±2o) compared to 
LST-BE implants (<20o) (Figure 4C). Immersion of implants into distilled water showed a 
similar trend (Figure 4D). Water was drawn up the sides of the LST implant when 
immersing, indicating a hydrophilic surface. When pulling the implant out of water, more 











Figure 5.4. Scanning electron micrographs showing macro (top), micro (middle) and nano-
roughness (bottom) of CNC-B (A) and LST-BE (B) implants. Sessile drop contact angles 
of CNC-M (left) and LST-BE (right) implants (C) and immersion analysis of wettability. 
 
Histology 
 Histological analysis of CNC-B and LST-BE implants at three weeks (Figure 5A) 
and six weeks (Figure 5B), revealed differences in BIC values for each implant. BIC for 
LST implants was found to be significantly higher than in the machined implants at both 
the three week and six week time points (Figure 5C, D). Cortical BIC at three weeks was 
significantly lower than total or trabecular BIC for both CNC-B and LST-BE implants, 
although there were no differences in trabecular BIC at three weeks. Total BIC in the LST-
BE group was statistically higher than that in the machined group at six weeks. Trabecular 
BIC of LST-BE implants was significantly lower than total BIC at six weeks but was not 
significantly different from trabecular BIC of CNC-B implants. Cortical BIC values for 




Figure 5.5. Histology stained with Stevenel’s Blue of CNC-B implants (left) and LST-BE 
implants (right) implanted in rabbits after 3 (A, n= 6-8) and 6 weeks (B, n=8). Bone to 
implant contact analyzed via histology images after 3 weeks (C) and 6 weeks (D) of 
implantation. Scale bars are 670µm. 1 way ANOVA with Bonferroni correction, p<0.05, 
* vs. Total, ^ vs. Trabecular. Unpaired t-test, p<0.05, # vs. CNC-B implant. 
 
MicroCT Analysis 
 Osseointegration was achieved for both implant groups, and was compared using 
microCT analysis. BIC values obtained through microCT analysis were not significantly 
different between machined and LST-BE implants at three and six weeks (Figure 6A-D). 
Additional analysis conducted on the superior cortical, trabecular, and inferior cortical 
regions of implants showed no difference in BIC values between CNC-B and LST-BE 
implants at six weeks (Figure 6E).  
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Figure 5.6. Bone to implant contact values after 3 weeks (A, n=6-8) and 6 weeks (C, n=8) 
of implantation. MicroCT sagittal (B) and transaxial (D) cross sectional images of CNC-B 
(left) and LST-BE (right) implants after 6 weeks of implantation. Superior cortical (top), 
trabecular (middle) and inferior cortical (bottom) regions were analyzed for bone to 
implant contact as well (E). 
 
Mechanical Testing 
 The femur specimen was fixed in a custom-fabricated test device with the implant 
aligned to the machine axis to ensure that no bending moment was created during the test 
(Figure 7A). Pullout mechanical testing revealed no significant differences between failure 
forces for CNC-B and LST-BE implants after three (Figure 7B) and six (Figure 7C) weeks. 
Values at three and six weeks for each implant type were comparable, with strong implant 
to bone stability.  
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Figure 5.7. A schematic of pull out mechanical testing of implants (A). Force at failure at 
3 (B, n=3 implants/type) and 6 weeks (C, n=5 implants/type) after surgery in rabbits. 
Unpaired t-test showed no difference between CNC-B and LST-BE implants. 
 
5.4. Discussion 
 Advanced manufacturing technologies such as laser sintering can produce Ti-6Al-
4V constructs with potential use in the dental and orthopaedic implant industries. In this 
study, laser sintering was used in conjunction with surface treatments to produce novel Ti-
6Al-4V implant surfaces and implants with hierarchical micro- and nano-roughness and 
hydrophilicity that increased osteoblast response in vitro and osseointegration in vivo. Our 
results indicate that additive manufacturing is a viable method for producing dental 
implants leading to enhanced biological response, even when compared to a traditionally 
manufactured, currently used commercial implant.  
Surface characterization of disks revealed a unique hierarchical micro-/nano-
roughness of LST-BE surfaces with post-processing treatments. Although both blasting 
(LST-B) and blasting plus acid etching (LST-BE) resulted in this roughness, LCM analysis 
of roughness values showed higher Sa and Sz values for LST-BE surfaces than LST-B 
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surfaces. Because surface micro-roughness was beyond the z-limit of currently existing 
atomic force microscopes, nano-roughness could be observed only qualitatively via SEM 
images[132]. In this study, all laser sintered surfaces were post-processed to remove any 
residual particles or debris remaining from the sintering process and to create a more 
homogeneous surface roughness that has been shown to result in better biological 
response[38, 116]. The combination of micro- and nano-roughness on titanium and Ti-6Al-
4V has been shown to increase osteoblast maturation, differentiation and local factor 
production in vitro, and other studies have shown hierarchical roughness and hydrophilicity 
to be important for increasing osseointegration in animal models as well[9, 22, 25, 51, 133-
135].  
LST-B surface contained much higher levels of oxygen than any other surface, 
indicating an increased oxide layer that was a result of the calcium phosphate blasting 
process. Studies have shown that oxygen retention can occur during the sintering process, 
even within an enclosed argon chamber [136]. Though grit blasting may have exposed 
these oxygen-rich sites, acid etching was able to alter the surface oxide. Traditionally, 
strong sulfuric and hydrochloric acids have been used to etch titanium surfaces to induce 
micro-roughness [137]. Additional aging over time in saline solution or a second oxidation 
processing step was required to overlay nanostructures on existing micro-roughness [9, 27, 
133]. In this study, we were able to introduce both micro- and nano- roughness in just one 
etching step. Maleic and oxalic acids are commonly used to etch human enamel and dentin 
[138], but this is the first report of the combination used to etch titanium. Although not 
characterized in this study, material mechanical properties can differ for cast and laser 
sintered Ti-6Al-4V [117]. As hardness and tensile strength can be directly affected by the 
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thickness of the oxide layer, differences in mechanical properties may also be implicated 
in the biological response [139].  
In vitro studies suggest that LST-BE surfaces possess unique surface characteristics 
that increase osteoblast differentiation and maturation at the implant site, contribute to the 
differentiation of cells distal to the implant surface, contribute to the bone remodeling 
process by decreasing osteoclast resorption, and enhance blood vessel formation to further 
bone formation. Our lab has pioneered the MG63 cell line as a model for evaluating 
osteoblast response to surface topography and wettability, showing enhanced maturation 
for increasing surface roughness and hydrophilicity [9, 104, 140, 141]. In this study, 
osteoblasts responded to surfaces in a maturation-dependent manner.  
Osteocalcin, a late marker of osteoblast differentiation, has been shown to be 
regulated by both surface roughness and hydrophilicity in MG63 cells [39]. While 
immature osteoblast-like MG63 cells increased osteocalcin protein production on micro-
/nano-rough, hydrophilic LST-B and LST-BE surfaces than on the smoother CNC-M and 
LST-M surfaces, the cells were not able to differentiate between the small changes in 
roughness between the surfaces examined. In contrast, mature NHOsts were more sensitive 
to small roughness changes in the absence of hydrophilicity, showing increased osteocalcin 
production on LST-M surfaces compared to slightly smoother CNC-M surfaces. However, 
NHOst osteocalcin production did not differ on the hydrophilic LST-B and LST-BE 
surfaces possessing a similar magnitude change in surface roughness.  
Surface effects on OPG, a RANKL decoy receptor, for both cells were similar. 
Increased levels of OPG on rough surfaces suggest that surface roughness by itself can 
affect bone remodeling. By decreasing RANKL binding, secretion of OPG can inhibit 
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osteoclast activity for increased net bone formation by osteoblasts. The increase in OPG 
on rough surfaces has been attributed to a similarity of surface micro-/nano- features with 
resorption pits in bone, indicating a possible explanation for the response to rough LST 
surfaces in our study [142].  
VEGF production by NHOsts showed a much more robust response to hierarchical 
surface roughness and hydrophilicity in comparison to VEGF production by MG63 cells. 
These results suggest that VEGF may play a more active role later in osteoblast maturation, 
contributing to continued blood vessel formation and bone integration. BMP2 expression 
in NHOst cells showed a differential response to small changes in roughness on hydrophilic 
surfaces LST-B and LST-BE while expression of MG63 cells was similar for both 
hydrophilic surfaces. Expression of these local factors is important for enhancing 
osteoblastic differentiation of mesenchymal stem cells distal to the implant, as our group 
has shown previously [7]. Taken together, our in vitro results align with previous 
observations that a more robust response to nanotopography by mature osteoblasts in 
comparison to undifferentiated mesenchymal stem cells, with this effect able to be 
modulated by surface wettability [22, 133].  
Cell surface integrin receptors mediate cell response to biomaterials. In particular, 
integrin α2β1 has been shown to play a significant role in the osteoblast and mesenchymal 
response to titanium surface roughness, though different integrin profiles may play a role 
depending on cell lineage [7, 34, 56]. In this study, we analyzed mRNA expression of α2 
and β1 integrin subunits, showing increased expression of both these subunits on rough 
LST-B and LST-BE surfaces compared to smooth CNC-M surfaces. The similar 
expression profiles of α2 and β1 corroborate our theory that α2β1 is responsible for 
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osteoblast maturation and differentiation on micro-rough surfaces. The presence of 
hierarchical micro-/nano-roughness on our LST-B and LST-BE suggests that α2β1 
mediates cell response to surfaces at the nanoscale as well.  
A variety of animal models have been used to study osseointegration of laser 
sintered implants [121, 143, 144]. We opted to use a rabbit model to compare 
osseointegration of LST-BE implants with osseointegration of CNC-B implants, which are 
used clinically. Although rabbits possess differences in bone structure and remodeling in 
comparison to humans, including a venous plexus within the tibial cortical bone, they have 
shown similar responses to implant roughness that are seen clinically, and are the most 
commonly used model for dental implant evaluation [17, 145-148]. Due to faster skeletal 
change and bone turnover rates in rabbits compared to humans, studies have shown 
accelerated healing at four weeks [149, 150]. To address the fact that most commonly 
implants are used in adult humans, we used a fully mature rabbit for the present study. 
We evaluated BIC values at three and six weeks to understand the effects of implant 
manufacturing and differences in surface roughness on early events in osseointegration. 
Other studies evaluating osseointegration of implants placed in a similar femoral model in 
rabbits show new trabecular bone formation by four weeks, with continued bone 
remodeling and growth up to 42 weeks after implantation [151, 152]. Though our study 
ended at six weeks, other studies have shown predictive osseointegration results in rabbits 
as early as two weeks after implantation [147]. It is possible that differences may have been 
observed at earlier time points. As with any small animal model where the implant cannot 
be placed directly in the jaw, mechanical loading will be different [145]. We believe that 
our model is valid for comparing osseointegration of endosseous implants and can be 
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indicative of clinical outcomes. While BIC values showed improvement in 
osseointegration of LST-BE implants in comparison to CNC-B implants, further studies in 
disease challenged animal models or at longer time points may be necessary for elucidating 
the superiority of novel LST implants for improving osseointegration in compromised 
cases.  
Although microCT evaluation of BIC has been compared to histomorphometric 
analysis with promising results, metal artifacts due to scattering continue to be a 
confounding factor in accurate microCT analysis [153-155]. We considered BIC values 
from both sources and found that histomorphometric analysis was more reliable in 
describing bone formation during the early stages of osseointegration. Although total BIC 
was not significantly different between CNC-B and LST-BE implants at three weeks, a 
higher amount of cortical bone was seen in LST-BE implants compared to CNC-B 
implants. The change in the composition of trabecular and cortical bone between three and 
six weeks was evident as well, which was observed at the same time points in a similar 
implantation model [156]. Total BIC values were higher for LST-BE implants compared 
to CNC-B implants at six weeks, with a significantly reduced trabecular LST BIC 
compared to total BIC. This reduction was not seen in either implant group at three weeks, 
suggesting increased bone remodeling of LST-BE implants during the osseointegration 
process as compared to that of CNC-B implants.  
Differences in BIC values can also be attributed to the analysis in different planes. 
BIC analysis was performed on sagittal cross sections throughout the entire implant for 
microCT, whereas analysis was carried out on transaxial cross sections for histology. 
Mechanical testing was performed to verify osseointegration of implants further. Similar 
 98 
pullout forces for both implants indicate that LST-BE implants achieved good mechanical 
stability, which was comparable to that of the commercially used CNC-B implant. These 
results suggest that LST-BE implants are similar to, if not better than traditional CNC-B 
manufactured implants. The enhanced biological response can be attributed to the LST-
BE’s unique surface properties and ability to promote osteoblast maturation and 
differentiation at and distal to the surface, influence bone remodeling and increase blood 
vessel formation for increased osseointegration. 
 
5.5. Conclusion 
Laser sintering is an additive manufacturing technique that can produce Ti-6Al-4V 
implants. The implants can be further processed to create micro-rough, nano-rough, and 
hydrophilic surfaces. The resulting surface with combined roughness and wettability 
enhanced both MG63 and NHOst cell response in comparison to smooth CNC-M and LST-
M surfaces. LST-BE implants were compared to commercially available CNC-B implants 
in a healthy animal model, and cortical BIC was higher at three weeks and total BIC higher 
at six weeks than CNC implants. LST-BE and CNC-B implants had similar pullout forces 
at both time points examined, indicating that LST-BE implants are as mechanically stabile 
as clinically used implants. These results suggest that implants produced by laser sintering 
with combined micro-/nano-roughness and high surface energy are a suitable alternative to 
traditionally manufactured endosseous implants, with favorable biological response and 
ability to osseointegrate. 
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CHAPTER 6 
ADVANCES IN POROUS SCAFFOLD DESIGN FOR BONE AND 
CARTILAGE TISSUE ENGINEERING AND REGENERATION  
In [Cheng A, Li X, Shao Z, Sun M, Ao Y, Schwartz Z, Boyan BD and Chen HF. Advances 
in porous scaffold design for bone and tissue engineering and regeneration. Tissue 
Engineering Part B: Reviews. 2016. (In preparation)] 
 
6.1. Introduction 
Scientists and the public have long dreamed of the bionic human, complete with artificial 
organs. Tissue engineering approaches are well underway to regenerate the most complex 
of tissues. However, most of these technologies have remained in the laboratory. 
Meanwhile, the clinical need is great: By 2030, 572,000 total hip and 3.48 total knee 
replacements are expected to occur in the United States alone [157]. In addition, 96,700 
hip revisions and 268,200 knee revisions procedures are projected. This indicates not only 
a need for effective regenerative strategies, but also ones that can remain successful 
throughout the life of the patient.  
Tissue engineering provides a promising way to repair and regenerate damaged 
tissues by mimicking the structural and functional profile of the natural extracellular matrix 
(ECM). An ideal scaffold should have the appropriate surface chemistry, biocompatibility, 
porosity and mechanical properties to integrate with the native host tissue [158]. Though 
both included under the orthopaedic umbrella, bone and cartilage are very different, and 
require different approaches to regenerate. Bone is highly vascularized, with most blood 
vessels located within 100µm of the bone surface [159]. Thus, most tissue engineering 
approaches for bone attempt to increase vascularization. In contrast, cartilage is avascular, 
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and requires a vastly different approach to regeneration [160]. Though two quite different 
tissues, development of bone and cartilage is still inter-related. For example, Sox9 has been 
recently found to negatively regulate both bone and cartilage regeneration [161]. Thus, 
orthopaedic tissue engineering strategies should also consider their impacts on neighboring 
tissues.  
A tissue engineering approach not only includes the physical properties of the 
scaffold, but also the biological factors that can enhance regeneration. Instead of building 
a one-size-fits all solution in the laboratory, successful functional scaffold design harnesses 
the natural regeneration abilities of the human body. These include peptides for cell homing 
and attachment, proteins for creating a favorable microenvironment, and cells to facilitate 
early ECM formation (Figure 5.1). Though challenges still exist for bone and cartilage 
regeneration, progress in these methods highlight advances in our understanding of biology 
and biomaterial response. In this review, we highlight advances in two major approaches 
for manufacturing porous scaffolds, surface roughness and functionalization, the use of 
exogenous factors, and finally the use of biological models for scaffold evaluation.   
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Figure 6.1. Scaffolds that harness the natural regeneration processes of the body to recruit 
endogenous stem cells and biological factors for tissue regeneration. 
 
6.2. Scaffold Composition and Geometry 
Scaffolds for bone and cartilage tissue engineering are composed of a variety of materials. 
Synthetic polymers are low in cost, abundant and have low variation among batches. These 
include polyglycolide (PGA), polylactide (PLA), polylactic-co-glycolic acid (PLGA) and 
polycaprolactone (PCL), among others [162, 163]. Varying ratios and combinations of 
these biodegradable polymers can be used to customize mechanical and structural 
properties. These materials can be designed to degrade up to years after implantation, 
which make them ideal for delivering drugs or growth factors, and serve as structural 
scaffolds that are eventually replaced with new tissue [164]. Nondegradable synthetic 
polymers such as polycaprolactone-dimethacrylate are also attractive for their ability to 
control the scaffold shape and potentially cell fate after implantation [165].  
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Organic polymers include those found in humans, as well as in other natural 
organisms.  Collagen is most commonly used to mimic the structure and composition of 
the natural extracellular matrix. Decellularized matrices also attempt to provide a more 
natural environment for cell infiltration and tissue growth, although require optimization 
and a standardized decellularization process [166]. Polysaccharides such as chitosan and 
polypeptides such as silk fibroin are other naturally derived polymers that have been used 
for bone or cartilage tissue engineering scaffolds [167, 168]. Silk fibroin scaffolds have 
shown promise for cartilage tissue engineering due to their mechanical properties and 
versatility. Silk hydrogels, porous sponges and electrospun silk are also approaches to 
support cartilage regeneration through a tissue engineering scaffold [168-170]. 
Additionally, hydrogels can be composed of a variety of polymers to provide substantially 
different mechanical and structural properties.  
Ceramic scaffolds such as calcium phosphate, bioglass and titanium are used 
heavily in bone tissue engineering applications, where mechanical strength is important. 
Hydroxyapatite scaffolds resemble the natural composition of bone, and can be 
manufactured with varying porosities to enhance bone ingrowth [171]. For bone tissue 
engineering scaffolds, metals and ceramics are preferred for their mechanical properties 
and biological compatibility. Titanium and its alloys are attractive because of a naturally 
occurring TiO2 oxide layer that increases corrosion resistance and contributes to hardness 
at the surface. Silicon-based bioglass is a ceramic that is defined by the formation of 
hydroxyapatite-like surface layer upon immersion in simulated body fluid [172]. However, 
use of bioglass is limited by its degradation properties and manufacturing into porous 
scaffolds.  
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At the most basic level, the function of tissue engineering scaffolds is to serve as a 
mechanical support for regeneration of tissue, especially in load bearing areas. However, 
the macro structure of scaffolds must also allow for cell and tissue infiltration, as well as 
blood vessel and nerve growth [173]. Thus, the size scale and structure of pores within the 
scaffold must be considered for optimal biological response. Pore diameters over 100µm 
have been considered necessary for cell attachment, and pore diameters over 300µm for 
tissue growth [174, 175]. Porosity can also indirectly affect cell response by altering the 
fluid shear forces on the cell. While it is difficult to recapitulate the in vivo environment 
exactly in cell culture, studies have shown that cells are indeed influence by mechanical 
forces resulting from fluid flow, and that these flows are altered based on scaffold porosity 
[176, 177]. Additional studies have shown the importance of smaller micropores and the 
role of morphology in facilitating protein adsorption [178]. With little consensus on the 
ideal pore diameter or morphology, perhaps the best option is to create scaffolds with 
porosity gradients to serve specific functions throughout the regeneration process [175]. 
As scaffold design becomes more sophisticated, multiple parameters of 
characterizing porosity should be considered. Simple parameters such as total percent 
porosity and pore diameter are now being supplemented with more descriptive 
characteristics, such as channel tortuosity and surface area to volume ratio (Table 6.1). 
Characterization of pores has also advanced to include pore shape and curvature. It is 
important to fully characterize scaffolds based on standardized parameters in order to 
reproduce and evaluate results across biological studies.  
 
Parameter Definition Biological Response 
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Table 6.1. Parameters for porous scaffold characterization  
 
 
6.3. Scaffold Manufacturing 
Total porosity Percentage of total void 
space  
Total porosity also affects mechanical strength of the scaffold, 
which is especially important for load bearing applications. An 
ideal scaffold would mimic the Young’s modulus of 3-20 GPa for 
bone and 10MPa for cartilage [13, 179].  
Open porosity Percentage of pores that are 
interconnected 
Interconnected pores can affect cell permeability and tissue 
infiltration, as well as growth factor diffusion. For bone, open 
porosity is necessary to increase vascularization and can be 
measured in scaffolds via microCT or mercury intrusion 
porosimetry [175, 180]. 
 
Tortuosity Quantification of twists and 
turns through a connected 
channel, expressed as the 
length of the entire channel 
divided by the shortest 
distance between starting 
and ending points.  
In addition affecting surface area, tortuosity of scaffold channels 
can also affect cell migration and delivery and removal of 
nutrients and waste, respectively [181].  
Surface area to 
volume ratio 
Ratio of total scaffold 
surface volume to total 
scaffold volume 
Surface area to volume should e considered when choosing cell 
seeding density and concentration of functionalized factors on 
scaffolds for in vitro studies. Degradation rates may also be 
affected in degradable scaffolds, impacting drug release [182].  
 
Pore diameter Diameter of largest sphere 
that fits within pore channel 
The size of pores has been investigated extensively for facilitating 
bone growth, with no clear consensus on the optimal pore 
diameter. While pores over 100µm are generally preferred for cell 
infiltration and bone ingrowth, recent studies suggest that smaller 
pores may be preferable during later stages of growth [183, 184].  
Strut thickness Also known as “trabecular 
thickness,” the thickness of 
structural supports within 
the scaffold 
Strut thickness is typically inversely correlated with porosity and 
pore diameter, thus affecting cell penetration tissue growth into 
the scaffold [177].  
 
Pore curvature Radius of curvature The degree of concave or convex surface curvature can affect cell 
contraction and focal adhesion formation [181].   
Pore circularity Though not a standard 
definition, pore circularity 
refers to the similarity of 
pore channel cross sections 
to circles  
Circular, triangular, square and hexagonal pore cross sections 
influence cell growth and ECM deposition differently [181].  
Pore gradient Difference in pore 
diameter, total porosity or 
other porosity parameter. 
This is not standardized and 
can be expressed in 
multiple ways. 
Localized and gradient porosity have been proposed to increase 
tissue specific growth during the regeneration process. This allows 
nutrient transport throughout the scaffold based on the scaffold 
and tissue architecture [185].  
Stiffness Mechanical property 
commonly expressed in 
units of kPa. 
Stiffness of a substrate can affected MSC differentiation int 
osteoblasts, which is mediated by integrin signaling [186]. 
Stiffness is typically inherent in a material’s composition, but may 
also change over time for degradable scaffolds or shape memory 
polymers. Dynamic hydrogels also provide a model for 
understanding cell resposne to changes in ECM stiffness during 
disease and development [187].  
Swelling ratio The ratio of wet mass or 
volume to dry mass or 
volume of a hydrogel 
Swelling can affect delivery of growth factors or oxygen diffusion, 
leading to changes in cell response [188]. Rate of swelling may 
also affect cell attachment and proliferation [189].  
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Traditional methods for manufacturing porous scaffold manufacturing techniques include 
foam processing, solvent casting and freeze drying [158]. However, these methods allow 
limited control over scaffold chemistry, macro-structure and porosity. Other methods have 
been proposed to address issues in scalability, sustainability and spatial control (Table 2, 
Figure 2). Advances in manufacturing have allowed for the development of two main 
technologies for producing tunable scaffolds for tissue engineering, electrospinning and 
additive manufacturing.  
 
Table 6.2. Porous scaffold manufacturing techniques 
 
Technique Applications 
Freeze casting  Ceramic slurries are most commonly freeze cast, where water from the slurry is 
sublimated and results in pores with the morphological characteristics of ice crystals 
[190].   
Freeze drying / 
lyophilization 
A relatively simple technique that can be used with natural materials such as collagen, 
gelatin or silk fibroin, the porosity can be modified based on changes in freezing 
temperature and material concentration [191, 192].  
Solvent casting and 
particulate leaching 
For three dimensional scaffolds, molds must be created for casting the polymer solution. 
Though leaching requires additional processing time, the use of organic solvents 
facilitates addition of drugs or growth factors to scaffolds [193].  
 
Gas foaming Carbon dioxide at high pressure is used to expand the polymer instead of using 
temperature or other solvents. Varying pressure can also produce scaffolds with a 
gradient porosity [194].  
Phase separation Thermally induced phase separation can be used to separate polymers into their solvent 
and solid polymer, resulting in homogenous and interconnected porosity throughout the 
scaffold that can be tunable based on cooling rates during processing [195].  
Electrospinning Electrosprun fibers can vary from nanoscale to micro-scale, with alignment and chemical 
opmosition based on processing parameters. Previously restricted to polymers, recent 
advances have also allowed for electrospinning of titanium for bone tissue engineering 
[196]. 
Sol gel Traditionally used colloidal metal oxides, the sol gel method results in a scaffold with 
tunable porosity and chemistry. Biphasic chitosan scaffolds with an affinity peptide have 
shown the ability to recruit stem cells for cartilage regeneration [197].  
Additive manufacturing Extrusion methods are mostly polymer based. Solid freeform via sintering can be applied 







Figure 6.2. Different manufacturing techniques for porous scaffolds. Freeze dried 
polyurethane scaffold (A), pressed TiO2 scaffolds (B), thermal polymerizable alginate-
glycidyl methacrylate freeze dried hydrogen scaffold (C), demineralized bone matrix 
coated with a chitosan thermogel (D), electrospun PEO/PPy conductive scaffolds (E), 
direct metal laser sintered Ti-6Al-4V scaffold from human trabecular bone template (F), 
fibroin-gelatin mixture poured into 3D printed, dissolvable polystyrene mold (G), zirconia 
slurry poured into freeze dried and dissolvable polyurethane scaffold to achieve porous, 
fully zirconia scaffold (H), agarose-gelatin microbead produced via a microfluidic system 
(I). Adapted from [37, 198-202].  
 
Electrospinning 
Electrospinning is a technique which is able to produce micro- and nano-scale fibers from 
polymers and composite materials with tunable diameter, porosity, surface morphology 
and fiber alignment [203, 204]. Due to a large surface area and high porosity, electrospun 
scaffolds can be used for tendon-to-bone and cartilage tissue engineering applications [205, 
206]. The use of coaxial and other electrospinning techniques has also allowed for the 
development of composite electrospun scaffolds.  
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Electrospinning has been vastly applied to polymers and ceramic materials [207, 
208] Natural polymers like collagen [209] and silk fibroin [210] have been proposed to 
avoid inflammation and foreign body reaction when implanted in vivo. While the main 
organic ECM component of bone is collagen type I, the presence of collagen type II 
dominates in cartilage; both have been employed in electrospinning scaffold applications 
[209, 211]. However, synthetic polymers are also commonly used, which are less 
expensive and have more consistency across batches. The most commonly used synthetic 
polymers consist of poly(ε-caprolactone) (PCL), polylactic acid (PLA) and ploy(lactic-co-
glycolic) acid (PLGA) [212-214]. For cartilage tissue engineering, polymer 
electrospinning has been combined with hydrogels through various processing techniques 
that provides both structure and function [215].  
The morphology of electrospun nanofibers can be manipulated by controlling the 
parameters for electrospinning. By using a rotating mandrel as the collector, it is possible 
to produce aligned to mimic the parallel bundles of collagen fibrils [205], and tunable 
crimped nanofibers [213] to vary mechanical strength. Besides mimicking the ECM, the 
alignment of electrospun nanofibers can also guide cell attachment migration. Initial work 
on electrospinning PLGA scaffolds for cartilage tissue engineering sought to mimic the 
native structure of collagen fibrils, and resulted in electrospun fibers ranging from 500 to 
800 nm in diameter [216]. However, recent works suggests that chondrocytes may prefer 
larger micro-scale fiber diameters on electrospun scaffolds over nano-scale fiber diameters 
[217]. These mimic the natural range of collagen fibrils, which vary based on zone and 
patient age [218]. 
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Composite electrospun scaffolds have also been produced that combine advantages 
of the biological performance of natural polymers and the mechanical properties of 
synthetic polymers. Ceramic scaffolds using hydroxyapatite [219] or TiO2 [196] have also 
been manufactured as bone graft substitutes for bone repair. Electrospinning of TiO2 
nanofiber mats resulted in nanofiber diameters of mostly 100-300nm with 6% PVP and 
300-500 with 10% PVP [33]. MG63 osteoblasts on larger diameter TiO2 scaffolds made 
with 10% PVP also exhibited higher levels of osteocalcin compared to smaller diameter 
scaffolds. In addition, osteocalcin, osteoprotegerin (OPG) and vascular endothelial growth 
factor (VEGF) were higher on the patterned side of the scaffold compared to the flat side 
for scaffolds made with 10% PVP. Osteocalcin and VEGF were not higher for patterned 
scaffolds made with 6% PVP compared to smooth scaffolds of the same composition, 
indicating that the response to surface characteristics was also dependent upon nanofiber 
diameter (Figure 3). 3D titanium mesh scaffolds with microroughness induced by acid 
etching were also evaluated for their effects on osteoblast differentiation [37]. Compared 
with the 2D group, 3D scaffolds with a submicron-scale texture showed higher levels of 
osteoblast differentiation markers, and these effects were mediated by integrin α2β1. In 
follow-up studies, silica-titania nanofiber scaffolds also exhibited the ability to positively 
affect osteoblast differentiation in vitro [196].  
 109 
 
Figure 6.3. The effect of electrospun nanofiber diameter and scaffold microstructure on 
biological response. TiO2 scaffolds with 6% PVP (A) had smaller fiber diameters than 
TiO2 scaffolds with 10% PVP (B). TiO2 scaffolds with 10% PVP that were additionally 




Additive manufacturing has paved the way for patient specific biomaterials, and holds 
much promise within the maxillofacial and orthopaedic implant fields [220, 221]. Additive 
manufacturing also provides advantages in cost, scale and flexibility over traditional 
manufacturing methods [222]. The American Society for Testing and Materials has 
classified 7 different additive manufacturing processes based on deposition and bonding: 
photopolymer vat, material jetting, material extrusion, powder bed infusion, directed 
energy deposition, sheet lamination and binder jetting [223]. These have all been methods 
used for biomedical applications. For bone applications, powder bed fusion is most 
promising and includes selective laser sintering, selective laser melting, electron beam 
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melting and selective mask sintering. These methods can all employ metals such as Ti-6Al-
4V, which have the mechanical ability to withstand the loads experienced by bone.  
Tissue regeneration is dependent in part upon the macro-scale scaffold architecture. 
For large bone defects, full vascularization into scaffolds has yet to be achieved and 
remains a challenge in scaffold design [224]. While bone regeneration favors 
interconnected micro-porous scaffolds, cartilage regeneration is more prevalent on 
nanoporous scaffolds with less interconnectivity that lead to hypoxic conditions [225]. 
While topological design studies suggest that bone interfacing scaffolds should mimic the 
mechanical properties of the native bone, they have not yet offered an ideal porosity 
configuration that leads to the best biological response [226, 227]. Instead of homogenous 
porosity across the scaffold, recent studies have used additive manufacturing to create Ti-
6Al-4V constructs with trabeculae-inspired porosity to enhance vascularization and 
osseointegration [38] (Figure 4). Further work shows that while the MG63 osteoblast-like 
cell line and normal human osteoblasts (NHOsts) exhibit increase osteoblast differentiation 
maturation markers on 3D porous constructs compared to 2D surfaces manufactured with 
the same method, NHOsts were less sensitive to changes in the percent porosity compared 
to MG63 cells [201]. This corroborates other studies on hydroxyapatite scaffolds indicating 
that percent porosity may matter less than pore distribution, size and surface parameters 
[228]. These studies showcase the importance of using biologically inspired porosity with 
the potential to be personalized to the patient, rather than pre-defined porosity with a 
homogenous pore distribution. Additional work has been conducted on 3D printing of 
PLGA, PCL and hydroxyapatite scaffolds for bone tissue engineering [229].  
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Figure 6.4. Direct metal laser sintering is a form of additive manufacturing that can use a 
human trabecular bone template (A) to produce constructs with similar porosity (B). DMLS 
can also be used to produce patient-specific implants (C) that have been used clinically 
with patients with severe jaw atrophy (D). Adapted from [38, 119]. 
 
One of the challenges of cartilage regeneration is that the tissue itself is 
heterogeneous, with gradients in cells, matrix composition and mechanical properties. 
Biofabrication or bioprinting methods that combined additive manufacturing of both the 
scaffold material and biological factors of cells are attractive for their ability to provide 
spatial and temporal control within a single manufacturing step [230-232]. Bioprinting 
using ECM components and cells is a promising strategy for providing an appropriate 
environment for cartilage regeneration that mimics the native tissue [233]. However, unlike 
sintering, which requires high temperature or energy to bond a bed of powder, most 
biofabrication processes are low in temperature and extrusion-based so as to not harm the 
biological components of the scaffold. Extrusion and inkjet printing remain the most 
popular methods for biofabrication [223]. However, these methods are limited by their 
material specifications and lower resolution.   
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Because bulk mechanical properties of layer-by-layer sintered powdered are 
different than that of cast or forged metals, post-processing treatments are necessary for 
ensuring mechanical compatibility and functionality with the host tissue [234]. Studies 
have shown dramatic improvements in elongation at failure and yield strength for 
additively manufactured Ti-6Al-4V parts after thermal post-processing [235]. In addition, 
build orientation should also be considered for optimizing mechanical properties of 
additively manufactured Ti-6Al-4V [236].   
 Endochondral bone formation, requiring first the formation of cartilage before 
bone, is favored when mechanical forces are present at the site [237]. Scaffolds for cartilage 
regeneration can use this to their advantage by incorporating dynamic mechanical 
properties into their design. While the magnitude of loading for bone and cartilage are 
different, the ability for scaffolds to transfer these forces to cells is pertinent for both 
applications. Particularly for bone, scaffolds with mechanical properties mimicking the 
host bone are desirable for both osseointegration via endochondral ossification and 
prevention of stress shielding once osseointegrated.  
 
6.4. Surface Roughness  
While scaffold macro-structure and geometry can be easily customized and influence later 
stages of tissue regeneration, micro- and nano-scale features can more directly impact 
biological response. Surface micro-roughness of solid orthopaedic implants has been 
shown to enhance osseointegration in comparison to smooth implants, which tend to favor 
soft tissue formation [23]. Recent studies suggest that surface micro-roughness is just as 
important for osseointegration and bone regulation in porous scaffolds [38, 238]. From 
 113 
studies of osteoblasts on rough titanium surfaces, we know that roughness alone is able to 
alter cell morphology and induce osteoblastic differentiation [55]. This occurs based solely 
on the surface roughness, without the use of exogenous factors, and in fact through a 
different mechanistic pathway than the canonical Wnt3A pathway [44]. The Wnt5A 
pathway has been implicated in osteoblast response to surface roughness, which is also 
integrated with integrin response [21]. Specifically, integrin α2β1 has been found 
responsible for osteoblast response to titanium surface microtopography [56], which is 
important for understanding both the direct and indirect effects of surface roughness on 
bone growth. A recently published review highlights the role surface roughness on MSC 
response on bone interfacing titanium implant surfaces [239]. Beyond cell response, 
surface roughness also provides structural nucleation sites for hydroxyapatite precipitation 
[240].  
In addition to micro-scale topography, the nanotopography of biomaterials also can 
shape stem cell destiny, and may affect the adhesion and differentiation of stem cells [241, 
242]. Oxidized nanostructures on titanium are typically achieved through thermal or 
electrochemical treatments. Thermal and hydrothermal treatments occur at high 
temperatures, although at longer time scales spontaneous nanostructures have formed on 
pure titanium surfaces stored in saline at room temperature [27]. Additively manufactured 
Ti-6Al-4V scaffolds anodized to produce 70nm diameter nanotubes showed significantly 
greater new bone volume compared to scaffolds without surface processing [243]. Acid 
etching followed by treatment with H2O2 / NaOH and pickling can also generate a 
combined micro- / nano-topography on additively manufactured 3D Ti-6Al-4V scaffolds 
[38]. 
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More recently, the addition of nano-roughness to micro-roughness to create a 
hierarchical surface topography has become attractive for increasing biological response 
on titanium surfaces [9]. This also mimics the natural structure of native bone. Individual 
hydroxyapatite plates are 25-50nm in diameter, and collagen molecules are 1.23nm in 
diameter and 300nm in length [244]. Though cell response to nanotopography is not 
completely understood, emerging reports suggest that it may also occur through a different 
pathway than response to microtopography [57]. The nanotopographical features of 
biomaterials have been identified as able to influence cell behaviors by affecting the 
conformation of integrin-binding proteins, changing the availability of binding sites, and 
modifying integrin signaling [245]. Evaluation of MSC proliferation and osteogenic 
differentiation on non-woven and patterned PLLA nanofibrous mashes fabricated by 
electrospinning showed that nanofibrous meshes were able to direct cell morphology 
through their nanotopographical features and nanofiber orientation. A nano-textured 
surface presented by patterned nanofibrous meshes provided a more effective 
microenvironment for osteoblastic differentiation of MSCs when compared to non-woven 
nanofibrous meshes. This topography-driven commitment was found to be related in part 
to the RhoA-ERK signaling pathway, as well as the regulation of Runx2 gene expression 
[246]. 
Surface roughness can be difficult to homogeneously achieve across surfaces of a 
3D scaffold. Physical line-of-sight methods such as grit blasting or spray coating  are not 
always able to reach internal pore surfaces [38, 247]. Even clinically used coatings such as 
hydroxyapatite are not always stable, and can lead to mechanical failure after repeated 
loading [248]. Etching and oxidation remain two surface processing methods that, when 
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performed in a controlled environment, can affect all surfaces of a 3D scaffold. While alkali 
treatments can alter the mechanical properties of titanium scaffolds, acid etching is used 
for surface roughness of implants that are currently in clinical use [238]. For many 
scaffolds, a combination of acid etching and direct surface oxidation has been used to 
induce hierarchical micro- and nano-roughness. Studies have shown osteoblasts tend to 
favor the sharp peaks generated by acid treatment, while a superimposed oxidized nano-
roughness can enhance this response [9].  
 
6.5. Surface Functionalization and Exogenous Factors 
Currently, bone tissue engineering involves use of a bone graft either from a cadaver 
(allograft) or directly from the patient (autograft). Allografts can cause major inflammation 
and potential host rejection [249]. Though autografts are considered the most popular and 
preferred bone graft, they often require an additional surgery with potential complications, 
and are limited by the patient's availability [250]. Therefore, natural and synthetic bone 
grafting substitutes have become an alternative method for regenerating bone [250, 251]. 
For large defect areas, a structural scaffold may not be enough to support complete 
regeneration. In these cases, exogenous factors and peptides can be functionalized to the 
scaffold surface to enhance regeneration. Indeed, functionalized growth factors on scaffold 
surfaces may present a more controlled mode of delivery compared to soluble delivery. 
Incorporating both VEGF and BMP2 in layer-by-layer assembled polylelectrolyte films 
increased bone formation 33% compared to films with BMP2 alone [252]. Use of 
functionalized scaffolds may better mimic the natural presentation of growth factors by the 
ECM, in contrast to soluble factors secreted by cells. Therefore, tissue engineering 
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strategies should consider endogenous growth factor presentation when optimizing local 
factor delivery [253].  
Tissue Engineering has evolved to include the combination of a scaffold matrix 
with cells and biologically active molecules to form a construct that promotes tissues repair 
and regeneration. All these three basic components work together to establish an 
appropriate niche for tissue regeneration [254]. While scaffolds and biomaterials were 
originally designed as a substitute to organs, scientists are starting to design scaffolds that 
integrate with and enhance the natural regeneration processes of the human body. Recent 
work suggests that anatomically correct scaffolds combined with growth factor delivery 
can regenerative articular cartilage without cells [255]. A major challenge for establishing 
this niche is to recruit and facilitate cell differentiation to the site of repair. Current work 
has focused on the use of autologous cells, which require harvest from the patient, 
expansion in culture and finally implantation back into the patient. Complications can 
result at each step, and often the number of endogenous cell is not sufficient for use [256, 
257].  
Instead of implanting cells with the scaffold, an alternate strategy is to recruit MSCs 
directly to the site after implantation. Arginine-glycine-aspartic acid (RGD), a peptide 
derived from fibronectin in ECM, is best known for cell adhesion on synthetic material 
surfaces [258-261]. The E7 MSC-homing peptide has been developed using phage display 
and conjugated to PCL electrospun meshes, which have shown the ability to attract MSCs 
in vivo. In addition, the E7-conjugated PCL electrospun meshes are specific for MSC 
recruitment, compared to the RGD-conjugated PCL electrospun meshes that attract 
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multiple cell types [206].  These approaches recruit the body’s existing population of stem 
cells, which is attractive for saving time and decreasing immune response.   
Other scaffolds have also utilized chemotactic and peptide functionalization for cell 
homing [255, 262-264]. Modification of coaxial PCL electrospun scaffold with co-delivery 
of MSC-affinity peptide (E7) and rhTGF-β1 for cartilage regeneration has also shown 
success in targeting MSCs in tissues of interest with high efficiency [265]. The scaffolds 
not only enhanced BMSC adhesion and growth, but also promoted their chondrogenic 
differentiation in vitro (Figure 5). This was due to the combination of nanoscale fibers that 
mimicked the physical structure of the ECM [266] and supported BMSC growth; 
recruitment of BMSCs by  E7 on the PCL shell of the coaxial fibers and  controlled release 
of rhTGF-β1 encapsulated in the core of coaxial fibers to BMSC chondrogenic 
differentiation. 
 
Figure 6.5. Electrospun co-axial PCL fibers with rhTGF-b1 were surface-modified with 
an MSC homing E7 peptide (A). BMSCs attached on both CBE and CBrhTE scaffolds 
with E7, but produced more COL2 on CBrhTE scaffolds with release of rhTGF-b1 (B). 
Adapted from [265]. 
 
MSC-affinity peptide has also been conjugated onto the surface of demineralized 
bone matrix (DBM) and delivered within a chitosan (CS) hydrogel as a single functional 
biomaterial for in vivo cartilage repair with a one-step surgical procedure [197]. The 
biofunctional scaffold was able to sustain a large number of cells within the microfracture 
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clot during the sol-gel phase transition of chitosan, with mechanical support provided by 
the solid matrix to enable neo-cartilage formation and maturation. Additionally, 
conjugation of the affinity peptide to the scaffold facilitated the recruitment and homing of 
additional BMSCs from the subchondral marrow and peripheral blood to enhance cartilage 
regeneration and integration within the host tissue (Figure 6).  
 
Figure 6.6. MSC affinity peptide functionalized to surface of biphasic DBM scaffolds with 
chitosan (A). Manufactured scaffolds (B) possessed a rough topography and  porosity (C) 
and were able to attract cells to cartilage when implanted (D). Adapted from [197].  
 
rh-BMP2 and BMP7 is approved for clinical use in certain spinal, long bone and 
maxillofacial procedures, and has shown positive results when used with scaffolds in vitro 
[229, 267-271]. However, up to 85% of BMP use is off-label [272]. Studies show that 
BMPs can be detrimental when used in high concentrations or for off-label indications 
[273]. In vitro studies show that BMP2 induces apoptosis in a cell-type dependent manner, 
with osteoblasts more sensitive to increasing concentrations of BMP2 compared to MSCs 
[274]. Additionally, it is challenging to evaluate growth factor release profiles after 
implantation, especially for scaffolds with multiple growth factors [275]. Therefore, care 
should be taken to use the appropriate dose of BMP, especially for non-FDA approved 
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indications. Other growth factors commonly used for bone regeneration include VEGF, 
FGF and TGF-β. While trials are ongoing, none of these have been clinically approved for 
use [276, 277].  
For cartilage regeneration, efforts have focused on increasing matrix production. 
Though microfracture procedures are still commonly performed, the resulting 
fibrocartilage does not have the properties of native cartilage and can deteriorate over time 
[278]. While autologous cells have become more popular in cartilage repair compared to 
in bone repair, biomaterials are still being studied to facilitate tissue regeneration. 
Hydrogels are preferable for this application because they are degradable. Recent work 
functionalizing degradable PEG hydrogels with TGF-β1 and delivered with a mixed 
population of chondrocytes and MSCs shows promising results for new cartilage growth 
and remodeling [279].  
Nanoparticles developed for bone bone tissue engineering can be used to deliver 
drugs, vaccines and growth factors with tunable release profiles [280]. Carrier particles 
include bioglass, PLLA, hydroxyapatite, cobalt ferrite, where the molecule of interest is 
conjugated to the surface of the nanoparticle for delivery. Additional work shows that 
electrospun composite scaffolds sprayed with HA nanoparticles enhanced mineralization 
and ALP specific activity of hFOB cells compared to TCPS; scaffolds without these 
nanoparticles did not perform statistically better than the control [281].  To monitor new 
bone growth and scaffold integration, a variety of noninvasive imaging and mechanical 
techniques have been introduced. Lanthanide apatite particles with fluorescence have been 
used to distinguish new bone tissue from the implanted scaffold, which can be tracked 
noninvasively over time [282] (Figure 7).  
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Figure 6.7. Fluorapatite nanorods doped with lanthanides can be endocytosed by and used 
to track cells over time (A). GFP-labeled BMSCs on DCCBM scaffolds in nude mice with 
50 ug/mL FA:Yb3+/Ho3+ after 4 (top) and 12 (bottom) weeks after transplantation (B). 
Two photon imaging shows that while GFP intensity decreased with time, upconversion 
nanoparticles retained a strong fluorescent signal.  Adapted from [283]. 
 
In contrast to nanoparticles, larger microbeads can be used to encapsulate and 
deliver cells to bone and cartilage requiring regeneration. For cell delivery, carriers must 
ensure cell viability and, for stem cells, maintain a certain state of differentiation or 
stemness. MSCs are attractive for both bone and cartilage regeneration. In vitro culture of 
chondrocytes has proved challenging, and cell therapies based on chondrocyte delivery fail 
to regenerate cartilage due to dedifferentiation of cells after extraction [284]. Alginate 
microbeads serve as one delivery mechanism for MSCs that allows for controlled 
degradation by use of alginate lyase [285]. Using microextrusion, alginate hydrogels have 
been shown to maintain cell viability up to two weeks after manufacturing [286]. Larger 
alginate hydrogel scaffolds have also been printed with separate compartments for 
chondrocyte and progenitor cell delivery [287].  
An interesting aspect to consider in the development of “smart” biomaterials is the 
ability to stop the effects of functionalized molecules on the scaffold surface. Degradable 
scaffolds must have consistent and controllable degradation rates, especially if release of 
growth factors occurs with degradation. These scaffolds also need to ensure they maintain 
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sufficient mechanical properties conducive to cell growth and ECM deposition during 
degradation [175, 288]. As an example, though Mg2+ can be favorable for bone formation 
and exists as an element within the human body, fast degradation of Mg2+ in also causes 
air pockets to form that may negatively impact healing. Thus, alloying elements and 
scaffold materials must be chosen and designed with care that continue to serve their 
purpose throughout the lifetime of the scaffold. Even nondegradable scaffolds should 
consider stability of functionalized factors, coatings or surface nanofeatures. 
  
6.6. Biological Evaluation 
Though new manufacturing approaches for tissue engineering scaffolds offer increased 
structural flexibility and resolution, challenges still exist in commercializing these 
materials for clinical use. Functionalized scaffolds or those with cells must be properly 
packaged, stored and implanted correctly by the physician [289]. Quality control that fails 
at any of these steps can be lead to catastrophic consequences. To reduce infection in 
implanted scaffolds, the addition of silver, copper and zinc ions to metallic implant 
scaffolds have shown favorable antibacterial effects [290].  These can be incorporated via 
the native oxide layer, through deposition or as part of the alloy prior to fabrication. 
Graphene has also been shown to reduce biofilm formation when functionalized on 
scaffold surfaces [291].  
 Preliminary in vitro investigations on biological response to scaffolds often use 
immortalized cell lines or mature primary cells. However, there are an increasing number 
of studies that choose to instead focus on the response of mesenchymal stem cells to the 
biomaterial surface. Because MSCs are one first cells to the wound site and have the 
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potential to differentiate into osteoblasts, chondrocytes and fibroblasts, altering their fate 
can lead to successful integration or fibrous capsule encapsulation and ultimately scaffold 
failure. Studies have also shown the ability of MSCs to distally affect cells near the implant 
through release of growth factors. However, the use of MSCs, and in fact many primary 
cells, can result in differential responses based on donor gender, age and health. Osteoblasts 
from a female donor, for example, secrete lower levels of osteocalcin compared to 
osteoblasts from a male donor [292]. Osteoblasts from 11 month old mice displayed a 
reduced response to titanium surface micro-roughness and 1α,25(OH)2D3 compared to 
osteoblasts isolated from 1 month old mice [65]. Differences exist even among the source 
of MSCs. Bone marrow derived MSCs had higher proliferation and matrix production on 
scaffolds used for cartilage repair compared to adipose derived MSCs [293]. Though the 
use of primary cells is more clinically relevant, it can be cost-prohibitive to screen across 
multiple donors to account for variation during preliminary biomaterial evaluation. 
Primary cells also have a finite number of passages, and especially in the case of 
chondrocytes, can lose phenotype very quickly when cultured in vitro [284, 292, 294].  
Though small animal models are convenient for in vivo screening of orthopaedic 
scaffolds due to their cost convenience and short lifespans, they do not physiologically 
mimic the human musculoskeletal system. Therefore, larger animals are preferable for 
evaluating scaffolds on a larger spatial and longer temporal scale closer to that of humans. 
Larger animals such as primates, dogs, sheep and pigs possess bone architecture more 
comparable to that of humans. Small rodents, for example, do not have fully developed 
Haversian systems, an important component of human cortical bone [295]. In addition, 
larger animals may have other properties similar to humans that can affect bone 
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regeneration. An increasing number of studies have focused on sex differences and the role 
of estrogen deficiency or supplementation on bone regeneration [296]. For these studies, it 
is important to choose an animal model that mimics an estrous cycle similar to humans. 
While many models for osteoarthritis exist for mice and rats, they do not recapitulate all 
the systemic effects of the disease as observed in humans [297, 298]. In contrast, horses 
have naturally occurring osteoarthritis that may be a more suitable model for regenerative 
scaffold therapies [299].  
Once an animal has been chosen, the implantation site must also be considered. 
Studies have indicated higher BIC and osseointegration of implants placed in cortical bone 
compared to trabecular bone [300]. In humans, it takes 3-6 months for trabecular bone to 
remodel, and 6-12 months for cortical bone to remodel [301]. When evaluating bone or 
cartilage regeneration, it is also important to establish a critically sized defect for each 
animal model. Not only is the defect size important, but appropriate negative controls that 
are currently available should be used for comparison, not just a void space [302]. 
Advanced as biofabrication methods are, experts do not expect a musculoskeletal 
tissue engineered substitute to be available clinically anytime in the immediate future. 
Biomaterial design today faces challenges in vascularization and necrosis, the same 
problems that the biomedical community has faced over the past 50 years [223]. Additional 
challenges in maintaining cell viability require continued optimization of manufacturing 
temperature, mechanical extrusion strain and the use of crosslinking agents [232, 303, 304]. 
In addition, standard are still lacking for characterization of materials, degradation products 
or evaluation of tissue regeneration after implantation [239, 305]. Even biomaterials that 
are engineered in the lab and work in in vitro and in vivo systems do not always translate 
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to successful clinical use. The term “regenerative medicine” has been defined to include 
both cell therapy and regenerative surgery, or a combination of biology and human skill 
[306]. Thus, it is imperative that scientists, engineers and orthopaedic surgeons work 
collaboratively when developing new materials for bone and cartilage regeneration.  
Although over 1400 articles have been published between 2003 and 2013 on 
“smart” scaffolds for bone tissue engineering, there were only 23 clinical trials evaluating 
the use of bone scaffolds [307, 308]. One reason for this dichotomy is the continued 
controversy over classification of these scaffolds by the United States Food and Drug 
Administration (FDA). Currently, the FDA provides three types of regulatory pathways for 
new products entering the market: biologic, device or combination product. Scaffolds as a 
structural support, similar to orthopaedic implants, are most easily regulated through the 
device pathway, which requires a 510K if the manufacturer can claim similarity to a 
product previously approved. As scaffolds for tissue engineering become more advanced, 
they may require a different regulatory pathway for approval. A clear pathway for 
evaluating and regulating safety and efficacy of scaffolds will also advance clinical 





Many advances have been made in scaffold design and manufacturing for bone and 
cartilage tissue engineering. New manufacturing techniques including additive 
manufacturing are paving the way to personalized materials. Processing at the macro, 
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micro and nano-scales also contribute to biological response and clinical success. Finally, 
we see an integration of functional scaffold design and the innate regeneration potential of 
patients, rather than relying on the material alone. While still in development, these 
materials show great promise for clinical translation within the next decade.   
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CHAPTER 7 
ADDITIVELY MANUFACTURED 3D POROUS TI-6AL-4V 
CONSTRUCTS MIMIC TRABECULAR BONE STRUCTURE AND 
REGULATE OSTEOBLAST PROLIFERATION, 
DIFFERENTIATION AND LOCAL FACTOR PRODUCTION IN A 
POROSITY AND SURFACE ROUGHNESS DEPENDENT MANNER   
In [Cheng A, Humayun A, Cohen DJ, Boyan BD and Schwartz Z. Additively manufactured 
3D porous Ti-6Al-4V constructs mimic trabecular bone structure and regulate osteoblast 
proliferation, differentiation and local factor production in a porosity and surface roughness 
dependent manner. Biofabrication. 2014. 6(4):045007] 
 
7.1. Introduction 
Over two million dental implants are placed annually, and over four million hip and 
knee replacement surgeries are expected by the year 2030 [157]. The orthopaedic implant 
market is projected to exceed $46 billion by the year 2017, in part due to an increasing 
number of elderly patients as well as increased quality of life expectations of younger 
patients [309]. Titanium and its alloys are still widely used in dental and orthopaedic metal 
implants, based on the ability of bone to form in tight apposition to implants fabricated 
from these materials [107, 310, 311]. Titanium and titanium-aluminum-vanadium 
(Ti6Al4V) have a naturally occurring passive oxide layer on their surface that is 
biologically preferable and resists corrosion, while still maintaining strong mechanical 
properties and a high strength to weight ratio [312]. 
Implant surface roughness is one factor that has been shown to successfully 
increase cell response in vitro and osseointegration in vivo, and micro-rough surfaces are 
currently used as the industry standard in dental and many bone-interfacing orthopaedic 
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implants [142, 313]. Previous studies in our lab confirm that the combined presence of 
micro-/submicron-scale roughness contributes to increased osteoblast response [9, 31]. By 
altering only the surface microtopography and without exogenous factors in media, 
osteoblast differentiation can be increased on titanium surfaces [7]. This may be due in part 
to the protein-material interaction at the surface, which affects downstream cell response. 
Changes in the cytoskeleton, including integrin expression and signaling, have also been 
implicated in this effect [56, 314].   
Although dental implant success is achieved in over 95% of healthy patients, certain 
risk factors still inhibit osseointegration. Osseointegration rates for diabetics and smokers 
are reduced tremendously [315, 316]. In addition, low bone density or osteoporosis most 
commonly seen in the increasing elderly population can also decrease osseointegration. 
Most orthopaedic implants have a lifetime of only 12-15 years, requiring revision surgery 
that can be fatal for older patients [310, 317]. These factors contribute to the need for 
improving both osseointegration rates and implant longevity.  Therefore, there is an 
existing need for implants that have the ability to increase bone formation and enhance the 
regeneration process. 
Titanium also has desirable mechanical properties due to its low modulus of 
elasticity and high strength to weight ratio [318]. However, solid titanium still exceeds the 
stiffness of cortical bone by more than threefold, causing stress shielding and bone loss 
downstream of the implant [319]. 3D porous coatings and implants have been proposed to 
decrease stress shielding via porosity-dependent mechanical properties and increased bone 
interlocking, making these a promising treatment for at risk patients or younger patients 
who need an extended implant lifetime [320, 321]. 
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Additive manufacturing techniques provide a layer-by-layer approach to building 
porous or patient-specific implants that have tailored macro structural and mechanical 
properties [322]. Selective laser sintering (SLS) has the ability to create high resolution, 
porous metal constructs with positive results in both in vitro and in vivo studies [323]. 
There have been many studies that observe the effect of controlled porosity on in vitro or 
in vivo response. However, porosity in these studies was created using homogeneous strut 
and pore sizing, without a biological template and limited surface modification [323-326]. 
Trabecular bone in the human body does not have the same pore shape, size or surface 
roughness. In studies where surface modification was used to induce micro-roughness, bulk 
porosity was limited to a user designed template [116, 118]. Thus far, the combination of 
macro structural parameters integrated with micro-scale surface treatment has not been 
studied. The purpose of this study was to replace the traditional man-made structural 
template with a biological template.   
In this study, we used human trabecular bone as a template to laser sinter Ti6Al4V 
with varying porosity, and additionally modified the surfaces to obtain a combined micro-
/nano- roughness. The resulting constructs were characterized for their surface, structural 
and mechanical properties. Cellular response to constructs with varying porosity was also 
performed, with the hypothesis that osteoblast response would increase on 3D constructs 
with increasing porosity. 
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7.2. Materials and Methods 
Manufacturing 
Material Manufacturing 
A computed tomographic (CT) scan was taken of a human femoral head retrieved 
from a hip replacement (µCT 40, Scanco Medical, Bassersdorf, Switzerland) with a 16 µm 
voxel size. A template was created using Scanco software (Scanco Medical, Bassersdorf, 
Switzerland) and rotated and superimposed on itself 12, 24, or 36 times to create constructs 
with low (3DLP), medium (3DMP) and high porosity (3DHP), respectively (Figure 1A). 
Generated 3D renderings were manufactured into Ti6Al4V disks 15mm in diameter and 
5mm in height. Each disk included a 1mm solid base upon which the remaining porous 
material was sintered in order to ensure mechanical stability during sintering. 2D surfaces 
were 15mm in diameter and 1mm in height (Figure 1B). Laser sintering was performed 
using an Ytterbium fiber laser system (EOS, EmbH Munchen, Germany) with Ti6Al4V 
(grade 5) particles 25-45um in diameter (Advanced Powders & Coatings, Quebec, Canada) 
in an argon atmosphere. Laser scanning speed was 7m/s with a wavelength of 1054nm, 
continuous power of 200W and laser spot size of 0.1mm.  
Surface Modification 
After manufacturing, disks were blasted with calcium phosphate particles using 
proprietary technology (AB Dental, Jerusalem, Israel) and then acid etched by 
ultrasonicating in 0.3N nitric acid (HNO3) once for five minutes at 45
oC and twice for five 
minutes at 25oC. Disks were rinsed in 97% methanol for five minutes. Final pickling 
treatment was performed by ultrasonicating disks thrice for 10 minutes in ultrapure distilled 
water, immersing for 30 minutes in 1:1 20 g/L NaOH to 20 g/L H2O2 for 30 minutes at 
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80oC and ultrasonicating in water for 10 minutes. Constructs were then placed in a 
degreaser for 12 minutes, immersed in 65% aqueous HNO3, and ultrasonicated thrice in 
water for 10 minutes. Surfaces were blotted with lint free tissue and allowed to dry for at 
least 24 hours in order to stabilize the oxide layer before characterization and cell culture. 
Material Characterization 
Surface Chemistry 
Surface chemistry was analyzed using x-ray photoelectron spectroscopy (XPS, K-
Alpha, ThermoFisher Scientific, Boston, MA). Samples were transferred to the analysis 
chamber at a pressure of 1e-8 mbar. An XR5 gun was used with a 500µm spot size at 15kV 
to perform survey scans with 20ms dwelling time and 1eV energy step size. Bulk chemistry 
was analyzed using energy dispersive x-ray spectroscopy (EDX, Hitachi SU-70, Tokyo, 
Japan). 
Contact Angle 
Sessile drop contact angle was used to assess surface energy and surface wettability 
(Ramé-Hart goniometer, Succasunna, NJ). 2D solid laser sintered surfaces that received 
the same post-processing treatment as 3D constructs (Figure 2E, F) were used as a proxy 
for contact angle measurements due to difficulty in obtaining accurate contact angle 
measurements for porous constructs. 4µl drops of distilled water were deposited on five 
predetermined locations per disk, with two disks per group (n=10). Videos of these drops 
were taken and still images were used in conjunction with DROPimage software (Ramé-
Hart goniometer, Succasunna, NJ) to determine the average left and right contact angle of 
each drop.  
Surface Topography 
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Surface topography was qualitatively assessed using scanning electron microscopy 
(SEM, Hitachi SU-70, Tokyo, Japan). Disks were secured on imaging stubs with carbon 
tape and imaged with 56µA ion current, 4kV accelerating voltage and 4mm working 
distance. Three locations per disk were imaged to ensure homogeneous assessment, with 
at least two disks per group imaged.  
Roughness 
Macro- and micro-roughness were analyzed with confocal laser microscopy (LEXT 
OLS4000, Olympus, Center Valley, PA). Macro roughness was analyzed with a 10x 
objective, and micro-roughness was analyzed with a 20x objective and additional 5x optical 
zoom. After a 3 point correction, a cutoff wavelength of 100µm was used to analyze 
average roughness (Ra) and surface area.  
Porosity 
3D constructs were analyzed for porosity using micro-computed tomography 
(micro CT) (SkyScan 1173, Micro Photonics, Inc., Allentown, PA). A volume of interest 
of 469mm3, or approximately 66% of each construct’s porous volume, was analyzed for 
total percent porosity, open porosity, pore diameter, strut size, and surface area to volume 
(SA/V) ratio. Scans were taken using an Al 1.0mm filter, 100kV voltage, 80µA current, 
1120x1120 camera pixels, 0.2o rotation step, frame averaging of 10, random movement of 
10. Post-processing included a global threshold of 100-255 and despeckling black and 
white speckles less than 10 voxels. We verified the validity of micro CT analysis by 
comparison of total porosity analyzed through a traditional method based on size and mass 
(Figure 1C).  
Mechanical Testing 
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Compressive moduli of 3D constructs were determined using the MTS Insight 30 
testing machine (MTS Systems, Minnesota, USA). A pre-load of 0.01kN was applied at 
0.025 mm/s, then a test speed of 0.02 mm/s was used until failure or the maximum load of 
30kN was applied. Data acquisition rate was 500Hz, and the compressive modulus was 
taken as the slope output of the resulting stress/strain curve. Testing was performed on 6 
constructs group (total n=6).  
Biological Response 
Cell Viability 
The MG63 human osteoblast-like cell line was used as a model for osteoblast 
viability, proliferation and differentiation on sintered surfaces. These cells have been 
characterized and are used by our lab as a model for osteoblast response to titanium 
surfaces with varying topography [23, 141]. Surfaces were sterilized in UV for 20 minutes 
in a biosafety cabinet prior to cell culture. Cells were cultured in tissue culture polystyrene 
(TCPS) flasks until confluence, then centrifuged and resuspended to yield a plating density 
of 30,000 cells per cm2 on TCPS, or 60,000 cells per surface in a 24-well plate. Dulbecco’s 
modified Eagle medium (DMEM) with 10% fetal bovine serum (FBS) and 1% 
penicillin/streptomycin was used to feed cells 24 hours after plating and treat at confluence 
according to the TCPS control. 24 hours after confluence, cells were treated with 5 µM 
calcein-AM and 4 µM ethidium homodimer-1 (LIVE/DEAD, Life Technologies, 
California, USA) in 1x Dulbecco’s phosphate buffered saline (D-PBS, Life Technologies) 
for 20 minutes. Surfaces were imaged using the Zeiss LSM 710 confocal microscope 
(Zeiss, Oberkochen, Germany). Individual images were taken of 2D disks, while 550um z-
stacks were taken of 3D disks. Green (live) and red (dead) channel thresholds were 
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optimized for each group in order to better distinguish cells. Three images were analyzed 
and averaged per z-stack, with at least n=6 total areas (z-stacks) analyzed for at least two 
constructs per group (total n=12).  
Osteoblast Proliferation and Maturation 
Surfaces were gamma irradiated prior to cell culture. MG63 cells were cultured as 
described above. Media were changed at confluence, and cells were harvested 24 hours 
after confluence, rinsed twice with 1xPBS, then stored at -20oC overnight for biological 
assays. Cell lysate was assayed for DNA content (P7589, Invitrogen) and total protein 
content (23225, Pierce). Alkaline phosphatase specific activity was measured as a function 
of p-nitrophenol production from p-nitrophenylphosphate at pH 10.2 and normalized to 
total protein. Media were assayed for osteocalcin (OCN, BT-480, Biomedical 
Technologies, Inc.), VEGF (DY293B, R&D Systems), OPG (DY805, R&D Systems), 
BMP2 (900-K255, PeproTech) and BMP4 (DY 314, R&D Systems). Data were normalized 
to total DNA content. Experiments were performed at least twice to ensure validity of the 
results. 
Sample Preparation for Scanning Electron Microscopy 
One disk from each group was UV-treated for 20 minutes in a biological hood and 
plated with 60,000 MG63 cells and cultured as described above. Media were changed at 
confluence, and cells were fixed 24 hours after confluence with 4% paraformaldehyde 
(Electron Microscopy Sciences). Constructs were rinsed three times in 1xPBS, then 
dehydrated in a series of increasing ethanol concentrations: 15%, 30%, and 45% for two 
hours, then 60%, 75%, 90% and thrice in 100% for at least one hour. Samples were then 
exchanged in 1:1 100% ethanol and hexamethyldisilazane (HMDS, Sigma Aldrich) for 30 
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minutes in a chemical safety hood, then twice in 100% HMDS for 30 minutes. Samples 
were dried 24 hours in a desiccator before being platinum sputtered and imaged with SEM 
as described above (Hitachi SU-70, Tokyo, Japan). 
Statistical Analysis 
Surface characterization data are presented as mean ± one standard deviation (SD) 
of all measurements performed across samples in the same group. Cell viability is 
presented as the mean of all measurements performed across samples in the same group. 
Cell proliferation and differentiation data are presented as mean ± standard error of the 
mean (SEM) for six independent cultures. All experiments were repeated at least twice to 
ensure validity of observations, with results from individual experiments shown. Statistical 
analysis among groups was performed by analysis of variance, and significant differences 
between groups were compared using Bonferroni’s modification of Student’s t-test. A p 




Laser sintered 3DLP, 3DMP and 3DHP constructs had 16.2±2.9%, 38.5±3.9%, and 
70.0±3.5% total porosity and 15.0±2.9%, 37.9±4.0%, 70.0±3.5% open porosity, 
respectively (Table 7.1). Total porosity and open porosity were not significantly different, 
showing complete interconnectivity between pores (Figure 7.1D). Average pore diameter 
was 177±22 µm for 3DLP, 383±15 µm for 3DMP and 653±22 µm for 3DHP constructs. 
Average strut thickness was 628±150 µm for 3DLP, 454±57 µm for 3DMP and 305±26 
µm for 3DHP. The ratio between the analyzed construct surface area to volume ratio was 
23.5 ± 7.4 for 3DLP, 36.1 ± 5.4 for 3DMP, and 56.9 ± 5.8 for 3DHP disks. For all porosity 
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parameters (total porosity, open porosity, pore diameter, strut thickness and SA/V ratio), 
all groups were significantly different from each other. Pore diameter, strut thickness and 
SA/V ratio all increased with increasing construct porosity.  
 
Figure 7.1. (Left to right) Laser sintered disks were created from a CT scan conducted of 
human trabecular bone from the femoral head after a hip replacement. Original CT scans 
showing bone porosity through transverse and axial cross sections were used as a template 
for porous, laser sintered disks (A). Top-down camera images and micro CT cross sections 
of laser sintered 3D disks with (from left to right) low, medium and high porosity (B). Total 
porosity was calculated using a traditional method based on mass (C). Total and open 
porosity was calculated with micro CT (D). 1 way ANOVA with Bonferroni’s correction 
was performed separately for total porosity or open porosity. p<0.05 is indicated by * vs. 
3DLP and ^ vs. 3DMP. Unpaired t-test between total and open porosity showed no 
significance between groups. 
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Surface chemistry performed by XPS showed mostly C, O and Ti in the oxide layer, 
with small amounts of N, P and Ca due to processing, and Al present on 2D surfaces (Table 
7.2). EDX allows for higher penetration past the oxide layer and showed Ti, Al and V as 
the bulk surface composition, with a small amount of C present on 3DLP surfaces (Table 
7.3). Contact angle of 2D proxy surfaces was 92 degrees with a standard deviation of 8 
degrees. Compressive modulus decreased in a porosity-dependent manner (Table 7.4). 
3DLP had a modulus of 2954±21, 3DMP a modulus of 2818±42 MPa and 3DHP a modulus 
of 2063±85. 
Table 7.1. Porosity Parameters 
Porosity Parameters (Average + SD) 









3DLP 16.2 ± 2.9 15.0 ± 2.9 177 ± 22 628 ± 150 23.5 ± 7.4 
3DMP 38.5 ± 3.9 (*)  37.9 ± 4.0 (*)  383 ± 15 (*)  454 ± 57 (*)  36.1 ± 5.4 (*)  
3DHP 70.0 ± 3.5 (*^) 70.0 ± 3.5 (*^) 653 ± 22 (*^) 305 ± 26 (*^) 56.9 ±5.8 (*^) 
Significance * vs. LP, ^ vs. MP p<0.05. 
 
Table 7.2. Surface Chemistry (XPS): Elemental Composition 
Element (Atomic % Average ± SD) 
 O C Ti N P Ca Al 
2D 41.6 ± 3.7 41.8 ± 5.4 12.6 ± 1.5 1.3 ± 0.6 -- -- 2.5 ± 0.5 
3D-LP 44.9 ± 4.4 36.6 ± 7.9 6.3 ± 1.7 5.6 ± 1.5 3.3 ± 3.9 2.6 ± 1.9 -- 
3D-MP 54.5 ± 1.9 20.5 ± 20.4 6.9 ± 1.7 4.9 ±0.9 9.7 ± 1.6 3.6 ± 1.0 -- 
3D-HP 51.7 ± 3.1 29.5 ± 2.8 13.4 ± 1.1 3.2 ± 0.8 1.6 ± 1.8 -- -- 












Table 7.3. Surface Chemistry (EDX): Elemental Composition 
Element (Weight % Average ± SD) 
 Ti Al V C 
2D 89.8 ± 0.6 7.1 ± 0.8 3.1 ± 0.2 -- 
3D-LP 87.3 ± 4.7 6.7 ± 1.6 3.0 ± 0.2 2.4 ± 3.8 
3D-MP 88.9 ± 2.2 7.0 ± 1.1 3.1 ± 0.2 -- 
3D-HP 89.0 ± 1.8 7.5 ± 1.4 3.2 ± 0.2 -- 
Does not include trace elements less than 1% 
 
Table 7.4. Compressive Modulus (MPa) 
Compressive Modulus (Average MPa  + SD) 
3D-LP 3693 ± 27 
3D-MP 3522 ± 52 (*) 
3D-HP 2579 ± 106 (*^) 
Significance p<0.05. * vs. LP, ^ vs. MP 
 
After manufacturing the surfaces had a very grainy topography at the macro scale, 
but smooth topography at the micro scale (Figure 7.2A,B). Blasting and acid etching 
induced micro roughness on surfaces while maintaining macro structure (Figure 7.2C,D). 
Pickling overlaid fine and homogenous nanofeatures on the macro surface (Figure 7.2E,F). 
Cross sectional, low magnification SEM images show internal pore surfaces looking 
similar to pretreated constructs, indicating the inability of grit blasting treatment to affect 
internal construct pores (Figure 7.3). Surface roughness results revealed increasing surface 
roughness and area at the macro level for increasing porosity (Figure 7.4A,B). Surface 
micro roughness showed no difference between groups except an elevation in 3DHP 






Figure 7.2. SEM images of (columns from left to right) 2D, 3D low, medium and high 
porosity disks. Low magnification images showing trabecular structure after production 
(A), after blasting and acid etching (B), and after picking (C). High magnification images 
showing smooth surfaces after production (B), micro-roughness after blasting and acid 







Figure 7.3. Cross sectional SEM images of 3DLP (A); 3DMP (B); and 3DHP (C) 
constructs. An enlarged image of 3DHP (D) shows an absence of surface roughness 
induced by grit blasting. 
 
 
Figure 7.4. Macro surface roughness (A), macro surface area (B), micro surface 
roughness (C) and micro surface area (D) analyzed with laser confocal microscopy. 1 
way ANOVA with Bonferroni’s correction shows significance of p<0.05 for * vs. 




Live/dead analysis indicated that cells on all surfaces had high viability.  No 
significant differences in osteoblast viability were observed across constructs with varying 
porosity (Figure 7.5A). 2D surfaces had the highest percent viability at 99.9%. 3DLP, 
3DMP and 3DHP constructs had 94.9%, 98.1% and 91.6% cell viability, respectively. A 
noticeable decrease in number of cells was seen on 2D surfaces cultured under 
continuously shaking conditions. Representative SEM micrographs of cells cultured on 
disks showed cells spread evenly across surfaces (Figure 7.5B). 
 
Figure 7.5. MG63 cell viability (live=green, dead=red) after culturing until confluence 
on TCPS (A). No differences were found among groups using 1 way ANOVA with 
Bonferroni’s correction, p<0.05. SEM micrographs revealing well-spread cell 
morphology on surfaces (B). 
 
DNA was highest on TCPS and decreased as porosity increased (Figure 7.6A). ALP, a 
marker of early osteoblastic differentiation, was elevated on 3DLP compared to TCPS, 
then decreased on 3DMP and 3DHP compared to 3DLP, and decreased significantly on 
3DHP compared to TCPS (Figure 6B). OCN increased significantly on 3DHP compared 
to TCPS (Figure 7.6C). OPG increased on 3DMP and 3DHP compared to TCPS and 3DLP, 
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and was also significantly higher on 3DHP compared to 3DMP (Figure 7.6D). BMP2 on 
3DLP, 3DMP and 3DHP was significantly higher than on TCPS, and 3DMP and 3DHP 
constructs had higher BMP2 levels compared to 3DLP (Figure 7.6E). BMP4 was elevated 
on 3DHP compared to TCPS only (Figure 7.6F). VEGF was elevated on 3DMP and 3DHP 
compared to TCPS and 3DLP, and was also significantly higher on 3DHP compared to 
3DMP (Figure 7.6G).  
 
7.4. Discussion 
 Increased implant failure due to lack of osseointegration is a problem in 
compromised patients, which creates the need for better bone integration and mechanical 
properties of Ti and Ti alloy implants [316]. Although studies have pointed toward 3D 
porous implants as a possible solution, these surfaces have not been optimized for porosity 
or combined with desired surface roughness features.  
 Various additive manufacturing methods such as direct beam melting and laser 
sintering have come to the forefront of customized and porous implant manufacturing. The 
sintering system we use in this study has a theoretical resolution of 100 microns according 
to the laser size; however, limited studies have been performed on the homogeneity of laser 
strength within that diameter. Scan speed and wavelength can all have an effect on the 
manufactured structure’s density and therefore mechanical properties, but with higher 
resolution comes increased time of production.  
Previous studies have observed increased sintering density of over 97% with 
decreasing scan speeds to 50 mm/s [324]. Our qualitative evaluations using SEM and 
quantitative analysis using micro CT point toward a close approximation of our construct  
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Figure 7.6. MG63 cell response to laser sintered, porous surfaces 24 hours after 
confluence. DNA content (A), alkaline phosphatase specific activity (B), osteocalcin 
(C), osteoprotegerin (D), bone morphogenetic protein 2 (E), bone morphogenetic protein 
4 (F), and vascular endothelial growth factor (G). Significance determined with 1 way 
ANOVA with Bonferroni’s post- correction, p<0.05 for * vs. TCPS, ̂  vs. 2D, # vs. 3DLP 
and $ vs. 3D-MP. 
structure with that of human trabecular bone, even at high density. Although the optimal 
pore diameter for porous implants has been debated in literature, most studies observe 
increased cell infiltration or bone ingrowth for pores larger than 100µm in diameter [175, 
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327, 328]. Pore sizes of 200-400µm have been thought to increase osteoblast attachment, 
migration and proliferation via activation of mechanoreceptors [329]. We observed pore 
sizes upwards of 300µm in our disks, which has been suggested as a minimum for new 
bone and capillary formation [175]. Pore diameter has been suggested to have higher 
influence on bone ingrowth when compared to total percent porosity alone, although we 
were not able to isolate these two variables in our constructs [330].  
 Similar processing methods have previously been shown to successfully 
manufacture surfaces with stable mechanical properties and good in vitro results [116]. The 
effect of roughness at both the micro- and nano-scales on osteoblast differentiation has 
been well documented [9, 140, 141], and our results show that traditional methods such as 
blasting and acid etching are effective at inducing a homogeneous combined micro-/nano-
roughness on additively manufactured surfaces. Due to the high interconnectivity between 
pores, acid treatment and pickling solutions were able to access the entire surface area of 
constructs to create a unique, homogenous nanostructured surface. However, our results 
show that blasting was not able to significantly alter the internal pores of the constructs. 
Despite this, cell response still increased significantly for high porosity constructs, 
suggesting that macro-structural effects of 3D porous constructs may play a larger role in 
cell response compared to surface roughness alone.  
 Human trabecular bone from the mandible has a porosity range of 70-90%, which 
varies with location and patient factors [331-333]. In this study, we created porous 
structures ranging from 20-70% to determine the optimal percent porosity for cells. Our 
compressive moduli decrease with increasing porosity, which has been corroborated for 
both synthetic constructs and human bone [320, 332]. Compressive testing on human 
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trabecular bone has shown a compressive modulus of 1.08 GPa [334]. A study 
encompassing 160 human trabecular bone samples with compressive moduli ranging from 
approximately 300-900 MPa showed that bone-volume fraction (density), surface-to-
volume ratio, trabecular thickness (strut thickness) and spacing (pore diameter) all 
contributed significantly to differences in mechanical properties [335]. The direction of 
loading can also impact mechanical output, which is especially true due to the anisotropic 
properties of bone [325]. In this study, we performed testing on porous constructs with a 
1mm solid base, which may have contributed to a higher modulus than just the porous 
component alone. 
Surface chemistry of disks with varying porosity contained mainly elements of Ti, 
O and C, although bulk chemistry confirmed the presence of Ti, Al and V in the alloy. 
Previous surface analysis of Ti6Al4V surfaces has also shown the presence of Al in the 
oxide layer, which may have been masked by Ca and P after blasting [133]. Contact angle 
on 2D proxy surfaces was neither super-hydrophilic nor hydrophobic. These 2D surfaces 
underwent the same surface treatment as 3D constructs, although the effect of strut 
curvature and differences in internal surface roughness on wettability for 3D constructs 
could not be determined. Surface roughness and area at the micro level were not different 
among groups except for an elevated roughness on 3DHP, which may have been due to the 
decreased strut thickness and increased curvature at sites of analysis. 
 Cell viability was high and not significantly different among surfaces. A qualitative 
observation of a decrease in cell number with increasing porous constructs suggests that 
cells had infiltrated pores and distributed over a larger surface area. Previous studies on 
additively manufactured porous surfaces also showed high cell viability and cell infiltration 
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into pores [336], which were confirmed by our SEM images. We assume high cell viability 
exists for cells that have infiltrated to the pores; however, we were not able to visualize all 
the way to the bottom of the disks to fully verify cell infiltration. Viability results were 
limited to the first 550µm, a limitation of the imaging equipment.  
 The decrease in ALP specific activity and the increase in OCN point toward a 
porosity-dependent maturation response. Previous reports of ALP activity on roughened 
surfaces noted a significant difference in cell layer activity versus isolated cells, suggesting 
increased matrix vesicle production [337]. These results also correspond to the decreased 
DNA content on 3DHP constructs, indicating a preference toward osteoblast maturation 
instead of proliferation. OPG, a decoy receptor for RANKL and involved in the bone 
remodeling process, was increased on 3DMP and 3DHP constructs. This increase in OPG 
blocks osteoclast differentiation in a protective effect to enhance bone growth, and has 
been implicated in osteoblast-osteoclast communication [338]. An increase of BMP2 and 
BMP4, especially on 3DHP surfaces, corroborates previous studies that observe increased 
BMP production on constructs with 300-400µm pore diameters [339]. Although our pore 
diameters are larger, the irregular porosity of trabecular bone may contribute differently to 
local factor production than in other studies with user-defined geometries. The increase of 
BMP local factor production indicates that our porous constructs have the potential to 
regulate the induction of bone inside the construct, as well as induce bone distally. The 
Increased levels of VEGF on 3DHP constructs also point toward this trend, indicating that 
highly porous constructs of trabecular bone structure are inductive for blood vessel 
formation as part of supporting new bone formation and bone regeneration.  
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 As percent porosity increased, so did the surface area to volume ratio, indicating an 
increased surface area for cell interaction. It has previously been shown that rough titanium 
surfaces enhance osteoblastic differentiation and increase local factor production, so the 
increased cell response in this study may well be attributed to the varying material 
properties of our surface [23]. In this study, the combination of the three dimensional 
macro-structure, increase in surface area and combined micro-/nano- surface modification 
enhanced the osteoblast phenotype. Increased curvature on 3D surfaces with higher 
porosity may exert higher mechanical forces on a cell, which has been shown to direct cells 
toward osteoblast differentiation [340]. This response could be mediated by cell-surface 
integrin proteins. In particular, α5 has been implicated in osteoblast attachment and 
proliferation, and α2β1 in osteoblast morphology and differentiation via its binding to 
collagen in the extracellular matrix [55, 56]. 
The role of confluence may contribute to cell response, and has been previously 
discussed with regard to TCPS versus rough titanium surfaces [54]. Although decreased 
DNA was shown on Ti6Al4V surfaces compared to TCPS controls, previous studies on 
pre-confluent cultures have also shown a different maturation profile of osteoblasts on the 
Ti alloy surfaces compared to TCPS, suggesting that our resulting cell response was also 
surface specific and not confluence dependent [329].  
 Increased bone growth in response to additively manufactured implants has been 
shown in various animal models, including rats and sheep [118, 341]. Previous work has 
shown highest calcium content and in vivo response to materials with 75% porosity 
compared to higher porosities [13]. Further work in an animal model will be essential to 
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assess the success of bone growth into individual pores and osseointegration capability of 
the entire porous construct. 
 
7.5. Conclusion  
 In this study, we used additive manufacturing to produce Ti6AlV materials with 
varying porosity that structurally mimicked human trabecular bone, and further created a 
desirable surface for osteoblasts by inducing combined micro-/nano-roughness. Our results 
indicate that a high porosity construct mimicking trabecular bone structure is capable of 
stimulating osteoblast differentiation when compared to 2D and low porosity constructs. 
Additive manufacturing is a scalable manufacturing method that has the potential to create 
structurally complex, patient-specific orthopaedic and dental implants and scaffolds for 
increased osseointegration. Although trabecular orientation may vary across individuals 
and locations in the body, this study suggests that osteoblast cells actually do prefer one 
type of porosity and structure. In addition, this study reveals the possibility for creating 




ENHANCED OSTEOBLAST RESPONSE TO POROSITY AND 
RESOLUTION OF ADDITIVELY MANUFACTURED TI-6AL-4V 
CONSTRUCTS WITH TRABECULAE-INSPIRED POROSITY 
In [Cheng A, Humayun A, Boyan BD and Schwartz Z. Enhanced osteoblast response to 
porosity and resolution of additively manufactured Ti-6Al-4V constructs with trabeculae-
inspired porosity. 3D Printing and Additive Manufacturing. 2016. 3(1):10-21] 
 
8.1. Introduction 
Additive manufacturing in the biomedical space has traditionally been limited to polymer 
printing through a deposition style method [342]. In contrast, methods such as laser 
sintering and electron beam melting manufacture from a bed of powder [322]. These 
methods allow a bottom up approach of manufacturing for metals, opening up vast 
opportunities for engineering implants and devices with improved mechanical strength. 
Titanium and its alloys are commonly used materials for orthopaedic and dental 
implants due to their corrosion resistance, high strength to weight ratio and ability to 
osseointegrate with the body [107, 311]. Until recently, these implants have been 
manufactured through a reductive process to produce a solid implant body. While the 
implant body has not changed much over the last few decades, advances in surface 
technology have introduced micron scale, submicron scale and nanoscale roughness as well 
as increased wettability on implant surfaces. These changes at the surface have helped to 
increase early osseointegration and implant success in patients [19, 343]. However, 
osseointegration rates still vary widely, especially for patients with diabetes, smokers and 
the elderly [316, 344, 345]. Additionally, mechanical mismatch in orthopaedic implants 
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between the implant bone and host bone can cause stress shielding, leading to repercussions 
including increased fracture rate occurring distal to the implant[321, 346]. These factors 
all contribute toward a need for implants that enhance clinical success. 
The introduction of porous implants by additive manufacturing has sought to 
address these issues. This solution is attractive not only for its ability to manufacture 
materials with less time and waste, but also to design custom implants for patients[144, 
347, 348]. Laser sintering is one form of additive manufacturing that has been used to 
create bone-interfacing Ti-6Al-4V implants [144]. Already, these laser sintered solid 
implants have shown promise in clinical studies [349]. Surface processing methods have 
been used to achieve similar surface roughness and wettability for additively manufactured 
Ti-6Al-4V implant materials as traditional implants [116]. Previous studies have shown 
increased osteoblast-like response to trabecular bone-like constructs based on porosity 
[38]. Enhanced cell response at the surface can lead to favorable clinical responses. Other 
porous TI-6Al-4V implants have shown success via increased bone to implant contact and 
mechanical integration compared to solid implants in animal studies [121, 350]. However, 
as porosity of an irregular bone like trabecular environment can be difficult to define, cell 
response may depend on more than just how much void space is available within the 
construct. The combination of well-known surface parameters such as roughness and 
hydrophilicity with variations in trabecular detail and porosity has not yet been explored.  
In this study, we characterize and evaluate biological response to laser sintered Ti-
6Al-4V constructs with a 3D trabecular bone inspired porosity. We hypothesize that 
osteoblastic response will be enhanced on 3D compared to 2D solid constructs, and that 
this response is porosity and resolution dependent.  
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8.2. Materials and Methods 
Material manufacturing and post-fabrication surface processing 
 2D disks and 3D constructs were manufactured using laser sintering (EOS GmbH, 
Krailling, Germany) from Ti-6Al-4V powder as described previously[38]. 2D disks were 
15mm in diameter and 1mm in height. A CT template scan was taken of human femoral 
trabecular bone (µCT40, Scanco Medical, Bassersdorf, Switzerland) with a 16µm voxel 
size. Scanco software was used to rotate the template on itself 12, 24 or 36 times to create 
low, medium or high porosity constructs 15mm in diameter and 5mm in height, including 
a 1mm solid base. In this study, resolution is defined as the amount of trabecular detail 
captured from the original CT scan. In this study, “high resolution” constructs are those 
that captured more detail from the CT template due to higher thresholding within the 
capture software. “Low resolution” constructs are those with a lower data capture 
threshold, and resulted in less detail incorporated into the final manufactured construct. 
Disks and constructs were blasted with CaPO4 particles, followed by acid etching once in 
0.3N HNO3 at 45
oC and twice at 25oC for five minutes. Materials were rinsed in 97% 
methanol before ultrasonicating three times for 10 minutes in ultrapure distilled water at 
room temperature. Materials were then immersed for 30 minutes at 80oC in a 1:1 solution 
of 20 g/L NaOH to 20 g/L H2O2 and ultrasonicated again in water at room temperature. 
Materials were finally immersed in 65% HNO3 for 30 minutes before ultrasonicating in 
water at room temperature. All materials were allowed to dry for at least 24 hours to 
stabilize the oxide layer, then sterilized via gamma irradiation before characterization and 
cell culture.  
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Material characterization 
 Scanning electron microscopy (SEM) was used to evaluate surface topography at 
the macro-, micro- and submicro/nano-scales (Zeiss AURIGA, Oberkochen, Germany). 
Images were taken with a 4kV accelerating voltage, 30µm aperture, InLens detector and 
4mm working distance.  
Micro-computed tomography (microCT) was used to evaluate porosity of 3D 
constructs (SkyScan 1173, Bruker Corporation, Billerica, Massachusetts, USA). An 
accelerating voltage of 100kV, current of 80µA, 1.0mm aluminum filter and pixel size of 
20.1µm were used to image constructs. Files were reconstructed in NRecon software with 
100% beam hardening. Reconstructed files were analyzed in CTAn software to determine 
total porosity (percent of void space within construct), surface area to volume ratio, pore 
diameter (average spherical diameter between metal struts) and strut thickness. The 
average ± standard deviation (SD) of porosity parameters was calculated for 6 samples per 
group. 
Laser confocal microscopy (LCM) was used to image and quantify surface 
roughness (Zeiss LSM 710). Z-stacks were obtained with a Plan Apochromat 20x/0.8 M27 
objective with a 5x optical zoom, 0.39µs pixel dwell, 25µm pinhole, 85µm x 85µm image 
size and z-step of 1µm. A 405nm laser with 50% strength was used in reflection mode. 3D 
z-stack images were captured of 2D and 3D constructs at 10X magnification to show 
differences in macro-scale features. To evaluate surface roughness, z-stacks were taken at 
40X magnification with a 5X optical zoom to eliminate interference from curvature. 
Average surface roughness (Sa) was defined as the average absolute distance in the z-plane, 
and peak-to-valley height (Sz) was defined as the average sum of the highest peak and the 
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lowest valley in the z-plane. Roughness values were obtained using ZEN software (Zeiss) 
and shown as an average ± SD of 6 samples per group. 
X-ray photoelectron spectroscopy (XPS) was used to analyze surface chemistry 
(ThermoFisher ESCALab 250). Analysis was conducted using an XR5 gun at 15kV with 
a 20ms dwell time and 1eV energy step size. A spot size of 500µm was used, with average 
values taken from two survey scans.  
Sessile drop contact angle analysis was used to determine surface wettability on 2D 
disks (Ramé-Hart Instrument Co., Succasunna, New Jersey, USA). A 4µL drop of distilled 
water was placed on disks, and the average of left and right angles were averaged every 5 
seconds for 20 seconds after drop placement. A total n=10 drops was analyzed across two 
disks.  
Mechanical properties of samples were evaluated through compression testing of 
porous constructs (MTS Insight 30, MTS Systems Corporation, Eden Prairie, Minnesota, 
USA) at room temperature. Testing was conducted with a speed of 0.02 mm/s, data 
acquisition rate or 500hz/s, pre-load of 0.01kN, pre-load speed of 0.025mm/s and strain 
endpoint of 80%. Testing was conducted until failure or a 30kN maximum load was 
applied. 
Biological response 
 MG63 osteoblast-like cells (ATCC, Manassas, Virginia, USA) and normal human 
osteoblasts (NHOst Donor 25433, Lot 336963, Lonza, Walkersville, MD, USA) were 
cultured to confluence in T75 flasks before plating. 2D disks and 3D constructs were 
designed to fit snugly in the bottom of a 24-well plate. Cells were plated at a density of 
30,000 cells/cm2 according to surface area on tissue culture polystyrene (TCPS), which 
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was used as an optical control for confluence. Cells were fed with full medium (DMEM + 
10% FBS + 1% penicillin/streptomycin) 24 hours after plating. At confluence at 
approximately day 3, cells were treated with fresh medium and harvested 24 hours 
afterward for analysis of cell layer lysate and conditioned medium.  
DNA content was analyzed by fluorescence using the Quant-iT kit (Thermo Fisher 
Scientific, Waltham, Massachusetts, USA). Alkaline phosphatase specific (ALP) activity 
of cell lysates was determined by analyzing release of para-nitrophenol from para-
nitrophenolphosphate at pH 10.2. ALP was normalized to total protein content as 
determined by bicinchoninic acid assay (Thermo Fisher Scientific). Enzyme-linked 
immunosorbent assays were used to evaluate expression of osteocalcin (OCN, Alfa Aesar, 
Ward Hill, Massachusetts, USA), osteoprotegerin (OPG, R&D Systems, Inc., Minneapolis, 
Minnesota, USA), vascular endothelial growth factor (VEGF, R&D Systems, Inc.) and 
bone morphogenetic proteins 2 and 4 (BMP2, PeproTech, Rocky Hill, New Jersey, USA 
and BMP4, R&D Systems, Inc.).  
Statistics 
 All material characterization results are shown as average and standard deviation 
(SD), while biological results are shown as average and standard error of the mean (SEM). 
The differences between groups was measured by one way analysis of variance (ANOVA) 
was performed with a Bonferroni post-hoc analysis to analyze groups of 3 or more. P<0.05 





 SEM images of sintered constructs showed varying macro-scale topography but 
similar micro-/submicro-/nano-scale topography after surface processing. 2D controls 
possessed pronounced peaks observed at low magnification, while a micro-roughness with 
nano-features was evident at high magnification (Figure 8.1A). Macro-scale features of 3D 
constructs with low resolution (Figure 8.1B) were significantly different than those with 
high resolution (Figure 8.1D). 3D constructs with high resolution contained smaller pores 
and struts within larger features. However, high magnification images of all 2D and 3D 
constructs across porosities and resolutions indicated similar micro-roughness, which 
included submicron and nano-features (Figure 8.1C and 8.1E).  
MicroCT analysis showed total porosity ranged was 41.0%, 56.6% and 76.1% for 
LP-LR, MP-LR and HP-LR constructs, respectively. Total porosity was 52.5%, 57.3% and 
70.9% for LP-HR, MP-HR and HP-HR constructs, respectively (Table 8.1). Total porosity 
values were not significantly different than open porosity values for the same constructs 
(Figure 8.2A). Cross-sectional images of constructs showed finer detail in high resolution 
constructs compared to low resolution constructs that was evident throughout the bulk of 
the construct (Figure 8.2B). MicroCT analysis also showed that SA/V ratio and pore 
diameter increased and strut thickness decreased with increasing porosity within each 
resolution (Table 8.1). Surface area to volume ratio ranged from 5.1 to 8.1 for LR 
constructs and 10.2 to 11.5 for HR constructs. Pore diameter ranged from 641 to 1096 µm 
for LR constructs and 461 to 872 µm constructs. Strut thickness ranged from 475 to 673 
for LR constructs and 267 to 311 for HR constructs. 
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Figure 8.1. Scanning electron micrographs of 2D (A), low resolution 3D (B,C) and low 
resolution 3D (D,E) constructs. Low magnification (A left, B, D) shows macro-structure 






Table 8.1. Porosity Parameters Obtained by MicroCT (Average ± Standard Deviation) 




Surface roughness was evaluated by laser confocal microscopy (Figure 2C-E). 
Average surface roughness was not significantly different for any of the 2D or 3D construct 
surfaces. Peak-to-valley height values did not differ for any surfaces except for 3DHP-HR, 
which was higher than 3DMP-LR. 
XPS showed that a majority of elements present on the surface of 2D and 3D low 
resolution constructs were oxygen (O), carbon (C) and titanium (Ti). The levels of these 
three main elements did not vary significantly between 2D and 3D constructs (Figure 3A). 
Differences were exhibited for lower concentration elements nitrogen (N) and sulfur (S). 
Contact angle analysis yielded a contact angle of 62±18o for 2D surfaces (Figure 3B). 
Compression testing showed a nonlinear decrease in compressive modulus with 
increasing construct porosity, with different trends for changes in porosity in low and high 
resolution constructs (Figure 3C). Average compressive moduli of 3.6±0.083, 3.4±0.080 
and 2.6±0.078 GPa decreased significantly as porosity increased for LP-LR, MP-LR and 
Group Total Porosity 
(%) 














 3DLP 41.0 ± 0.3 5.1 ± 0.1 641 ± 9 673 ± 10 
3DMP 56.6 ± 2.4 (*) 6.5 ± 0.3 (*) 785 ± 15 (*) 572 ± 18 (*) 












3DLP 52.5 ± 2.1 (*^#) 10.2 ± 0.2 (*^#) 461 ± 9 (*^#) 311 ± 6 (*^#) 
3DMP 57.3 ± 0.8 (*#&) 10.8 ± 0.3 (*^#&) 563 ± 2 (*^#&) 288 ± 8 (*^#&) 
3DHP 70.9 ± 0.4 (*^#&$) 11.5 ± 0.1 (*^#&$) 872 ± 6 (*^#&$) 267 ± 3 (*^#&$) 
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HP-LR constructs, respectively. A similar trend was observed for LP-HR, MP-HR and HP-




Figure 8.2. Total (black) and open (white) porosity values (A) and cross sectional views 
(B) of 3D constructs obtained by microCT imaging. 1 way ANOVA with Bonferroni 
correction, p<0.05, * vs. LP, ^ vs. MP within low and high resolution groups. Student’s t-
test comparing total and open porosity for each group was not significant. Surface 
roughness images (C) and average surface roughness (D) and peak-to-valley height values 
(E) for 2D surfaces and 3D constructs. 1 way ANOVA with Bonferroni correction, p<0.05, 




Figure 8.3. Surface chemistry of 2D and 3D high resolution constructs (A). 1 way 
ANOVA with Bonferroni correction, p<0.05, * vs. 2D. Contact angle of 2D surfaces (B). 
Average and standard deviation of compressive modulus values for low resolution 
(circles, dotted line) and high resolution (squares, solid line) 3D constructs (C). 1 way 
ANOVA with Bonferroni correction, p<0.05, * vs low porosity, ^ vs. medium porosity 
for each type of resolution. 
 
Cell response 
 MG63 cells exhibited differential responses to 2D and low and high resolution 3D 
constructs.  MG63 cells exhibited porosity and resolution dependent responses to 3D 
constructs. DNA content decreased for all 3D constructs compared to 2D surfaces (Figure 
4A). DNA content was further decreased for LP-HR and MP-HR constructs compared to 
all LR constructs, and increased for HP-HR constructs compared to LP-HR and MP-HR 
constructs. OCN was elevated on HP-LR, LP-HR and MP-HR constructs compared to 2D 
surfaces and LP-LR constructs (Figure 4B). OCN for LP-HR and MP-HR constructs was 
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additionally increased compared to MP-LR and HP-LR constructs. OPG was elevated on 
LP-HR and LP-HR compared to 2D surfaces, and LP-HR compared to LP-LR and MP-LR 
constructs (Figure 4C). OPG was decreased on MP-HR and HP-HR constructs compared 
to LP-HR constructs. VEGF was increased on HP-LR and MP-HR constructs compared to 
2D surfaces and LP-LR and MP-LR constructs, and VEGF on MP-HR was also increased 
compared to on HP-LR and LP-HR constructs (Figure 4D). BMP2 was increased on HP-
LR, LP-HR and MP-HR constructs compared to 2D surfaces, LP-LR and MP-LR 
constructs, and decreased on HP-HR constructs compared to HP-LR, LP-HR and MP-HR 
constructs (Figure 4E).  
NHOst response to 2D versus 3D constructs confirmed the MG63 cell results.  
Therefore, effects of porosity were only analyzed on HR constructs. NHOsts grown on 
high resolution constructs exhibited less robust differences to porosity on high resolution 
constructs compared to MG63 cells. DNA content and ALP activity was decreased on all 
3D constructs compared to 2D surfaces (Figure 5A, B). Osteocalcin was significantly 
higher on LP-HR and MP-HR constructs compared to 2D surfaces, while OPG, VEGF and 
BMP4 were elevated on all 3D constructs compared to 2D surfaces (Figure 5D, E, G). 
BMP2 was elevated on all 3D constructs compared to 2D surfaces, but decreased on HP-




Figure 8.4. MG63 cell response to 2D and low and high resolution 3D constructs. DNA 
content (A), osteocalcin (B), osteoprotegerin (C), vascular endothelial growth factor (D) 
and bone morphogenetic protein 2 (E). 1 way ANOVA with Bonferroni correction, 








Figure 8.5. Normal human osteoblast response to 2D and high resolution 3D constructs. 
DNA content (A), alkaline phosphatase specific content (B), osteocalcin (C), 
osteoprotegerin (D), vascular endothelial growth factor (E), bone morphogenetic protein 2 
(F) and bone morphogenetic protein 4 (G). 1 way ANOVA with Bonferroni correction, 




 Total and open porosity of 3D constructs did not differ, indicating that all pores 
were interconnected. microCT results corroborated qualitative SEM observations. 
Although MP-LR and MP-HR constructs did not have significantly different total porosity 
values, MP-HR constructs had a significantly higher SA/V ratio and smaller pore diameter 
and smaller strut thickness compared to 3DMP-LR constructs. This could also be observed 
in SEM images, and was due to the incorporation of higher detail into 3DMP-HR 
constructs.  
Although average surface roughness (Sa) did not differ for constructs, peak-to-
valley heights did vary for some. This may have been due to the inability of line-of-sight 
surface processing techniques to evenly affect and penetrate all parts of the constructs. 
While acid etching may be able to penetrate the entire construct, blasting by calcium 
phosphate may have been limited to certain exposed sites at the surface. Cross sectional 
SEM images shown in a previous study corroborate this[38].  
While high concentration Ti, O and C elements did not vary across constructs, the 
presence of low concentration elements did differ. Variations in nitrogen may be a result 
of time spent during manufacturing and surface processing, as nitrogen is used in the laser 
sintering process as well as during etching in HNO3. The presence of Ca and P could be 
attributed to trace elements left behind during blasting with CaPO4. Although XPS analysis 
was averaged across 6 different areas and multiple constructs, differences in one area may 
contribute to a larger standard deviation for low concentration elements. 
Contact angle analysis could not be performed on 3D constructs due to the large 
pores. Although contact angle was performed on 2D surfaces as a proxy, the surface 
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roughness may have contributed to higher standard deviation in contact angle values [22]. 
Additional methods for wettability analysis may need to be evaluated in the future to gain 
a better understanding of surface energy on 3D constructs.  
Optimal bone substitution materials should have similar mechanical properties to 
natural bone and integrate well with the surrounding tissue. In addition to their ability to 
osseointegrate, titanium alloys are attractive for implant materials due to their high fracture 
toughness and strength [310]. However, the high elastic modulus of titanium compared to 
that of bone can cause significant clinical problems for orthopaedic implants. Elastic 
moduli for bone has been reported to range from 0.5 to 30 GPa based on trabecular or 
cortical areas, which differs from an elastic modulus of up to 115 GPa for titanium alloys 
[351-353]. This difference in bulk material properties can lead to insufficient loading on 
bone distal to the implant, resulting in stress shielding and bone resorption [346, 352]. For 
hip implants in particular, reduced stem stiffness by incorporating porosity can decrease 
bone atrophy due to stress shielding[321].  
All 3D constructs presented in this study had compressive moduli ranging from 2.4 
to 4.1 GPa, which are within the lower range of moduli for bone [352]. Other studies have 
indicated similar mechanical properties for laser sintered porous Ti-6Al-4V[38, 354]. 
Differences in mechanical properties of constructs and the non-linear correlation with 
percent porosity can also be attributed to differences in structural parameters such as strut 
size and tortuosity [320, 355]. These results indicate that porosity can be tailored to alter 
mechanical properties for patient- and application-specific applications, with the potential 
to reduce stress shielding. In this study, compression testing was performed to evaluate the 
elastic modulus. Although tensile modulus is typically reported for materials, previous 
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studies have shown that compressive and tensile analysis of bone yields comparable 
modulus values [356]. In addition, the load-bearing nature of bone-interfacing implants 
makes compression testing more clinically relevant. Because compression testing was 
performed on constructs including a 1mm solid base, modulus values may be higher than 
for completely porous constructs. However, the values presented here may be more 
clinically relevant for solid implants coated with a porous exterior.  
Various studies have shown increased osseointegration via volume of bone 
ingrowth and mechanical stability of porous implants compared to solid implants [350, 
357, 358]. Our hope is that porosity inspired by nature would yield a better biological 
response than human-designed porosity. We have seen this concept to be true in previous 
studies of surface roughness, where osteoblasts exhibit higher factor production on acid-
etched and grit blasted titanium surfaces with a more natural distribution of peaks and 
valleys compared to micro-patterned substrates with predefined features [142]. Other 
studies have shown the effectiveness of combined micro-/nano-roughness on titanium 
substrates, mimicking the natural hierarchical surface roughness of bone, for improving 
osteoblast response [9, 25]. Through characterization data, we showed that our constructs 
had similar surface chemistry and multi-scale roughness but differences in 3D porosity. 
Based on the differential biological response to our materials, we propose that osteoblast 
response is sensitive to and dependent upon changes in pore diameter and structure in 3D 
Ti-6Al-4V constructs. 
 Osteoblasts showed increased differentiation, maturation and local factor 
production on 3D constructs compared to 2D solid surfaces. In this study, we first used the 
MG63 cell line to screen for differences in biological response to 2D versus 3D constructs 
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with low and high resolution. The MG63 osteoblast-like cell line is commonly used to 
evaluate cell response to titanium surfaces. Although immortalized cell lines are attractive 
for their ease of culture and reduced biological variability, they cannot serve as a substitute 
for using primary cells. MG63 cells in particular, although acceptable for pilot testing of 
biomaterials, still exhibit increased proliferation, RUNX2 and osteocalcin gene expression 
and decreased alkaline phosphatase and collagen 1 gene expression compared to normal 
human osteoblasts [359]. Due to the clear preference of MG63 cells for HR constructs, we 
then chose NHOsts as a primary osteoblast to validate MG63 results to changes in porosity 
on the HR constructs. Although both MG63 and NHOst cells significantly favored 3D 
porous constructs over 2D solid surfaces, NHOsts exhibited less of a porosity-dependent 
response on HR constructs compared to that of MG63 cells.  
 This cell-dependent response to titanium surfaces has been shown previously with 
respect to surface roughness [22, 133]. We propose that this response is also dependent on 
the stage of osteoblast maturation. A heightened response to varying porosity from 
immature osteoblast-like MG63 cells contrasts a decreased response from NHOsts at a 
potentially different stage of maturation. Our results showed 6.9, 6.5 and 6.1 fold increases 
in OCN, VEGF and BMP2 for MG63 cells on MP-HR constructs compared to 2D controls, 
respectively, while NHOsts on the same constructs exhibited 2.9, 2.0 and 2.7 fold increases, 
respectively. We have previously observed shown that mature osteoblasts exhibit a reduced 
response to surface roughness as well as to 1,25-dihydroxyvitamin D3 treatment [360]. 
Age and sex are important considerations when evaluating response of primary cells, and 
have been shown to significantly affect response to titanium substrates [63, 65]. In this 
study, the NHOst donor was a 2 year old Caucasian male. It is possible that the young age 
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of this donor resulted in favorable responses to all 3D constructs regardless of porosity, 
and that an older or more compromised donor would show a more differential response 
based on porosity. Further studies on primary osteoblast response based on donor age, sex 
and potentially health will be necessary to understand if and how porous constructs can be 
tailored to certain populations.  
Few studies have shown such a clear preference of osteoblasts to 3D porous Ti-
6Al-4V constructs compared to 2D surfaces. Because all materials in this study were 
manufactured and processed in the same way to achieve similar roughness and chemistry, 
we propose that the 3D constructs provide a distinct structural advantage over 2D surfaces 
that increases osteoblast response. It is unclear what specific material parameter drives 
differentiation of osteoblasts on 3D constructs, if one at all. Previous studies by our lab 
suggest that the enhanced osteoblast response to surface roughness and 3D substrate 
morphology is dependent upon the α2β1 integrin, a surface receptor for collagen [37, 56]. 
Indeed, changes in porosity may lead to variations in cell attachment and orientation, 
affecting extracellular matrix production and mineralization [361]. Characterization by 
microCT shows that total porosity, surface area to volume ratio, pore diameter and strut 
size all vary based on construct design and resolution. However, due to the trabeculae 
inspired design of porosity, each of these parameters may change depending on the exact 
location of characterization. In addition, it is unclear how interconnected porosity affects 
cell-cell communication. Not only can open porosity facilitate paracrine signaling, but 
parameters such as size, shape and tortuosity have also been shown to influence the shear 
stress on cells [362]. Although mechanical transduction is not well understood in porous 
constructs, it is well known that changes in the mechanical stimulus of a cell or its substrate 
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can lead to downstream effects [363]. In fact, it is suggested that fluid forces contribute 
more to osteoblast response than strain from the substrate or extracellular matrix [364]. 
While our characterization provides information on the average porosity parameters for 
these constructs, cells may experience a different micro-scale environment based on their 
location within the construct. Future studies may examine location-specific biological 
response to understand how response within individual pores contributes to overall 
biological response.  
 
8.5. Conclusion 
 Porous Ti-6Al-4V implants have great potential in the dental and orthopaedic 
fields. With additive manufacturing, implant porosity can be customized for the patient. In 
this study, laser sintered constructs were manufactured with varying porosity and 
resolution inspired by human trabecular bone structure. Biological response by human 
osteoblasts showed increased differentiation, maturation and local factor production on 3D 
compared to 2D solid constructs. Osteoblasts exhibited cell-type dependent responses to 
construct porosity. MG63 cells produced higher local factor production on HR compared 
to LR constructs, which incorporated finer detail from trabecular bone. NHOst cells also 
exhibited an enhanced response to 3D porous constructs compared to 2D solids surfaces, 
though the response to changes in porosity was less evident than that of MG63 cells. These 
results suggest that incorporating trabecular-inspired porosity into bone-interfacing 
implants may enhance cellular response and implant osseointegration. 
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CHAPTER 9 
LASER SINTERED CONSTRUCTS WITH BIO-INSPIRED 
POROSITY AND SURFACE MICRO/NANO ROUGHNESS 
ENHANCE MESENCHYMAL STEM CELL DIFFERENTIATION 
AND MATRIX MINERALIZATION IN VITRO 
In [Cheng A, Cohen DJ, Boyan BD and Schwartz Z. Laser sintered constructs with bio-
inspired porosity and surface micro/nano roughness enhance mesenchymal stem cell 





 Additive manufacturing of metals, the industrial term for “3D printing,” has been 
credited with huge potential for the future of orthopaedic and dental implants; implants can 
be customized and fabricated to be porous for mechanical and biological fixation. The use 
of additive manufacturing to develop materials with non-traditional architecture can reduce 
material waste with potential financial savings [365, 366]. Large animal studies point 
toward the success of these implants for clinical use [341, 367]. A recent study by 
researchers in Italy showed a 97.4% 3-year implant clinical survival rate for direct metal 
laser sintered dental implants used to support maxillary overdentures, the first long-term 
clinical study of its kind [368]. Varying porosity of three dimensional (3D) implants also 
offers the ability to increase surface area for bone-to-implant contact, promote blood vessel 
formation and tailor a mechanical modulus that more closely mimics bone than 
conventional solid implants [175, 369-371]. 
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 Our lab previously manufactured 3D titanium-aluminum-vanadium (Ti-6Al-4V) 
constructs with porosity approximating that of human trabecular bone, with additional 
surface processing to create micro- and nano- surface roughness [38]. Surface roughness 
at the micro- and nano-scale has been shown to positively influence osteoblast 
differentiation and clinical responses to titanium and its alloys [9, 34, 133, 135, 142, 372]. 
Until recently, however, biological responses to surface treatments were evaluated in vitro 
on two-dimensional implant surfaces. We reported that MG63 osteoblast-like cells 
responded in a porosity-dependent manner on 3D constructs with hierarchical surface 
roughness, with changes in factors promoting osteoblast differentiation, maturation and 
local factor production [38].  
 While osteoblasts are necessary for bone formation, they are only one of many cell 
types present during bone regeneration in response to implant placement. Mesenchymal 
stem cells (MSCs) are multipotent cells that have the ability to differentiate into various 
cells, including osteoblasts, chondrocytes and adipocytes [373]. More importantly, they are 
one of the first cells to arrive at the implant site, where they secrete factors that can 
influence cell recruitment, differentiation and the inflammatory micro-environment [374, 
375]. Studies from our lab have also shown that MSC response can be altered on titanium 
surfaces with varying micro- and nano-roughness [329]. Moreover, MSCs can differentiate 
into osteoblasts on the appropriate surface without the need for exogenous factors, such as 
bone morphogenetic protein 2 (BMP2), dexamethasone, or beta-glycerol phosphate [21, 
22, 65, 133]. 
 Few studies have examined the response of human marrow derived MSCs to porous 
titanium constructs, and even fewer have taken into consideration the variable of surface 
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roughness [376, 377]. Yavari et al. examined the effect of varying surface roughness of 
additively manufactured porous constructs on the response of human periosteum-derived 
cells, revealing differential in vitro and in vivo bone forming capabilities in response to 
different surface treatments [118]. Thus, both surface roughness and porosity can play an 
important role in MSC response and ultimately bone growth into these constructs, and are 
important parameters to be considered when designing orthopaedic and dental implant 
materials.  
 In this study, we considered MSC response to our previously reported additively 
manufactured Ti-6Al-4V constructs with varying porosity and combined micro-/nano- 
surface roughness.  These constructs were designed with porosity ranging from 52.5% to 
70.9% based on a computerized tomographic (CT) template of human trabecular bone 
[201]. We examined the effects of porosity and 3D construct environment on cell response, 
and analyzed osteogenic factor production after 3, 6, and 9 days, and mineralization after 
8 weeks to test the following hypotheses. (i) MSCs can be directed more effectively toward 
osteoblastic differentiation on 3D porous constructs than on 2D surfaces. (ii) The ability of 
MSCs on these 3D porous constructs to produce and respond to osteogenic factors is 
sustained longer than on 2D surfaces. (iii) The MSCs on 3D porous constructs are able to 
mineralize their extracellular matrix.  
 
9.2. Materials and Methods 
Manufacturing 
 Constructs were laser sintered (EOS, Krailling, Germany) from Ti-6Al-4V powder 
and surface treated as described previously and with a higher level of detail (“high 
 171 
resolution” constructs) captured from original bone CT scans than first generation “low 
resolution” constructs according to software capability. In short, constructs were 
manufactured as 15mm diameter disks with a total height of 5mm (including a 1mm solid 
base) in low, medium and high porosity by overlaying the software template 12, 24 or 36 
times over itself to achieve the 52.5% (LP), 57.3% (MP) and 70.9% (HP) porosity, 
respectively [201]. 3D construct pore diameters ranged from 461 to 872µm and strut 
thicknesses ranged from 267 to 311µm. 2D solid disks were manufactured 15mm in 
diameter and 1mm height to serve as a control in materials characterization and biological 
evaluation. After laser sintering, all constructs were blasted with calcium phosphate 
particles using a proprietary method and acid etched in 0.3N HNO3, then in a 1:1 solution 
of 20 g/L NaOH and H2O2 and finally in 65% HNO3.  This treatment resulted in micro- and 
nano-scale surface roughness, with minimal impact on surface chemistry (<3% Ca and 
<4% P detected by x-ray photoelectron spectroscopy analysis) [201]. All constructs were 
sonicated in ultrapure distilled water, after which they were dried and sterilized with 
gamma radiation prior to characterization and cell culture.  
Materials Characterization 
Scanning electron microscopy  
 An AURIGA SEM (Zeiss, Oberkochen, Germany) was used to evaluate surface 
topography of constructs. The In-Lens detector was used with an accelerating voltage of 
4kV, working distance of 4mm and aperture of 30µm. Images were captured at varying 





 Surface wettability was examined on 2D disks using sessile drop contact angle. A 
4µL drop of distilled water was placed on five predetermined locations per disk, with two 
disks analyzed (n=10, where each drop is n=1) [22, 378]. The average of left and right 
contact angles of each drop were analyzed over 4 measurements taken every 5 seconds for 
20 seconds after drop deposition. 
Cell culture 
 Human mesenchymal stem cells (hMSCs) (Donor 1F4287, 22 year old black male) 
were obtained from Lonza (Walkersville, MD) and were cultured in MSC growth medium 
(Lonza) in T75 flasks until confluent, then plated on 2D surfaces and LP, MP and HP 
constructs at a density of 6x104 cells/construct. For confluence analysis, medium was 
replaced 24 hours after plating and at confluence (approximately the third day). For time 
course analysis, only TCPS (tissue culture polystyrene), 2D disks and MP constructs were 
plated with cells. Medium was replaced 24 hours after plating, then every 48 hours or at 3, 
6 and 9 days. Medium was aliquotted for analysis 24 hours after final medium exchange. 
Cells were rinsed twice with 1xPBS (EMD Millipore, Billerica MA) and lysed by overnight 
storage at -80°C in 0.05% Triton-X 100 (Sigma Aldrich, St. Louis, MO), followed by 
sonication for 10 seconds per sample. Whole cell lysates were analyzed for DNA content, 
alkaline phosphatase specific activity (ALP) and total protein. DNA content was analyzed 
by a fluorescent assay (Quant-iT DNA Assay kit, Life Technologies, Carlsbad, CA). ALP 
was determined by cleavage of para-nitrophenylphosphate to para-nitrophenol at pH 10.2 
after 45 minutes. ALP was normalized to total protein content, which was determined using 
a BCA Protein Assay kit (ThermoFisher Scientific). Osteocalcin (OCN, Alfa Aesar, Ward 
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Hill, MA), osteoprotegerin (OPG, R&D Systems, Minneapolis, MN), vascular endothelial 
growth factor-A (VEGF, R&D Systems), bone morphogenetic protein 2 (PeproTech, 
Rocky Hill, NJ) and BMP4 (R&D Systems) were analyzed by enzyme-linked 
immunosorbent assays (ELISA) using harvested conditioned medium. ELISA results were 
normalized to DNA content.  
Extracellular Matrix Mineralization 
 Sample preparation and cell seeding techniques were adapted from previous studies 
with minor alterations [379, 380]. Only MP constructs were used in this study, in three 
experimental groups: osteogenic medium (OM group); OM plus BMP2 (BMP2 group); 
and COL1-coated constructs treated with OM plus BMP2 (COL1 group) as described 
below.  
 To coat MP constructs with type I collagen, rat tail collagen type I (>95% purity, 
Sigma Aldrich) was diluted to 1.5 mg/ml in 0.05% acetic acid and neutralized with 1M 
sodium bicarbonate under sterile conditions. 1mL of collagen solution was pipetted onto 
disks in the COL1 group and placed at -80oC for 1 hour, then lyophilized overnight before 
being placed into 24-well plates. Remaining disks for each group were also placed into 
wells.  
 hMSCs were cultured in MSC growth medium until confluent, and plated on 
constructs at a density of 2x106 cells/200µL and allowed to attach for 1 hour. 1.8mL of 
additional media were added slowly to the wells. Growth medium was changed after 24 
hours, and then every 48 hours for 6 days. On day 7 and until harvest, all groups were fed 
with OM (α-MEM [Life Technologies, Carlsbad, CA] supplemented with 16% fetal bovine 
serum [Life Technologies], 1% penicillin–streptomycin [Life Technologies], 50 μg/mL 
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ascorbic acid 2-phosphate [Sigma Aldrich], 50 ng/mL thyroxine [Sigma Aldrich], 6 mM 
beta-glycerophosphate [Sigma Aldrich] and 1 nM dexamethasone [Sigma Aldrich]). The 
BMP2 group was supplemented with an additional 50 ng/ml human recombinant BMP2. 
Media were replaced three times weekly for the duration of the experiment. A set of control 
MP constructs were cultured without any cells and media were changed with the same 
frequency as all other groups. Each group contained an n of 6 independent cultures.  
 After 8 weeks of culture, media were aspirated and constructs were rinsed twice in 
1xPBS and then were fixed overnight in 4% paraformaldehyde for analysis. Constructs 
were dehydrated in a series of ethanol concentrations for at least 2 hours each: 15%, 30%, 
and 45%, then for at least 1 hour each: 60%, 75%, 90% and twice in 100%. Constructs 
were exchanged in 1:1 100% ethanol to hexamethyldisilazane (HMDS, Sigma Aldrich) for 
30 minutes in a fume hood, then immersed fully in 100% HMDS twice for one hour. 
Constructs were further dried in a vacuum dessicator for 24 hours before characterization.  
 Rabbit tibial bone was used as a control for EDX analysis. A New Zealand white 
male rabbit approximately 11-14 weeks of age was euthanized was ear vein injection of 
sodium pentobarbital. The tibia was harvested and then was stored in 10% formalin 
overnight before dehydrating for SEM.  
In Vivo Primary Bone Formation 
 Mineralization of cells on constructs was compared to primary bone formation in 
femoral bone marrow and on the surface of calvarial implants in a Sprague-Dawley rat. 
Bone marrow ablation was performed in the femoral bone cavity of a 10-week old male rat 
under an Institutional Care and Use Committee approved protocol at Virginia 
Commonwealth University, as described previously [381]. Rectangular calvarial implants 
 175 
were manufactured 6.5mm by 3.5mm and 2mm using the medium porosity template. The 
rat was anesthetized and the periosteum was elevated to expose the calvarium. Pilot holes 
were drilled to allow stem cell infiltration into the implant. After implant placement, the 
periosteum was closed with a purse-string suture, and the skin was sutured closed. The rat 
was euthanized by CO2 after 7 days to observe primary bone formation at both sites. The 
femur and implant were isolated and fixed in 10% formalin, then dehydrated in a series of 
increasing ethanol concentrations and HMDS. Samples were sputter coated with platinum 
prior to imaging. 
Characterization of Mineralization  
Micro-computed Tomography (MicroCT) 
 Constructs were analyzed with microCT (Bruker SkyScan 1173) before culture and 
after harvest to quantify construct porosity and volume of mineralization. Scans were 
performed with a Hamamatsu 130/300 x-ray source at a source voltage of 130 kV, source 
current of 60µA, exposure time of 400ms pixel size of 20µm (8e-6mm3 voxel size) and 
0.25mm brass filter. Scans were taken over 360 degrees with a rotation step of 0.2 degrees 
and averaging across 10 frames. NRecon software version 1.6.9.8 was used to analyze 
porosity and volume.  
X-ray Diffraction 
 X-ray diffraction scans were performed on the Xpert Pro Panalytical system with a 
Cu Kα radiation source. A continuous single scan was performed with a 2θ angular range 
of 20-60 degrees with a step size of 0.026, 400 seconds per step and scan speed of 0.017 
degrees per second. A soller slit of 0.04 radians was used with a ½ degree fixed divergence 
slit and 10mm fixed mask. Reference JCPDS 74-0565 was used as a control for 
 176 
hydroxyapatite, and JCPDS 44-1294 as a control for alpha titanium (International Centre 
for Diffraction Data, Newton Square, PA, USA) . 
Laser Confocal Microscopy (LCM) 
 Constructs were stained with OsteoImage Mineralization (Lonza) fluorescent stain 
according to assay instructions. Constructs were imaged on a Zeiss LSM 710 laser confocal 
system at 10x magnification with an EC Plan – Neofluar 10x/0.3 M2.7 aperture at 488nm 
laser to detect green fluorescence. Z-stacks captured the first 550µm of constructs using a 
step size of 5µm over a 850x850 µm field of view. Imaging parameters also included a 
pixel size of 0.83 µm, average of 1, bit depth of 8 and pixel dwell time of 0.64µs. 3D 
images were generated from superimposed z-stacks for analysis. ImageJ was used to 
analyze penetration of mineralization into constructs. A cross sectional area of constructs 
was analyzed using the “Plot Profile” function to quantify amount of mineralization at 
different depths. 
Scanning Electron Microscopy (SEM) 
 Constructs and animal samples were prepared for SEM analysis by dehydrating in 
a series of ethanol concentrations: 15%, 30%, 45% for at least 2 hours each, then 60%, 
75%, 90% and 100% twice for at least 1 hour each. Samples were then exchanged in a 1:1 
ratio of hexamethyldisilazane (HMDS) and 100% ethanol for 30 minutes, then twice in 
100% HMDS for 1 hour before drying overnight in a vacuum dessicator. All samples used 
for SEM analysis were sputter coated with platinum for 90 seconds at 30 mA using the 
Denton Vacuum Desk V system (Denton Vacuum, Moorestown, NJ). The Zeiss AURIGA 
system (Zeiss) was used to image constructs at a working distance of 4mm with an 
accelerating voltage of 4kV.  
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Energy Dispersive X-ray (EDX) 
 EDX analysis was conducted at 1kx on the Zeiss AURIGA SEM with an 
accelerating voltage of 20kx, working distance of 10.5mm, aperture of 60um at high 
current, SE2 detector, amp time of 3.84 seconds, 50 second collection time and dead time 
of approximately 30%. Analysis was performed by TEAM (Texture and Elemental 
Analysis Microscopy) software with a 30 second pre-scan survey. Maps were taken with 
100x256 pixel and standard resolution, with each scan taking approximately 6 minutes. 
Ca/P ratios were analyzed from overlaid elemental analysis of maps. Samples for EDX 
were not previously sputter coated. The femur from a New Zealand rabbit was used to 
indicate a typical bone sample. A 3DMP construct immersed in OM medium without cells 
for 8 weeks was used as a control.  
ICP-OES Analysis 
 ICP-OES analysis was performed on Vista-MPX CCD Simultaneous ICP-OES 
system using Varian ICP-Expert Version 4.1.0 software. 10 standards of Ca and P diluted 
in 2% HNO3 ranging from 0 to 500ppm were fit to a second order polynomial using 
Graphpad Prism software, and sample values were interpolated. Constructs were 
decalcified overnight in 2mL 0.1N HCl and diluted to 15mL with 2% HNO3 for analysis.  
Statistics 
 One way analysis of variance (ANOVA) with a Bonferroni post-correction was 
used to determine significance across groups. A p value of less than 0.05 indicated a 




Materials were characterized after laser sintering and surface processing to examine 
the macro-, micro- and nano- features. SEM micrographs show differing macro-structure 
of 2D control substrates and 3D constructs possessing a trabeculae-inspired porosity 
(Figure 9.1, top panel). Surface processing resulted in a fine nano-roughness that was 
distributed homogeneously across micro-rough surfaces after blasting (Figure 9.1, bottom 
panel). Contact angle of 2D surfaces was 60±6 degrees, indicating a relatively hydrophilic 
surface.  
 
Figure 9.1. SEM images showing macro-scale and micro-/nano-scale roughness of 2D 
surfaces and LP, MP and HP constructs 
 
Cell Response 
hMSCs were analyzed after confluence (which occurred approximately 3 days after 
plating), or after time (3, 6 or 9 days). 24 hours after confluence, hMSCs exhibited 
significantly lower DNA content on all 3D constructs compared to TCPS and 2D sintered 
solid control disks (Figure 9.2a). Alkaline phosphatase specific activity (ALP), an early 
marker of osteoblast differentiation, was significantly reduced on 2D sintered disks 
compared to TCPS, and reduced on all 3D constructs compared to both TCPS and 2D 
surfaces (Figure 9.2b). Osteocalcin, a later marker of osteoblast differentiation, was 
increased on all 3D constructs compared to TCPS, LP constructs compared to 2D surfaces, 
and decreased on MP and HP constructs compared to LP constructs (Figure 9.2c). OPG 
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was significantly increased on HP constructs compared to TCPS, 2D and LP constructs 
(Figure 9.2d). VEGF was increased on all 3D constructs compared to TCPS and 2D 
controls (Figure 9.2e). Although the levels of BMP2 were increased on 2D and 3D 
constructs compared to TCPS, this difference was not statistically significant (Figure 9.2f). 
BMP4 was significantly increased on all 3D constructs compared to TCPS and on MP and 
HP constructs compared to 2D sintered controls (Figure 9.2g).  
Time course studies showed that the effect of this trabecular 3D construct 
environment could be sustained over 9 days. DNA content was decreased on 2D and MP 
constructs compared to TCPS, and MP was decreased on MP compared to 2D constructs 
after 3 days (Figure 9.3a). The same trend was observed after 6 days. After 9 days, DNA 
content was reduced on MP constructs compared to TCPS and 2D controls only. ALP 
specific activity was reduced on 2D and MP constructs compared to TCPS, and MP 
constructs compared to 2D sintered controls after 3 days (Figure 9.3b). After 6 days, MP 
had significantly lower ALP specific activity than TCPS and 2D controls. After 9 days, 
ALP specific activity was increased on 2D compared to on TCPS, and was decreased on 
MP constructs compared to both TCPS and 2D controls. OCN was increased on MP 
constructs compared to both TCPS and 2D controls after 3 days and 9 days. At 6 days, 
OCN was higher on both 2D and MP constructs compared to TCPS, and MP constructs 
compared to 2D controls (Figure 9.3c). OPG was not significantly different after 3 or 6 
days, but was elevated on MP constructs compared to 2D controls on day 9 (Figure 9.3d). 
VEGF was increased on 2D and MP compared to TCPS, and MP compared to 2D for 3 
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Figure 9.2. hMSC response to TCPS, 2D surfaces, and LP, MP and HP constructs at 
confluence (A). DNA content (B), alkaline phosphatase specific activity (B), osteocalcin 
(C), steoprotegerin (D), vascular endothelial growth factor (E), bone morphogenetic 
protein 2 (F) and bone morphogenetic protein 4 (G). 1 way ANOVA with Bonferroni 
correction, p<0.05, * vs. TCPS, ^ vs. 2D, # vs. LP,  $ vs. MP 
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6, and 9 days (Figure 9.3e). BMP2 was increased on 2D, MP constructs compared to TCPS, 
and MP compared to 2D after 3 days (Figure 9.3f). No differences were observed for BMP2 
at 6 days, and at 9 days BMP2 was increased on MP constructs compared to both TCPS 
and 2D. BMP4 was increased on 2D and MP constructs on day 3 compared to on TCPS 
(Figure 9.3g). On days 6 and 9, only MP constructs had increased BMP4 compared to both 
TCPS and 2D controls.  
Extracellular Matrix Mineralization 
MicroCT analysis showed an increase in overall construct volume for BMP2 and 
COL1 constructs compared to control disks prior to culture, but the difference was not 
statistically significant (Figure 9.4a). XRD showed peaks corresponding to the 
hydroxyapatite reference for COL1 constructs, but only peaks corresponding to the 
titanium reference for OM and BMP2 constructs (Figure 9.4b). OsteoImage qualitatively 
showed that most mineralization occurred on surfaces of COL1 group constructs (Figure 
5a). However, cross sectional images showed that this mineral was constrained to only the 
surface of the constructs, without penetrating into the pores (Figure 9.5b, c). By contrast, 
semi-quantitative observations showed mineral formation deeper into the construct pores 




Figure 9.3. hMSC response on TCPS (white bar), 2D surfaces (gray bar) and MP 
constructs (black bar) 3, 6 and 9 days after plating. DNA content (A), alkaline phosphatase 
specific activity (B), osteocalcin (C), osteoprotegerin (D), vascular endothelial growth 
factor (E), bone morphogenetic protein 2 (F) and bone morphogenetic protein 4 (G). 1 way 
ANOVA with Bonferroni correction, p<0.05. Comparisons by day, * vs. TCPS, ^ vs. 2D. 
Comparisons by group, # vs. Day 3, $ vs. Day 6 
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Figure 9.4. Total construct volume obtained by microCT of constructs before culture (Day 
0) and after 8 weeks of culture for OM, BMP2 and COL1 groups (A). 1-way ANOVA with 
Bonferroni correction, p<0.05, no significance. XRD results of constructs after 8 weeks of 
culture (B). Hydroxyapatite reference was taken from JCPDS 74-0565 and titanium 
reference was taken from JCPDS 44-1294. 
 
 
Figure 9.5. Top-down view of OsteoImage staining of hydroxyapatite on OM, BMP2 and 
COL1 constructs (A). Cross-sectional view of OsteoImage staining of hydroxyapatite on 
OM, BMP2 and COL1 constructs (B). Quantification of mineral penetration into constructs 
based on cross-sectional images (C)  
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EDX analysis of mineralized areas revealed the presence of C, O, P and Ca (Figure 
9.6). The Ca:P ratio quantified on the surface of constructs by EDX was similar for OM 
and BMP2 constructs, while COL1 constructs exhibited a lower ratio. Ca:P atomic ratios 
were 1.7±0.1 for OM constructs, 1.5±0.2 for BMP2 constructs, and 1.4±0.1 for COL1 
constructs, compared to theoretical Ca:P ratio values for crystalline hydroxyapatite of 1.67 
(Table 9.1).  
 
Figure 9.6. EDX chemical mapping of New Zealand rabbit femur (bone), control construct 
cultured in OM for 8 weeks without cells (control), OM, BMP2 and COL1 constructs 
cultured for 8 weeks 
 
Table 9.1. EDX Quantification of Ca:P Atomic Ratio for 3D cultures 
Group Ca:P Atomic Ratio 
OM 1.7 ± 0.1 
BMP2 1.5 ± 0.2 
COL1 1.4 ± 0.1 
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ICP-OES was also used to quantify Ca:P weight ratios after decalcifying constructs, 
and revealed ratios of 1.27 for OM constructs, 1.37 for BMP2 constructs and 1.43 for COL1 
constructs in comparison to a theoretical Ca:P weight ratio value of 2.1 (Table 9.2).  
 
Table 9.2. ICP-OES Quantification of Ca:P Weight Ratio for 3D cultures 
Group Ca (ug/ul) P (ug/ul) Ca:P Weight Ratio 
OM 32.5 25.7 1.27 
BMP2 53.2 38.8 1.37 
COL1 68.6 47.9 1.43 
 
Scanning electron micrographs showed the presence of nodules on constructs from 
all groups except the control group without cells (Figure 9.7a-c). COL1 constructs 
qualitatively showed the most mineral formation, and high magnification of mineral 
nodules revealed similar structure across constructs (Figure 9.7a-c, lower panel). This was 
in contrast to control constructs that underwent the same culturing conditions without the 
presence of cells (Figure 9.7d).  
We observed structures in vivo on a construct placed subperiosteally on a rat 
calvarium at 7 days that were morphologically similar to the nodules present in the 
mineralized constructs at high magnification (Figure 9.7e, f, bottom panel).  Comparable 




Figure 9.7. SEM low and high magnification images of hMSC mineralization on OM, 
BMP2 and COL1 constructs after 8 weeks in culture (A, B, C). SEM low and high 
magnification images of control construct placed in OM for 8 weeks without cells (D). 
SEM low and high magnification images of bone marrow 7 days after ablation in Sprague 
Dawley rat (E). SEM low and high magnification images of construct after 7 days of 








In this study, we analyzed the temporal response of hMSCs after 3, 6, 9 and 56 days 
to additively manufactured Ti-6Al-4V constructs with a trabeculae-inspired 3D 
architecture. We developed a unique culture system and parameters to evaluate 
mineralization in a 3D environment, as compared to traditional standard cell culture 
experiments using 2D surfaces. Our results showed that hMSCs respond to a 3D compared 
to a 2D environment with enhanced differentiation and matrix mineralization.  
A previous study using similar constructs published by our lab showed that MG63 
osteoblast-like cells were responsive to constructs in a porosity-dependent manner [38]. 
The effects of the Ti-6Al-4V 3D porous constructs on cell response were significant 
compared to a 2D TCPS surface. In this study, we included a 2D control Ti-6Al-4V surface 
manufactured using the same methods as our 3D constructs, with comparable chemistry 
and surface roughness [201]. Inclusion of this control shows that hMSC differentiation into 
an osteoblast phenotype is increased based on a 3D implant architecture, with up to a 2.8-
fold increase in osteocalcin and 2.4-fold increase in VEGF on day 9 of culture. However, 
the hMSCs were less sensitive to changes in percent porosity across different 3D constructs 
than noted previously for MG63 cells [201]. This phenomenon has also been observed with 
normal human osteoblasts, which showed lower sensitivity to construct porosity when 
compared to MG63 cells [201]. Other studies have shown that MSCs were less sensitive to 
surface roughness at the nano-scale compared to MG63 cells [22]. It is not clear if this is a 
difference in the state of the two cell types in the osteoblast lineage or other differences 
between the two cell types.  Regardless of percent porosity, the presence of a 3D trabecular 
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architecture had an effect upon most of the factors analyzed compared to both the 2D TCPS 
and laser sintered Ti-6Al-4V surfaces.  
In a previous time course study of hMSC response to rough 2D surfaces conducted 
by our group, no difference in RUNX gene expression was observed after 2 days. However, 
after 4 and 6 days, RUNX gene expression remained elevated for cells cultured on both 
hydrophobic and hydrophilic rough titanium surfaces compared to TCPS or smooth 
titanium surfaces [21]. Alkaline phosphatase specific activity is a time sensitive early 
marker of osteoblast differentiation and typically peaks sooner for cells on rough titanium 
and titanium alloy surfaces compared to smooth surfaces [23, 31, 382, 383]. Our results 
also suggest that ALP activity peaks before day 3 for 3D constructs when compared to 
TCPS or 2D surfaces. While ALP activity for TCPS is reduced after 6 and 9 days compared 
to after 3 days, ALP remains steady for 2D and 3D constructs. An earlier peak in ALP 
activity on TCPS compared to other studies may be due to the high initial seeding density 
used in this study [384]. Because surface roughness has been shown to increase ALP 
activity on titanium substrates compared to TCPS, we believe that the reduced ALP activity 
observed on 2D and 3D constructs is a product of an earlier peak in ALP activity on these 
constructs compared to TCPS. This is also corroborated by elevated levels of osteocalcin 
over 3, 6 and 9 days, suggesting that hMSCs on our 3D constructs are later along the 
osteoblastic differentiation pathway. Previous studies showing MG63 osteoblasts cultured 
on 3D electrospun titanium meshes indicate that osteocalcin remains elevated compared to 
a 2D smooth titanium surface up to 12 days after confluence, suggesting that cells on our 
constructs will continue to differentiate and mature as osteoblasts over time [37].   
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In this study, we used bone marrow-derived MSCs from a young adult, black male. 
Variations in differentiation potential can exist among the physiological source of MSCs, 
be it from adipose tissue or bone marrow, with differences in cell response based on donor 
age, gender and body mass index [385]. Even for the same donor, responses differ based 
on passage number once cells are cultured in vitro [60]. Unfortunately, many studies do 
not identify the source of cells, or describe donor characteristics. Despite these differences, 
however, all MSCs show osteogenic potential, with alkaline phosphatase specific activity 
correlating well with in vivo bone formation potential. We suggest that future studies 
include multiple donors in order to gain a more complete understanding of biological 
response to these 3D constructs.  
To examine the potential of our 3D environment possessing surface roughness to 
support bone formation, an in vitro mineralization assay was conducted. It is well known 
that surface roughness can enhance osteoblast response and accelerate bone formation in 
vivo [23, 25]. MicroCT was unable to resolve differences in density, and thus 
mineralization, between pre- and post-culture constructs. This may be due to the relatively 
low mineral content present only on the surface of constructs. Although the average 
construct volume was higher for COL1 constructs compared to that of other groups, error 
resulting from x-ray scatter when imaging titanium could not prove this observation to be 
statistically significant.  
We could not detect mineral via microCT; therefore, the presence of mineral was 
established using three alternative methods for characterizing mineralization. The 
OsteoImage mineralization assay (Lonza) is a fluorescent assay for quantifying the amount 
of hydroxyapatite present. However, it is unclear whether the assay is able to bind to the 
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very small mineral particles present on our constructs, as was suggested by the limited 
detection of mineral content by XRD analysis. Hydroxyapatite was detected throughout 
OM and BMP2 constructs, but only on the surface of COL1 constructs, suggesting that the 
collagen coating prevented cell infiltration through the porous construct.  
Von Kossa staining only identifies phosphate and Alizarin Red identifies divalent 
cations; these methods are not sufficient to determine hydroxyapatite formation [386]. 
Therefore, we used alternative methods to characterize any mineral present in the cultures. 
Our data support the interpretation that mineral quality varies at the surface versus the bulk 
of the construct. EDX analysis was performed on the nodules as identified qualitatively by 
SEM. EDX analysis is surface and feature specific while ICP-OES analysis considers the 
Ca and P present everywhere in the construct; we used both techniques. Although a 
theoretical weight ratio of 2.15 was not achieved for samples, our ICP-OES results are 
similar to the lower Ca:P ratios found in in vitro cultures [387]. Indeed, physiological Ca:P 
weight ratios differ from theoretical values due to differences in phosphorous content in 
different locations of the cell and matrix [388, 389]. Higher Ca:P ratio values suggest 
dystrophic calcification, where calcium phosphate precipitation occurs without collagen 
matrix deposition [390]. This has also been corroborated in the literature by atomic Ca:P 
ratios of less than the theoretical 1.67 value resulting from EDX analysis of native bone 
[391]. EDX detected the presence of Ca and P from the culture medium on control 
constructs, but these surfaces were starkly different than mineralized surfaces from the 
OM, BMP2 and COL1 groups. Our findings also support previous work showing that 
mineral deposition in OM can involve dystrophic calcification and that physiologically 
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normal calcification results in a Ca:P ratio similar to the 1.4 we observed for the COL1 
cultures [387]. 
Although we did not observe apatite formation on our control constructs in the 
absence of cells, we did observe topographical changes on the surface in comparison to 
constructs before culture. In particular, smaller nano-structures as observed on pre-
experimental constructs were amplified after 8 weeks in culture medium. This has been 
observed previously as spontaneous nanostructures have formed on titanium substrates 
after immersion in saline solution; however, the exact mechanism leading to this surface 
change is unknown [27]. Other studies have even shown changes at the micro-scale of 
titanium surfaces soaked in simulated body fluid for only 3 weeks [392]. Our control results 
are in contrast to other studies that have reported apatite formation on surface-treated 
titanium surfaces immersed in simulated body fluid. These surfaces were typically altered 
to achieve a surface composition that included an amorphous alkali titanate to facilitate 
apatite formation [393, 394]. These results indicate that the mineral content formed on 
these 3D constructs with trabecular porosity is indeed a product of the hMSCs.  
Bone formation in vivo occurs in two stages following implantation. During the 
first week, primary bone forms across the implant site and on the implant surface. 
Thereafter, secondary bone is formed via resorption and remodeling of primary bone [395]. 
Because our constructs were cultured only in the presence of hMSCs and for eight weeks, 
mineralization from this study could not directly be compared to primary mineralization in 
vivo. Because of this closed culture system without osteoclasts, we chose to observe 
implants in rats after one week to compare mineralization during the primary 
mineralization phase. However, qualitative similarities, combined with enhanced 
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osteoblastic differentiation factors, suggest that constructs may osseointegrate well in the 
body. Future studies of interest might include understanding how implant surface changes 




Additive manufacturing has great potential within the medical field. In this paper, we show 
that additively manufactured, porous Ti-6Al-4V constructs with human bone architecture 
and micro-/nano- surface roughness can enhance osteoblast differentiation of MSCs, 
including their ability to mineralize their extracellular matrix compared to 2D surfaces. 
These positive results lay a foundation for future in vivo studies with 3D porous constructs, 
and eventual clinical application within the orthopaedic and dental fields.  
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CHAPTER 10 
LASER SINTERED POROUS TI-6AL-4V IMPLANTS STIMULATE 
VERTICAL BONE GROWTH 
In [Cheng A, Cohen DJ, Kahn A, Clohessy RM, Sahingur K, Newton JB, Hyzy SL, Boyan 
BD and Schwartz Z. Laser sintered porous Ti-6Al-4V implants stimulate vertical bone 
growth. Journal of Dental Research. 2016. Under review] 
 
10.1. Introduction  
Dental implant success remains a challenge for the elderly, smokers, diabetics and 
patients undergoing irradiation therapy of the head and neck. [316]. Implants with porosity 
are now being introduced as a way to enhance bone formation in compromised patients 
[396]. Histological studies in the rabbit have also indicated blood vessel formation in 
concavities of implants, suggesting that porosity may also enhance vascularization [397]. 
Titanium and its alloys are still the preferred materials for bone interfacing implants 
based on their ability to osseointegrate, as well as their corrosion resistance and mechanical 
properties [351, 398]. Though tantalum-coated porous implants have been introduced into 
the market, they have shown only comparable but not superior performance to solid 
implants [399]. In addition, these and other porous implants made using traditional 
manufacturing techniques cannot be manufactured in one piece, requiring additional 
processing.  
Selective laser sintering (SLS) is a form of additive manufacturing that is able to 
create high resolution, patient-specific Ti-6Al-4V constructs and bone-interfacing implants 
in one step. Previous studies have shown a clear preference of human osteoblasts for a 3D 
porous over a 2D solid environment, with higher expression of factors favoring osteoblastic 
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differentiation and maturation, including osteocalcin, vascular endothelial growth factor 
(VEGF) and bone morphogenetic proteins (BMPs) [38, 201]. In addition, animal studies 
have indicated that SLS Ti-6Al-4V implants support vertical bone growth when equally 
spaced through-pores are included [119, 378]. These studies suggest that SLS implants that 
are fabricated to have bioinspired porosity will support osteoblast differentiation in vitro 
and osseointegration in vivo.  To test this hypothesis, we used SLS technology to generate 
implants with porosity based on trabecular bone and examined their effectiveness at 
supporting vertical bone growth in a rabbit cranial onlay model with and without the use 
of demineralized bone matrix putty (DBX) to stimulate osteogenesis. 
 
10.2. Materials and Methods 
Materials Manufacturing 
All constructs were laser sintered from Ti-6Al-4V powder from a “medium 
porosity, high resolution” template based on human trabecular bone and processed to 
obtain micro-/nano- surface roughness as previously described [38, 201]. Implants for 
histology had a solid or porous base 3.5mm in width and 5mm in length between two 
0.75mm solid supports on either side, and were 2mm in height (Figure 10.1A). Implants 
for mechanical testing included an additional arch 2.5mm in height connected to the solid 
side supports (Figure 10.1B). Constructs for cell studies were manufactured with the same 
porosity as implants, but were 15mm in diameter and 5mm in height (including a 1mm 
solid base) to fit snugly within wells of a 24-well plate.  
Material Characterization 
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Material characterization was performed for implants only; material 
characterization of constructs used for in vitro studies was previously performed and 
published [201]. Surface chemistry was determined using x-ray photoelectron 
spectroscopy (XPS, ESCAlab 250, ThermoFisher, Waltham, MA). Aluminum clips were 
sonicated in acetone for 10 minutes prior to use in securing samples. Analysis was 
conducted using an XR5 gun, 500µm spot size, 20ms dwelling time and 1eV energy step 
size.  Six spots were analyzed per implant, with two implants per group (n=12).  
Sessile drop contact angle was performed on solid implants (Ramé-Hart, 
Succasunna, NJ). A 1µL drop of distilled water was placed on implants. The average of 
left and right contact angles of the drop were calculated every 5 seconds for 20 seconds 
using DROPImage software (Ramé-Hart). Three drops were placed per implant for two 
implants (n=6).   
Implants were imaged using scanning electron microscopy (SEM, Zeiss AURIGA, 
Zeiss, Oberkochen, Germany). Imaging was conducted in Inlens mode with an accelerating 
voltage of 4kV and working distance of 4-6mm.  
Micro-computed tomography (microCT, Skyscan 1173, Bruker, Kontich, Belgium) 
was used to analyze implant porosity. Implants were scanned at a resolution of 1120x1120 
pixels, using a brass 0.25mm filter with a voltage of 120 kV, current of 60µA, image pixel 
size of 20.13µm, exposure time of 300ms and rotation step of 0.2 degrees. A standard 
Feldkamp reconstruction was performed with a Gaussian smoothing kernel of zero and a 
beam hardening correction of 20% using NRecon software version 1.6.9.17 (Bruker) and 
analyzed in CT-Analyser version 1.14.4.1 (Bruker). Constructs were binarized and total 
porosity was calculated within a fixed VOI averaged over n=3 constructs.  
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Cell Response 
Male (donor 27625, 32yo white) and female (donor 28014, 20yo white) normal 
human osteoblast (NHOst) cells (Lonza, Walkersville, MD) were plated on tissue culture 
polystyrene (TCPS), or solid or porous constructs at a density of 60,000 cells per well. 
Cells were fed with Dulbecco’s modified Eagle medium (DMEM) supplemented with 10% 
fetal bovine serum (FBS) and 1% penicillin/streptomycin 24 hours after plating. At 
confluence according to TCPS, medium was exchanged. Cells were harvested 24 hours 
after confluence by rinsing twice with phosphate buffered saline (1xPBS). Media were 
analyzed for osteocalcin, osteoprotegerin (OPG), vascular endothelial growth factor 
(VEGF) and bone morphogenetic protein 2 (BMP2), and these were normalized to DNA 
content. Whole cell lysates were used to analyze DNA content, alkaline phosphatase 
activity (ALP) and total protein content. ALP was normalized to total protein content.  
For imaging, cells were fixed in 4% paraformaldehyde, then dehydrated in a series 
of increasing ethanol solutions and hexamethyldisilazane (HMDS) as reported previously 
[38]. Samples were sputtered with platinum prior to SEM imaging.  
Cranial Onlay Model 
Methods for the cranial onlay model and subsequent characterization were adapted 
from a previously published study [119]. Eight-week old 250-300g male athymic nude rats 
(Hsd:RH-Foxn1rnu, Harlan Laboratories, Indianapolis, IN) were anesthetized with 1.2 
L/min of flowing isoflurane and 0.2% oxygen. Hair was removed from the head with 
depilatory cream. A 2cm incision was made on the calvarium to the right of the sagittal 
suture, and the periosteum was elevated. A dental burr was used to perforate the calvarium 
10-15 times at the site of implant placement in order access the marrow space and allow 
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for stem cell infiltration [400]. A solid or porous implant was placed on top of the calvaria. 
For one group of porous implants, demineralized bone matrix putty (DBX, Musculoskeletal 
Transplant Foundation, Edison, NJ) was placed on the bottom surface of implants in 
contact with the calvaria. Each group (Solid, Porous, and Porous+DBX) had n=8 rats for 
histology and an additional n=8 rats for mechanical testing. Implants were secured to the 
calvarium using a purse-string suture to close the periosteum around the implant, and the 
skin was sutured closed. Rats were euthanized after 10 weeks. All animal procedures were 
approved by and carried out in accordance with the Virginia Commonwealth University 
Institutional Animal Care and Use Committee.  
Mechanical Testing 
Rat calvaria harvested for mechanical testing were stored overnight at 4oC without 
formalin. The head was loaded into a custom testing device with the implant aligned to the 
testing machine axis to minimize bending during the test (MTS Insight 30; MTS Corp., 
Eden Prairie, MN, USA).  A stainless steel wire (0.02 in diameter, Malin Co., Cleveland, 
OH, USA) was threaded through the support loop of the implant and pulled at a crosshead 
speed of 5mm/min.  Axial pull-out strengths and force at failure (N) were recorded. 
MicroCT 
Rat calvaria harvested for microCT and histology were stored in 10% formalin. 
MicroCT scans and reconstructions were performed as described above.  After 
binarization, a volume of interest (VOI) was applied along the 5mm porous or solid length 
of implants (not including the solid sides) and extending 500µm in the z-direction. The 
VOI was shrink-wrapped around the implant and then dilated to include an 80µm border 
to minimize error from image scattering.  The implant was subtracted from the VOI, and 
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the remaining bone in contact with the void space within a 20 µm perimeter where the 
implant had been subtracted was shrink-wrapped, thresholded and quantified.  Basal bone-
implant contact was calculated by taking the volume of bone measured in the VOI divided 
by the volume of implant measured in the VOI. To calculate total bone volume in porous 
implants, bone was binarized and quantified after thresholding from the implant. To 
calculate bone volume as a percentage of total porous implant volume, the total bone 
volume was divided by the implant porous volume within the VOI.  
Histology 
Calvaria were prepared for histological sectioning by setting in poly (methyl 
methacrylate) (Histion, LLC, Everett, WA). Sections were stained using Stevenel’s Blue 
[127]. The Zen 2012 Blue Edition software with an AxioCam MRc5 camera and Axio 
Observer Z.1 microscope (Carl Zeiss Microscopy, Oberkochen, Germany) was used to 
image slides using an N-Achroplan 10x/0.25 Ph1 M27 objective. Calculation of bone area 
below the implant was performed as a modification of previously published analysis 
method for expected bone-to-implant contact (BIC) [401]. Bone area was quantified 
0.5mm below a straight line connecting the outer boundaries of the implant. Bone ingrowth 
into the implants was calculated by dividing the total area of bone within the implant by 
the total porous area of the implant. The porous area was calculated between the upper and 
lower boundaries of each implant. The total area of the bone in the implant was then 
calculated by finding the area of the bone present within the boundaries of the implant. 
Statistical Analysis 
A one-way analysis of variance (ANOVA) was performed to compare across three 
or more groups, with Bonferroni post-hoc analysis to determine significance between 
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individual groups. All statistical analyses were conducted using GraphPad Prism software 




SEM images show the macro-, micro- and nano- features produced after surface 
treatment on both solid and porous implants (Figure 10.1C). MicroCT analysis of porous 
constructs revealed an interconnected porosity of 67% ± 3%. XPS analysis showed that 
both solid and porous implants possessed oxygen, carbon, titanium, nitrogen and calcium 
on their surfaces (Figure 10.1D). Porous implants additionally had a small percentage of 
phosphorous present. Solid implants possessed a contact angle of 47o ± 17o (Figure 10.1E). 
Cell Response 
NHOst cells plated on solid disks (Figure 10.2A, top) and porous constructs (Figure 
10.2A, bottom) showed elongated morphology with extended filopodia. Cells were 
observed suspended across struts and crevasses on porous constructs. Less cells were 
observed on porous constructs compared to on solid disks. DNA content was decreased on 
solid and porous constructs compared to TCPS and solid constructs (Figure 10.2B), 
confirming the morphological observations.    
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Figure 10.1. Implants for histology (A) and mechanical testing (B). Blue indicates solid 
side support and arch for mechanical testing; red indicates either solid or trabecular 
porosity based on experimental group. SEM images of solid (left) and 3D porous (right) 
implants showing macro, micro and nano-surface topography (A); implant surface 
chemistry (B); and contact angle of solid implant surfaces (C). 
 
Osteoblast differentiation was sensitive to implant porosity.  Alkaline phosphatase 
specific activity was significantly lower on solid and porous constructs compared to TCPS 
for female NHOst cells only (Figure 10.2C). In contrast, osteocalcin was significantly 
increased on porous constructs compared to TCPS and solid disks for both female and male 
NHOsts (Figure 10.2D).  Moreover, male NHOsts exhibited significantly higher levels of 
osteocalcin than female NHOsts on TCPS and solid disks. Osteoprotegerin was 
significantly increased on porous constructs compared to TCPS and solid disks for both 
female and male NHOsts (Figure 10.2E). Male NHOsts had significantly higher levels of 
osteoprotegerin on TCPS and porous constructs compared to female NHOsts. Vascular 
endothelial growth factor (VEGF) was significantly increased on solid disks and porous 
constructs compared to TCPS, and porous constructs compared to solid disks for both male 
and female NHOsts (Figure 10.2F). VEGF was higher for male NHOsts on TCPS 
compared to female NHOsts. Bone morphogenetic protein 2 (BMP2) was significantly 
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increased on porous constructs compared to TCPS and solid disks for both male and female 
NHOsts, and was increased for male NHOsts on TCPS compared to female NHOsts 
(Figure 10.2G). 
 
Figure 10.2. NHOst cells on solid (top) and 3D porous (bottom) constructs (A); DNA 
content (B); alkaline phosphatase specific activity (C); osteocalcin (D); osteoprotegerin 
(E); vascular endothelial growth factor (F); and bone morphogenetic protein (G) of male 
and female NHOst cells on 2D and 3D porous constructs. 1 way ANOVA with Bonferroni 
post-hoc test, p<0.05, *vs. TCPS ^ vs. 2D. Unpaired t-test, p<0.05, # vs. Female. Scale 
bars represent 100um. 
10.3.3. MicroCT analysis  
We used a calvarial onlay implantation procedure for this study, which allowed us 
to correlate bone-to-implant contact measured histologically with mechanical strength 
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(Figure 10.3A). MicroCT images contrasted bone growth below Solid implants (Figure 
3B) with vertical bone growth into Porous (Figured 10.3C) or Porous+DBX implants 
(Figure 10.3D). These qualitative observations were corroborated by quantitative analysis. 
BIC across the base of the implant was higher for Porous+DBX implants compared to Solid 
implants, but was not significantly different between Porous and Porous+DBX groups 
(Figure 10.3E). Solid implant BIC was 20% ± 3.6 for Solid implants, 25% ± 1.4% for 
Porous implants and 33% ± 2.7% for Porous+DBX implants. Bone growth expressed as 
total volume (Figure 10.3F) or percentage of porous construct void volume (Figure 10.3G) 
was also not significantly different for porous implants with or without DBX. Total bone 
volume within pores was 3.1±0.60 mm3 for Porous and 2.5 ± 0.18 mm3 for Porous+DBX 
implants. This constituted 6.2 ± 0.76% of the porous volume of implants for Porous 
implants, and 4.8 ± 0.46% of the porous volume for Porous+DBX implants.  
Mechanical Testing  
Pull-out values of implants were significantly higher for Porous and Porous+DBX 
compared to Solid implants, but the use of DBX did not contribute to a significant increase 
in pull-out force for porous implants (Figure 10.4A).  Optical (Figure 10.4B) and SEM 
(Figure 10.4C) images of rat calvaria after pull-out testing show a relatively smooth surface 
for calvaria with solid implants, while calvaria with porous implants showed rough 
locations of bone growth and breaking points during testing. Optical (Figure 10.4D) and 
SEM (Figure 10.4E) images of implants after mechanical testing show limited periosteum 
and bone on solid implants, while large portions of bone and periosteum were integrated 
inside pores of porous implants.  
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Figure 10.3. Surgery schematic. An initial incision was made and the periosteum was 
lifted. 15-20 pilot holes were drilled to allow for stem cell infiltration before implant 
placement. Implants were placed atop the calvarial bone and secured by a purse-string 
suture of the periosteum around the implant. Animals were harvested after 10 weeks for 
pull-out testing or microCT followed by histology. MicroCT cross-sectional images of 2D 
(B), 3D (B) and 3D with DBX implants (C) on rat calvaria 10 weeks after implantation. 
Bone to implant contact (D), volume of bone growth into implant pores (E) and percent 
volume of bone growth into implant pores (F) as analyzed by microCT analysis. 1 way 





Figure 10.4. Pull-out force 10 weeks after implantation (A), with corresponding optical 






Histological cross-sections of solid implants (Figure 10.5A) showed BIC occurring 
near the middle of implants. In contrast, Porous (Figure 10.5B) and Porous+DBX implants 
(Figure 10.5C) showed bone ingrowth into pores and all along the base of the implant. 
Bone area calculated 0.5mm below the implant base was 2.97±0.23, 2.52±0.14 and 
2.61±0.14 mm2 for Solid, Porous and Porous+DBX implants, respectively (Table 10.1). 
These values were not significantly different among implant groups (Figure 10.5D). New 
bone growth into porous implants was 1.62±0.21 mm2 for Porous implants and 1.52±0.34 
mm2 for Porous+DBX implants, which were not significantly different from each other 
(Table 10.1). This constituted 21% ± 2.4% of the area for Porous implants and 20% ± 4.8% 
for Porous+DBX implants (Figure 10.5E). Porous+DBX had an additional 1.29±0.27 mm2 
of DBX remaining within the implant pores, or 16% ± 3.0% of the porous area (Table 10.1, 
Figure 10.5E). 
 
Figure 10.5. Histological sections of 2D (A), 3D (B) and 3D with DBX (C) implants 10 
weeks after implantation. Bone area 0.5mm below the implant base (D) and percent growth 
of bone into implant pores (E) determined from histological analysis (E). Scale bars 
represent 1mm. 
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Table 10.1. Histological analysis of total bone and new bone growth into 3D implants. 
 
10.4. Discussion 
This objective of this study was to examine the influence of a trabecular-inspired 
porosity on cell response and bone ingrowth. While sex-dependent differences did exist for 
some factors, in general both male and female osteoblasts in our study responded more 
favorably to porous constructs compared to solid substrates. The effect of a 3D trabecular 
porosity was also observed in vivo, where porous implants were able to induce vertical 
bone growth even without the addition of exogenous factors.  
Studies on sex differences have traditionally focused on gender-specific diseases, 
but a recent report by collaborators at the National Institutes of Health and the American 
Academy of Orthopaedic Surgeons has pushed for inclusion of sex differences in 
musculoskeletal health [61]. Previously, our lab investigated the effect of surface 
roughness on male and female cells isolated from rats, showing that male cells were more 
responsive to 1α,25(OH)2D3 on titanium surfaces than female cells [64]. Other studies 
evaluating biological effects of additively manufactured titanium aggregated the responses 
of male and female cells from humans for analysis [402]. In this study, only one donor 
from each sex was examined. Because osteoblast response can vary across experimental 
conditions and with donor age, we suggest that future studies continue to consider sex 
Histological Analysis (Average ± SEM) 
 Solid Porous Porous + DBX 




2.97 ± 0.23 2.52 ± 0.14 2.61 ± 0.14 
New bone (mm
2
) -- 1.62 ± 0.21 1.52 ± 0.34 
DBX (mm
2
) -- -- 1.29 ± 0.27 
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differences and use multiple donors when evaluating primary cell response to implant 
materials [65, 292].  
Our results indicate that bone-to-implant contact is correlated positively with 
mechanical strength of the interface.  Pull-out force values supported microCT results, 
indicating enhanced osseointegration for porous compared to solid implants, regardless of 
DBX use. Optical and electron images showing bone nodules on calvaria and new bone in 
implant pores, combined with microCT observations and pull-out force values, indicate 
that bone was strongly osseointegrated within surfaces of porous implants and that failure 
at the base of the implant contributed more to pull-out force. This also indicates that new 
bone quality was similar for porous implants with or without DBX, and superior to that of 
solid implants.   
Surprisingly, the use of DBX did not significantly enhance mechanical pull-out 
testing force or total vertical bone volume growth into porous implants. A review on ridge 
augmentation procedures suggests that implant success in augmented areas is a function of 
the residual bone and less a function of the grafted bone [403]. Our results corroborate this 
finding. Although 16% of DBX still remained in implants after 10 weeks, this had no 
discernable effect on the mechanical functionality of implants. This also points to the 
importance of supporting natural bone growth, in contrast to using large bone block 
substitutes. Previous work by our lab also showed DBX remaining when using the same 
cranial onlay model [119]. A study of three different types of demineralized bone matrix 
(DBM) in rat spines showed varying amounts of residual DBM after 8 weeks, indicating 
that the formatting of DBM is also an important factor to consider [404].   
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Because our study ended after 10 weeks, it is possible that bone would continue to 
form over longer time periods. A previous dental implant study in humans without the use 
of bone substitutes showed that there was still coronal bone formation occurring even at 9 
months after implant placement with a non-resorbable membrane [400]. Although longer 
term and larger animal studies are necessary for evaluating implant survival, our results 
suggest that porous implants can be successfully placed in areas with insufficient bone to 
induce vertical bone regeneration.  
 
10.5. Conclusion 
Most clinical procedures for implant placement in patients with insufficient bone volume 
still require the use of a bone substitute or sophisticated surgical techniques to achieve 
vertical bone growth [405]. Our study suggests that implants with a natural inspired 
porosity may be better able to leverage the regenerative potential of patients, which may 
be useful for challenging clinical cases. Laser sintered trabeculae-inspired porosity 
implants may also achieve superior long-term clinical outcomes over traditional solid 
implants in compromised patients.  It should be noted that both solid and porous Ti-6Al-
4V implants used in this study had microscale and nanoscale surface texture, which has 
been shown previously to enhance osteogenic differentiation of mesenchymal stem cells in 
vitro and osseointegration in vivo [378, 406].  Thus, the enhanced bone-to-implant contact 
and mechanical stability noted with porous implants is a reflection of their increased 




EVALUATING PERFORMANCE OF AND BONE GROWTH INTO 
LASER SINTERED TI-6AL-4V IMPLANTS WITH TRABECULAR 
POROSITY IN A RABBIT FEMORAL MODEL 
In [Cheng A, Cohen DJ, Sahingur K, Clohessy RM, Hopkins L, Boyan BD and Schwartz 
Z. Evaluating performance of and bone growth into laser sintered Ti-6Al-4V implants with 
trabecular porosity in a rabbit femoral model. Acta Biomaterialia. 2016. Under review] 
 
11.1. Introduction 
The long term success and osseointegration of bone-interfacing implants continues 
to be a challenge. Success rates of titanium (Ti) and titanium-aluminum-vanadium (Ti-6Al-
4V) alloy dental implants can vary from over 90% in healthy patients to less than 70% in 
compromised patients [316]. The lifespan of many orthopaedic implants is limited to 15 
years, requiring costly and potentially fatal revision procedures for continued functionality 
[317, 351]. In addition, an increasing life expectancy and demand for total joint 
replacements will require better performing implants with longer lifespans [407].  
Osseointegration of implants can be affected by physical properties at the surface 
including chemistry, wettability and micro-/nano-roughness. Implants that are Ti based 
have a passive TiO2 layer that resists corrosion and can directly osseointegration with bone. 
High surface energy has been shown to increase cell attachment as well as the rate of 
implant mechanical stability in animal studies [39]. While implants with micro-roughness 
show superior clinical performance compared to smooth implants, surfaces possessing 
hierarchical micro-/nano-roughness are now being explored and have been shown to 
enhance biological response compared to micro-roughness alone [9, 22, 133]. All these 
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factors contribute to creating a desirable interface for cell attachment, differentiation and 
ultimately bone formation for successful implant ossoeintegration. 
Macro-scale properties such as porosity also play an important role in enhancing 
bone formation and osseointegration [175]. Laser sintered implants with through-pores 
showed enhanced osseointegration and vertical bone growth in a rat calvaria onlay model 
as evidenced by increased pull-out values when compared to solid implants [119]. No 
differences in mechanical testing results or vertical bone ingrowth were observed between 
porous implants placed with or without the use of an osteogenic bone graft, suggesting that 
implant surface and porosity alone were able to induce bone growth. However, this earlier 
study evaluated cortical bone growth only, without considering the response of trabecular 
bone that is in contact with implants under many clinical conditions.  
While porous implants have been introduced to match the mechanical properties of 
bone and increase integration, a clear consensus on the ideal properties of pores has not yet 
been reached. Instead of optimizing pore geometry, our group has taken a different 
approach and incorporated porosity inspired by nature. Previous studies have shown that 
laser sintered Ti-6Al-4V constructs with trabecular bone-inspired porosity have shown 
increased osteoblast response [38, 201]. These in vitro results combined with in vivo studies 
demonstrating the ability of laser sintered implants to perform as well as implants 
manufactured with conventional techniques in animal models [378, 406], suggest that laser 
sintered implants with trabecular porosity may be superior to solid implants and enhance 
osseointegration in challenging clinical cases.  
Until now, osseointegration of implants with trabecular porosity has not yet been 
analyzed in a clinically relevant orthopaedic or dental animal model. The objective of this 
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study was to evaluate and compare osseointegration of laser sintered Ti-6Al-4V implants 
with a solid or a trabecular bone-inspired porous exterior in a rabbit model that includes 
both cortical and cancellous bone. We hypothesized that micro-/nano-rough laser sintered 
implants with a three-dimensional, trabecular porosity would increase new bone formation 
and enhance osseointegration compared to solid sintered implants with the same surface 
roughness.  
11.2. Materials and Methods 
Implant manufacturing  
Implants were manufactured from Ti-6Al-4V powder with laser sintering (EOS 
GmbH, Kralling, Germany). Implants were 3.8mm in diameter and 8mm in length. Both 
solid and porous implants possessed similar internal abutment connections and only 
differed in their solid or porous exterior. Porous implants were designed from a “medium 
porosity, high resolution” microCT template as described previously [201]. After 
manufacturing, implants were blasted with calcium phosphate particles and pickled to 
remove impurities, as described previously [201]. All implants were sterilized with gamma 
irradiation prior to characterization and implantation.  
Implant characterization 
Scanning electron microscopy 
Scanning electron microscopy (SEM, Zeiss AURIGA, Oberkochen, Germany) was 
used to qualitatively evaluate implant macro-structure and surface roughness. Implants 
were secured on stubs with carbon tape and imaged with an accelerating voltage of 4kV, 
30µm aperture and working distance of between 4-6mm. An SE2 detector was used to 
image samples.  
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Laser confocal microscopy 
 Laser confocal microscopy (LCM, Zeiss LSM 710) was used to quantitatively 
evaluate surface micro-roughness as described previously [201]. A Plan Apochromat 40x 
/ 0.95 Corr M27 objective was used with an additional 5x optical zoom. Scan areas were 
42.5µm x 42.5µm and imaged using the 405nm laser in reflection mode, with a 0.04µm 
pixel size and 1.60µs pixel dwell time. Z-stacks were performed using a step size of 1µm. 
Primary average roughness (Ra) and peak to valley roughness (Rz) were averaged over 3 
scans per implant, with two implants per group (total n=6).  
Micro-computed tomography 
Micro-computed tomography (microCT, SkyScan 1173, Bruker, Kontich, 
Belgium) was used to evaluate implant porosity. A 0.25mm brass filter was used with a 
voltage of 120kV, current of 60µA, exposure of 300ms, pixel size of 40µm and rotation 
step of 0.2°. Scans were reconstructed in NRecon (Bruker) and analyzed in CT-Analyser 
(Bruker). A cylindrical volume of interest (VOI) was defined for only the lower half of 
implants to avoid analysis of the internal screw. This VOI was binarized and then 
thresholded to determine total implant porosity.   
XPS 
Surface chemistry of implants was evaluated with x-ray photo-electron 
spectroscopy (XPS ThermoFisher ESCAlab 250, Thermo Scientific, Waltham, 
Massachusetts, USA). Averages were taken over two survey scans per 500µm spot, using 
an XR5 gun and AlKα x-ray source at 15kV. Scans were taken with a 20ms dwell time and 
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1eV step size. Four locations per implant for two solid and two porous implants (n=8) were 
analyzed.  
Contact angle 
Surface wettability of solid implants was evaluated by sessile drop contact angle 
analysis (Ramé-hart Instrument Co, Succasunna, New Jersey, USA). A 1µL drop of 
distilled water was placed on the body of implants and analyzed with DROPImage software 
(Ramé-hart Instrument Co). Left and right contact angles were averaged every 5 seconds 
for 20 seconds per drop, with 4 drops placed per implant for two implants (n=8).   
Surgical procedure 
A schematic of the surgical procedure and harvest is provided in Figure 11.1A. 
Male New Zealand White Rabbits 13-16 weeks of age (7.0-7.9 pounds, late adolescent) 
were obtained from Robinson Services Inc (Mocksville, North Carolina, USA). Anesthesia 
was induced with an intramuscular injection of 35 mg/kg ketamine and 5 mg/kg xylazine, 
followed by a subcutaneous injection of 0.12 mg/kg buprenorphine SRLab for post-
operative analgesia.  Anesthesia was maintained using isoflurane gas delivered by v-gel 
supraglottic airway in 3-4% Oxygen to effect.  The greater trochanter of the femur was 
palpated and a 5cm vertical incision was made distal to this landmark.  The muscles were 
separated and the posterior surface of the proximal femur was localized.  The periosteum 
was elevated and increasing drill bit diameters were used (1.9, 2.0, 2.5, 3.2, 3.65, and 
3.80mm) to create a 3.80mm defect by drilling transaxially through the cortical and 
cancellous portions of the femur to a depth of 8mm  Solid or porous implants were press 
fit into the defects flush with the cortical surface, and capped with a cover screw. The 
periosteum and muscle were re-approximated, and the skin incision was closed with  a 
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running technique.  Rabbits were euthanized after 10 weeks with a 0.22ml/kg intravenous 
injection of euthanasia solution, and the implants were harvested for pull-out testing (n=10) 
or microCT and histological analysis (n=10). Approval was obtained from the Institutional 
Animal Care and Use Committee at Virginia Commonwealth University. All experiments 
were carried out in accordance with approved procedures and reported according to 
ARRIVE guidelines [408]. 
Tissue analysis 
Mechanical testing 
Pull out testing was performed using a MTS materials test system (MTS Insight 30; MTS 
Systems Corp., Eden Prairie, MN, USA) as published previously [119].  The femur 
specimen was fixed in a custom fabricated test device with the implant aligned to the testing 
machine axis to ensure that no bending moment was created during the test. A custom 
abutment fabricated by AB Dental was joined to the implant and then pulled at a crosshead 
speed of 10 mm/min. Axial pull-out strengths were recorded and the load was monitored 
for force at failure (N) on nineteen implants (11 M, 8 LST). 
MicroCT 
Bone growth in and around implants was evaluated by microCT (Figure 1B). Fixed 
samples were imaged with a voltage of 130 kV and current of 60uA. High resolution scans 
were conducted using a 10µm pixel size, 1500ms exposure time and 0.4° rotation step. 
After reconstruction, shrink-wrapping was performed to isolate an initial VOI containing 
the implant. The VOI was dilated 10 pixels (100 µm) to account for new bone formed 
around the outside of implants and in order to provide a comparison between solid and 
porous implants. This final VOI was thresholded to subtract the implant, leaving only the 
 215 
bone remaining. The VOI was reloaded and the bone was thresholded, binarized and 
quantified as the total bone volume. Total bone as a percentage of VOI was calculated by 
dividing the total bone volume by the final VOI. Total bone as a percentage of pore volume 
was calculated by diving the total bone volume by the pore volume from control implants 
as described above. Apical bone volume values were calculated by restricting the VOI to 
only the lower half of implants below the internal hex connector.  
Histology 
Samples were commercially processed (Histion, Everett, WA). Femurs were 
embedded in methyl methacrylate, and one ground section from each specimen was stained 
with Stevenel’s blue/van Gieson. Sections were imaged with an AxioCam MRc5 camera 
and Axio Observer Z.1 and analyzed using ZEN 2012 Blue Edition software (Carl Zeiss 
Microscopy, Oberkochen, Germany).  
The total bone-to-implant contact (BIC) was determined by dividing the length of 
bone touching the exterior of the implant by the total length of the exterior of the implant. 
The cortical region was set as the region from the two uppermost points of the implant, one 
on either side of the implant, down 2mm along the exterior of the implant. The total base 
length was calculated by finding the length of the horizontal component of the implant at 
its bottom. Some samples maintained an unbroken base, which resulted in a base 
measurement across the full length. Because porous implants did not retain a solid base 
across the full length of the implant, the implant base of these samples was calculated as 
the combined lengths of the fragmented pieces that appeared at the bottom of the implant 
closest to the bone. The BIC was calculated based on the bone touching these fragments. 
 216 
The total bone ingrowth of the implant was calculated by dividing the total area of 
bone within the implant by the total area within the implant without bone (Figure 11.1C). 
A horizontal line was drawn across the two highest points on either side of the implant, the 
total area of the bone in the implant was was analyzed within these boundaries. 
Statistics 
Average and standard error of the mean values are presented for all analyses. 
Comparisons between solid and porous implants were made using a student’s unpaired t-
test, with p<0.05 indicating significance.  
 
Figure 11.1. Surgery schematic (A). After incision at the femur, the periosteum was lifted 
and increasing drill bit diameters were used to drill transaxially into the femur. Solid or 
porous implants were placed and capped with a cover screw. The periosteum and skin was 
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sutured closed. Rabbits were harvested after 10 weeks. One group was used for pull-out 
testing, while the second group was used for microCT and histological analysis. MicroCT 




SEM images were taken of implant macrostructure and surface roughness (Figure 
11.2). Solid and porous implants were manufactured with the same dimensions. After 
surface processing, roughness at the micro- and nano-scale was present and similar on both 
solid and porous implants.  Average and peak to valley surface micro-roughness were 
quantitately evaluated by LCM; these values were not statistically different between solid 
and porous implants (Table 11.1). Solid implants of MicroCT analysis revealed that porous 
implants possessed a total and open porosity of 68.6% ± 0.8%. XPS analysis of surface 
chemistry showed mostly O and C present on implant surfaces, with smaller amounts of 




Figure 11.2. Scanning electron micrographs of solid (left) and porous (right) implants 
showing the macro- (top panel), micro- (middle panel) and nano-topography (bottom 
panel) after manufacturing and surface processing. 
 
Table 11.1. Surface chemical composition of solid and porous implants obtained from x-




Atomic Percent (Average ± Standard Error) 
C 59.3 ± 1.8 56.6 ± 3.1 
O 29.9 ± 0.9 29.0 ± 1.9 
Ti 3.4 ± 0.4 0.62 ± 0.2 
N 3.1 ± 0.5 5.4 ± 0.7 
Ca 2.4 ± 0.4 2.7 ± 0.1 
Al 1.5 ± 0.7 2.9 ± 0.7 
Na 0.2 ± 0.2 1.2 ± 0.2 
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Roughness (Average ± Standard Error) 
Ra 2.66 ± 0.03 2.47 ± 0.10 
Rz 24.22 ± 0.86 25.72 ± 1.32 
 
Mechanical testing 
Mechanical pull-out testing values for solid and porous implants after 10 weeks 
were 441.2±64.03 N and 501.5 ± 47.55 N, respectively (Figure 3A). These values were not 
significantly different. SEM images of the surface (Figure 3B) and microCT reconstructed 
(Figure 3C) images of implants after mechanical testing showed bone formation on both 





Figure 11.3. Pull-out testing force at failure (A); scanning electron micrographs (B) and 
microCT reconstructions (C) of implants after mechanical testing. 
 
MicroCT 
Axial and sagittal microCT reconstructions of solid and porous implants show bone 
growth around both implant groups (Figure 4). A view of the implant alone, bone around 
the implant a merged view show differences in bone growth around solid and porous 
implants. While mostly solid bone growth was achieved around solid implants, an 
interconnected network of trabecular-like bone was observed around and penetrating 





Figure 11.4. MicroCT three-dimensional reconstructions of solid (A) and porous implants 
(B) after 10 weeks in rabbit femurs. For each implant group, top panel shows axial cross 
section and bottom panel shows sagittal cross section.  
 
MicroCT 3D reconstructions of implants in femurs showed bone formation around 
both solid and porous implants (Figure 5A). While dense bone formed around the outer 
cortex of solid implants, a porous bone network penetrated and formed throughout porous 
implants. Total bone volume within a VOI around porous implants was 20.7±1.2% of the 
entire implant volume, which was significantly higher than the 14.8±0.7% for solid 
implants (Figure 5B, Table 3). When isolated to just the apical portion of the implant, the 
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percentage of bone volume over implant volume was 17.9±1.8% (Figure 5C). This value 
was also significantly higher than the percent of bone analyzed within the same VOI for 
solid implants, which was 4.6±0.3%.  
 
Figure 11.5. MicroCT three-dimensional reconstructions of solid and porous implants after 
10 weeks in rabbit femurs (A). Total new bone volume within a defined volume of interest 
including on the lower apical portion of the implant (B) and for the entire implant (C). 
 
Table 11.3. MicroCT and histological analysis of bone growth in and around solid and 
porous implants after 10 weeks of implantation in rabbit femora. 
 Solid Porous 







Total bone volume 15.6 ± 0.72 21.9 ± 1.3 
Total bone volume / VOI (%) 14.8 ± 0.68 20.7 ± 1.2 
Total bone volume / pore volume (%) -- 46.2 ± 2.7 
Apical bone volume 1.6 ± 0.1 6.1 ± 0.6 








Total bone area (mm2) 3.7 ± 0.2 5.0 ± 0.5 
Total bone area / ROI (%) 16.4 ± 1.0 33.5 ± 4.0 
Total bone to implant contact 43.2 ± 5.8 39.5 ±5.6 
Total bone area / pore area (%) -- 20.1 ± 2.9 
Cortical bone to implant contact 66.8 ± 6.8 55.4 ± 10.0 
Marrow bone to implant contact 37.3 ± 6.9 34.7 ± 6.1 
Apical bone to implant contact 43.9 ± 10.0 44.6 ± 9.5 
Histology 
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Histological sections of solid (Figure 11.6A) and porous (Figures 11.6B) implants 
provide a more detailed view of bone growth around implants. Bone was observed 
interfacing along the body of solid implants, while bone was observed both around inside 
pores of porous implants. Total BIC calculated the perimeter was not significantly different 
between solid and porous implants (Figure 11.6C). Total bone area within a fixed VOI 
containing the entire implant was significantly higher for porous compared to solid 
implants (Figure 11.6D). Bone area calculated within a fixed VOI near the apex of implants 
was also greater for porous compared to solid implants (Figure 11.6E).  
 
Figure 11.6. Histological cross sections of solid (A) and porous implants (B) in rabbit 
femurs after 10 weeks stained with Stevenel’s Blue. Bone to implant contact values along 
the entire implant (C). Bone area within a defined region of interest encompassing the 
entire implant (D) and just the apical portion of the implant (E).  
11.4. Discussion 
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Additive manufacturing has already shown great potential in the field of 
biomaterials, with laser sintering of Ti-6Al-4V already being implemented for bone-
interfacing implants. However, in many cases, post-build surface modification was not 
used to enhance osseointegration. In this study, we used a rabbit femoral bone model to 
evaluate the osseointegration of laser sintered Ti-6Al-4V implants with micro-/nano-rough 
surfaces and trabecular bone-inspired porosity in comparison to solid implants with the 
same surface roughness. Implant characteristics were comparable to previously 
manufactured constructs used for in vitro studies [201]. The higher total porosity observed 
for the implants may be attributed to the use of a different VOI size and location analyzed 
in our implant geometry compared to our previous construct geometry, though pores were 
interconnected for both constructs. Our results confirmed that surface roughness was 
comparable across solid and porous implants, showing the versatility of surface treatments 
for different construct geometries. 
Our group has shown that laser sintered Ti-6Al-4V solid implants placed in rabbit 
tibia cortical bone perform better than traditional implants manufactured with computer 
numerical control [378]. We have also shown in previous studies that porous implants with 
or without the use of an osteogenic agent (DBX, Musculoskeletal Transplant Foundation, 
Edison, New Jersey, USA) on rat calvaria did not show significant differences in 
mechanical pull-out testing or new bone volume analyzed by microCT [119]. However, 
histological analysis showed 16% of the implant pores still contained DBX, suggesting the 
potential for enhanced bone growth over time in DBX-treated sites. We did not use DBX 
or another osteogenic agent in this study in order to evaluate the comparative effects of 
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solid and 3D porous implants. However, we suggest that use of a bone graft substitute 
should still be considered for clinical cases requiring large volumes of bone regeneration.  
Optimal pore size for osseointegration may vary with time, implant location, and 
surface treatment. A study comparing pore diameters of Ti implants in the rabbit tibia 
concluded that a 600µm pore diameter resulted in the most bone ingrowth and bone-
material fixation compared to implants with 300µm and 900µm diameter pores over the 8 
weeks of the experiment [409]. A study in the rabbit calvaria showed greater bone ingrowth 
into Ti scaffolds with a maximum pore size of 600µm after 3 weeks, while implants with 
a maximum pore size of 100µm showed superior bone growth after 20 weeks [184]. Early 
studies on porous hydroxyapatite implants in rabbit femora showed the presence of 
osteoclasts as early as 2 weeks, and continued remodeling up to 4 months after implantation 
[171]. In vitro data using 3D Ti mesh scaffolds suggest that bone growth and remodeling 
within the pores occur in cycles [37]. Thus, as new bone forms and remodels, changes will 
occur around the implant microenvironment that affect the rate and extent of bone 
formation, and these are influenced by the physical properties of the implant. 
While our study suggests that additively manufactured implants with trabecular 
bone-inspired porosity can achieve superior results to solid implants, there are still 
limitations to our animal model and analysis. We chose the rabbit femur for implant 
placement because it better mimics the clinical placement of a dental or orthopaedic 
implant through both cortical and trabecular bone. This model is also more relevant than 
the calvarial onlay model, providing the ability to evaluate response to an implant size that 
could be used clinically. While vertical cortical bone formation had been previously 
observed in a cranial onlay model in rats, it was unclear how osseointegration would occur 
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horizontally within the trabeculae [119]. For orthopaedic implants and dental implant 
placement in the mandible, the ratio of cortical to cancellous bone contributes to primary 
stability and long term success [410, 411]. Our rabbit femoral implant model does not 
account for uniaxial mechanical loading, which is a major consideration when placing 
dental implants. Reports also indicate that bone remodeling in the mandible occurs more 
rapidly than in the femur, with distinct regeneration properties [412]. This may be due to 
mechanical forces experienced by the implant, as well as a different local 
microenvironment or system effects induced by implantation.  
In addition, solid and porous implants used in this study both possessed a solid 
portion at the top of the implant for internal screw fixation. Because implants were inserted 
transaxially into the femur, the cortical shell came into contact with both the solid and 
porous portions of the porous implant. Thus, pull-out testing could not completely isolate 
the effects of a porous implant on mechanical strength. Analysis of apical portions of 
implants in both groups via histology and microCT show that more bone is present in and 
around porous compared to solid implants, suggesting that mechanical strength is enhanced 
in porous areas.  
Finally, this study only evaluated osseointegration of implants at one time point, 10 
weeks after implantation. Previous studies have shown differences in bone healing around 
hydroxyapatite implants placed in rabbits up to 6 months after implantation [171]. Work 
from our group has also shown varied response to additively manufactured implants at 5 
weeks compared to 10 weeks [119]. It may be possible that differences in healing occurred 
at an earlier time point, but stabilized for both implants after 10 weeks.  
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Not only did new cortical and trabecular bone form in porous implants and around 
both solid and porous implants, but the presence of new bone was also observed above and 
covering the implant. This was particularly obvious in histological sections, which showed 
another layer of trabecular bone, marrow and cortical bone above the originally existing 
cortical bone. Previous studies have observed similar vertical bone growth along titanium 
implants placed in rabbit mandibles [413, 414]. However, the implants were placed with at 
least 2mm exposed above the mandible to support supracrestal bone formation. In contrast, 
we observed vertical bone growth in this study over the implant and cover screw, without 
a physical implant presence to guide bone formation.  
This phenomenon was also distinctly different than a bony callus, which has shown 
to result in cortical union by day 28 after fracture in the rabbit tibia [415]. The presence of 
an additional cortical and cancellous bone layer above the implant in our study after 10 
weeks indicates that the bone was no longer in the callus stage of healing. Early studies of 
porous-coated intramedullary implants placed in beagle femurs showed that cortical bone 
formation occurred near the endosteal cortex, but also when placed up to 2mm away from 
the endosteum [416]. While multipotent stem cells and progenitor cells may contribute to 
trabecular bone formation within the medullary canal, our results suggest the cortical bone 
formation may be influenced first by cells from the endosteal cortex. This corroborates 
other findings that suggest cortical bone contributes to distant osteogenesis [417].  
 
11.5. Conclusion 
 Porous Ti-6Al-4V constructs with surface roughness have shown enhanced cell 
response and mineralization in vitro. In this study, we observe osseointegration of these 
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implants in a clinically relevant size with the rabbit femur. While both solid and porous 
implants were osseointegrated, porous implants allowed significantly more bone growth in 
some applications. This study suggests that additive manufacturing of porous Ti-6Al-4V 
implants may enhance osseointegration clinically compared to solid implants, and may be 
used to improve long term clinical outcomes.  
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CHAPTER 12 
CONCLUSIONS AND FUTURE DIRECTIONS 
 This thesis has presented multiple studies that indicate the clinical potential of bone 
interfacing titanium implants with hierarchical structural features at the macro-, micro- and 
nano-scales. Starting at the two dimensional micro- and nano-scales and moving to include 
macro-porosity, these studies validate the enhanced in vitro and in vivo results of titanium 
implant materials designed with hierarchical structural features.   
A novel low-temperature nano-modification method was first developed on a 
clinically micro-rough, solid titanium substrate that is an established model in the literature. 
While improving wettability, nano-modification did not result in appreciable differences 
in osteoblast surfaces. This first study was essential to understanding that not all nano is 
good nano, which has been an ongoing controversy in biomaterials research. In order to 
further elucidate differences in cell response to smooth and micro-/nano-rough substrates, 
a correlative microscopy method was developed that allowed for characterization of the 
cell-material interface across multiple imaging modalities and spatial scales. As a proof of 
concept, this platform method was used to characterize smooth and rough Ti-6Al-4V 
substrates that were additively manufactured by laser sintering. Clear morphological 
differences were observed for cells on smooth compared to rough substrates. These results 
lead to a more in depth study on osteoblast differentiation and maturation on smooth and 
rough laser sintered surfaces, which also showed that laser sintered implants can be used 
as a replacement for conventionally manufactured implants.   
After micro- and nano-scale surface roughness was evaluated on laser sintered 
substrates, porosity was introduced to create constructs with unique bio-inspired trabecular 
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bone porosity. An osteoblast cell line, primary human osteoblasts and human mesenchymal 
stem cells were used to evaluate the effect of combined surface roughness and porosity on 
osteoblastic differentiation and maturation. These results indicated that biological response 
to three-dimensional environments may be maturation, donor and cell-type dependent. 
Medium porosity constructs were chosen for further evaluation of human MSC 
mineralization, indicating that constructs were effective in stimulating bone formation in 
vitro. Implants placed on the rat calvaria indicated the potential of a 3D architecture to 
stimulate vertical bone growth even with demineralized bone matrix, which is rarely 
achieved clinically. Implants placed through the rabbit femur corroborate the good 
osseointegration achieved in rats, with newly formed trabecular and cortical bone 
penetrating into pores. These studies present the clinical relevance of a novel implant 
macro-architecture with hierarchical surface roughness. 
This work has also identified specific structural features that contribute to 
biological response. Future rational design of titanium biomaterials should take into 
consideration the macro-porosity, micro- and nano-scale surface roughness, hydrophilicity, 
crystinallinity and surface chemistry for optimal osseointegration (Table 12.1).  
Because this work was conducted in the laboratory, the next step in translating these 
implants to clinical use is to work with the FDA on a 501(k) device clearance. Depending 
on the implant novelty, a clinical trial may be required. Additional implant characterization 
may also be required to show similarity to a predicate device. Though dental implants were 
manufactured in this study, application to orthopaedic implants may require a separate 
approval process.  
Table 12.1. Variables for future rational design of titanium bone-interfacing implants 
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Variable Conclusions from this work 
Macro-scale porosity 
Interconnected porosity with >60% total porosity 
contributes to bone ingrowth 
Bio-inspired implant design 
Osteoblast differentiation and maturation factors 
increase on constructs with a porosity that 
captures that of human trabecular bone with high 
fidelity and micro-/nano-scale surface roughness 
Micro-topography 
Micro-scale roughness increases osteoblast 
differentiation and maturation 
Nano-topography 
Nano-scale roughness has variable effects on 
production of factors for osteoblastic 
differentiation, bone remodeling and blood vessel 
formation. Nano-topography increases osteoblast 
filopodia and may affect attachment and 
spreading. 
Surface chemistry 
Titanium surfaces stored under ambient 
conditions will accumulate hydrocarbon 
contamination, which can be reduced by 
hydrothermal processing 
Surface energy 
Hydrophilicity of hydrothermally modified 
substrates can be preserved by storage in saline 
Titanium oxide crystallinity 
Factors for osteoblast differentiation and 
maturation increase on monocrystalline rutile 
compared to anatase or polycrystalline 
rutile/anatase titanium oxide 
 
Once approved for human use, further studies can analyze the effects of porosity 
personalized to each patient’s trabecular bone architecture.  Included in this future work 
should also be a control with a randomized porous architecture to compare biological 
response to specific trabecular porosity with a control porosity. This would have clinical 
application to patients with low bone density, placement of dental implants in different 
locations of the mouth corresponding to a different quality of bone, and for orthopaedic 
implants placed in areas receiving different load orientations. These studies would be 
performed in various established animal models in our lab and that are found in literature. 
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In addition, the effect of trabecular porosity on compromised patients, such as smokers or 
those with osteoporosis, could be investigated in disease model animals.  
In addition, mechanisms of enhanced cell response on 3D compared to 2D 
environments should be investigated with respect to the mechanical and fluid stresses 
experienced by cells. Fluid shear stress, surface curvature and material stiffness are all 
variables that cells experience and can modulate behavior. While we performed cell studies 
in static culture, the availability of oxygen and nutrients throughout the scaffold may still 
exist as a gradient. These differences would be amplified in the body, where bodily 
movement, mechanical forces and blood flow exist. This may create different 
microenvironments within the pores for cells, where signaling could exist in a positive or 
negative feedback loop. In addition, hardness of the underlying bulk substrate, elastic 
modulus and flexural strength should be additionally characterized to correlate with 
changes in construct design. Understanding the effects of mechanical forces could provide 
great insight into the biological consequences of the designed structural components.  
Finally, cellular signaling in response to curvature and porosity should be studied. 
The strength and weakness of using a trabeculae-inspired porosity is that it contributes to 
a combined effect on cell response, and is therefore difficult to isolate and test specific 
variables of the scaffold. While the correlative analysis presented in this thesis can be used 
to analyze single cell response to surfaces, limits in imaging technology prevent analysis 
of cells more than 500µm in porous constructs. However, further investigation into specific 
cellular mechanisms using averaged gene expression and protein studies over time can 
contribute to a better picture of the events leading to enhanced osteoblast response. 
Preliminary studies should focus on the expression of integrins, which are cell receptors 
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required for attachment to proteins adsorbed on any biomaterial surface. Attached integrins 
typically organize into larger focal adhesions, which can provide mechanical stability and 
transmit forces via the cytoskeletal network. Though our lab has shown that specific 
integrins also contribute to downstream response of cells on rough titanium substrates, this 
profile may be different when a 3D environment is introduced.  
Additively manufactured personalized implants, once a concept in science fiction, 
is quickly becoming reality. These advancements in healthcare are made possible by open 
communication, collaboration and innovation at the intersection of medicine and 
engineering. As technology progresses at an increasing pace, it is important to remain 
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